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National foreword

This British Standard is the UK implementation of ISO 4965-1:2012.
It supersedes BS 7935-1:2004, which is withdrawn.

The UK participation in its preparation was entrusted to
Technical Committee ISE/101/6, Fatigue testing of metals and
metal matrix composites.

A list of organizations represented on this committee can be
obtained on request to its secretary.

This publication does not purport to include all the necessary
provisions of a contract. Users are responsible for its correct
application.

© The British Standards Institution 2012.
Published by BSI Standards Limited 2012.
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ICS 77.040.10

Compliance with a British Standard cannot confer immunity
from legal obligations.

This British Standard was published under the authority of the
Standards Policy and Strategy Committee on 31 August 2012.

Amendments issued since publication
Date Text affected

31 January 2013 Correction to supersession information in
national foreword.
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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO
technical committees. Each member body interested in a subject for which a technical committee has been
established has the right to be represented on that committee. International organizations, governmental and
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the International
Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2.

The main task of technical committees is to prepare International Standards. Draft International Standards
adopted by the technical committees are circulated to the member bodies for voting. Publication as an
International Standard requires approval by at least 75 % of the member bodies casting a vote.

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent
rights. ISO shall not be held responsible for identifying any or all such patent rights.

SO 4965-1| was prepared by Technical Committee ISO/TC 164, Mechanical testing of metals, Subcommittee
SC 5, Fatigue testing.

This first edition of |[SO 4965-1,, together with |SO 4965-4, cancels and replaces 1SO 4965:1979, which has

been technically revised.

ISO 4965 consists of the following parts, under the general title Metallic materials — Dynamic force calibration
for uniaxial fatigue testing:

— Part 1: Testing systems

— Part 2: Dynamic calibration device (DCD) instrumentation
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Introduction

In a dynamic test, the force experienced by the test-piece (Ft) might differ significantly from the force indicated
by the testing system (Fj). The dynamic errors result from inertial forces acting on the force transducer and any
dynamic errors in the electronics of the force indicating system. Inertial forces equate to the grip mass (interposed
between the force transducer and the test-piece) multiplied by its local acceleration, and therefore depend on

a) the amplitude of motion
b) the frequency of motion, and
c) the grip mass.

The amplitude of motion will, in turn, depend on the applied force and the mechanical configuration of the
testing system, including the compliances of the load train, the test-piece, the reaction frame, and the base
mounting. For a given frequency and over a given force range, different combinations of compliance values will
result in different amplitudes of motion [the motion of a grip holding a very compliant test-piece may even be in
the opposite direction (anti-phase) to that of the same grip holding a much stiffer test-piece].

For the purpose of this part of ISO 4965, there must be a linear relationship between the applied force and
the displacement of the actuator. Using Method A and the calculated correction factor, the force measurement
system will be dynamically calibrated to within 1 % of the applied force range. Using Method B and two
dynamic calibration devices (DCDs) of different compliance, the force measurement system will be dynamically
calibrated to within 1 % of the applied force range, if the actual test-piece has a compliance between those of
the two DCDs.

Method A (Replica test-piece method) — This method is used for calibrating a dynamic testing system with a
DCD, allowing errors of up to 10 % in the indicated force range to be corrected for, using a generated correction
factor. The DCD must have the same compliance and mass as the specimens to be tested and the entire load
train must be the same as that to be used for the actual testing. Before commencing a new series of dynamic
tests, the correction factor relating the indicated force range (AFi) to the test-piece force range (AFt) can be
determined using a strain gauged replica test-piece. This factor can be applied either as a correction to the
results or to modify the force applied by the testing system, reducing the dynamic force error to less than 1 %.
This correction factor is dependent on test frequency, and therefore will have to be determined over the entire
range of anticipated test frequencies.

Method B (Compliance envelope method) — This method is used to calibrate a dynamic testing system for use
with varying test-piece configuration, using two DCDs of different compliance. The low compliance DCD should
have a compliance lower than that of any test-piece to be tested, and the high compliance DCD should have
a compliance above that of any test-piece. An operating envelope of test-piece compliance versus frequency
can be established for the testing system, within which dynamic errors are maintained to within 1 % of the
applied force range. It is assumed that the compliance of the load train is insignificant when compared with
the compliance of either DCD. If this is not the case, and the machine is to be used with varying load train
compliance values, additional calibration runs will need to be performed.
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