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Calcipotriene Ointment

DEFINITION
To view the Notice from the Expert Committee that posted in conjunction with this accelerated revision, please click www.uspnf.com/rb-

calcipotriene-ointment-20220429.

Calcipotriene Ointment contains NLT 90.0% and NMT 110.0% of the labeled amount of calcipotriene (C H O ), in a suitable ointment base.

IDENTIFICATION

• A. The retention time of the major peak of the Sample solution corresponds to that of the Standard solution, as obtained in the Assay.

Change to read:

• B. ▲The UV spectrum of the major peak of the Sample solution corresponds to that of the Standard solution, as obtained in the Assay.▲ (USP 1-

Aug-2022)

ASSAY

Change to read:

• Procedure

▲Protect solutions containing calcipotriene from light and air. Prepare the solutions containing calcipotriene NMT 1 h before use.▲ (USP 1-Aug-

2022)

Mobile phase: Methanol and water (70:30)

Buffer: 132 g/L of monobasic ammonium phosphate in water

Diluent: Methanol, Buffer, and water (700:3:297)

Standard stock solution: 0.1 mg/mL of USP Calcipotriene RS in Diluent. Sonicate if necessary.

Standard solution: 2 µg/mL of USP Calcipotriene RS prepared as follows. Transfer 5 mL of Standard stock solution into a 250-mL volumetric

flask, add 50 mL of tetrahydrofuran, and dilute with Diluent to volume.

Sample stock solution: Nominally equivalent to 0.01 mg/mL of calcipotriene in tetrahydrofuran prepared as follows. Transfer Ointment

equivalent to 0.25 mg of calcipotriene into a 25-mL volumetric flask. Add 15 mL of tetrahydrofuran and sonicate, with intermittent shaking,

for 20 min in a cold water bath. Dilute with tetrahydrofuran to volume.

Sample solution: Nominally equivalent to 2 µg/mL of calcipotriene prepared as follows. Transfer 5 mL of the Sample stock solution into a

suitable container. Add 20 mL of Diluent, mix, and sonicate for 10 min. Pass through a suitable filter of 0.45-µm pore size. Inject

immediately after preparation.

Chromatographic system

(See Chromatography 〈621〉, System Suitability.)

Mode: LC

Detector: UV 264 nm. ▲For Identification B, use a diode array detector in the range of 190–400 nm.▲ (USP 1-Aug-2022)

Column: 4.6-mm × 15-cm; 3-µm packing L1

Flow rate: 1.0 mL/min

Injection volume: 50 µL

System suitability

Sample: Standard solution

Suitability requirements

Tailing factor: NMT 2.0

Relative standard deviation: NMT 2.0%

Analysis

Samples: Standard solution and Sample solution

Calculate the percentage of the labeled amount of calcipotriene (C H O ) in the portion of Ointment taken:

Result = (r /r ) × (C /C ) × 100

r = peak response of calcipotriene from the Sample solution

r = peak response of calcipotriene from the Standard solution
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C = concentration of USP Calcipotriene RS in the Standard solution (µg/mL)

C = nominal concentration of calcipotriene in the Sample solution (µg/mL)

Acceptance criteria: 90.0%–110.0%

PERFORMANCE TESTS

• Minimum Fill 〈755〉: Meets the requirements

IMPURITIES

Change to read:

• Organic Impurities

▲Protect solutions containing calcipotriene from light and air. Prepare the Standard solution and the Sample solution NMT 1 h before use.

Prepare the System suitability solution daily.▲ (USP 1-Aug-2022)

Mobile phase, Buffer, and Diluent: Prepare as directed in the Assay.

System suitability solution: 10.0 µg/mL of USP Calcipotriene RS and 0.1 µg/mL of USP Calcipotriene Related Compound C RS in Diluent

Standard stock solution: 1.0 µg/mL of USP Calcipotriene RS in Diluent

Standard solution: 0.1 µg/mL of USP Calcipotriene RS prepared as follows. Transfer 1.0 mL of the Standard stock solution into a 10-mL

volumetric flask, add 1.0 mL tetrahydrofuran, and dilute with Diluent to volume.

▲Sensitivity solution: 0.01 µg/mL of USP Calcipotriene RS prepared as follows. Transfer 1.0 mL of the Standard solution into a 10-mL

volumetric flask, add 1.0 mL tetrahydrofuran, and dilute with Diluent to volume.▲ (USP 1-Aug-2022)

Sample solution: Nominally equivalent to 0.01 mg/mL of calcipotriene prepared as follows. Transfer Ointment equivalent to 0.1 mg of

calcipotriene into a glass-stoppered test tube, and add 1 mL of tetrahydrofuran. Sonicate for 20 min with intermittent shaking. Add 9 mL of

Diluent, and sonicate for 5 min. Shake the test tube vigorously, and then place it in a beaker containing ice cold water for 2–3 min. Pass the

liquid portion through a nylon filter of 0.45-µm pore size, and discard the first few milliliters of the solution.

Chromatographic system

(See Chromatography 〈621〉, System Suitability.)

Mode: LC

Detector: UV 264 nm

Column: 4.6-mm × 15-cm; 3-µm packing L1

Flow rate: 1.0 mL/min

Injection volume: 100 µL

Run time: NLT 1.25 times of retention time of the calcipotriene peak

System suitability

Samples: System suitability solution, ▲▲ (USP 1-Aug-2022) Standard solution,▲and Sensitivity solution▲ (USP 1-Aug-2022)

Suitability requirements

Resolution: NLT 1.2 between calcipotriene related compound C and calcipotriene▲▲ (USP 1-Aug-2022) , System suitability solution

Relative standard deviation: NMT 5.0%, Standard solution

▲Signal-to-noise ratio: NLT 10, Sensitivity solution▲ (USP 1-Aug-2022)

Analysis

Samples: Standard solution and Sample solution

Calculate the percentage of any impurity in the portion of Ointment taken:

Result = (r /r ) × (C /C ) × 100

r = peak response of any impurity from the Sample solution

r = peak response of calcipotriene from the Standard solution

C = concentration of USP Calcipotriene RS in the Standard solution (mg/mL)

C = nominal concentration of calcipotriene in the Sample solution (mg/mL)

Acceptance criteria: See Table 1. ▲The reporting threshold is 0.1%.▲ (USP 1-Aug-2022)

Table 1

Name

Relative

Retention

Time

Acceptance

Criteria,

NMT (%)

Calcipotriene impurity Ba 0.86 0.50
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