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Chlorhexidine Acetate
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2,4,11,13-Tetraazatetradecanediimidamide, N,N2-bis(4-chlorophenyl)-3,12-diimino-, diacetate;
1,1-Hexamethylenebis[5-(4-chlorophenyl)biguanide] diacetate CAS RN®: 56-95-1; UNII: 5908ZUF22Y.
AChlorhexidine (free base)

C,,H, LN, 505.45 CASRN®: 55-56-1; UNII: RAKOODY52L. 4 (USP 1-May-2022)

DEFINITION

Chlorhexidine Acetate contains NLT 98.0% and NMT 102.0% of chlorhexidine acetate (C,,H, CIN, - 2C,H,0,), calculated on the dried basis.
IDENTIFICATION

* A. Seectroscopic IpenTirication Tests (197), Infrared Spectroscopy: 197K

Add the following:

A. B. The retention time of the major peak of the Sample solution corresponds to that of the Standard solution, as obtained in the Assay. 5 (UsP

1-May-2022)

ASSAY
Change to read:
* PROCEDURE
Solution A: 27.6 g of monobasic sodium phosphate and 10 mL of triethylamine in 1.5 L of water. Adjust with phosphoric acid to a pH of 3.0,
and dilute with water to 2000 mL. Prepare a mixture of acetonitrile and this solution (3:7).
Solution B: Acetonitrile
Mobile phase: See Table 1.

Table 1

Time Solution A Solution B
(min) (%) (%)

0 100 0

9 100 0

10 45 55

15 45 55

16 100 0

21 100 0

System suitability solution: 50 ug/mL of USP Chlorhexidine Acetate RS and 1 pg/mL of USP p-Chloroaniline RS in Sqfsiti
Standard solution: 50 pg/mL of USP Chlorhexidine Acetate RS in Solution A ﬁg’é u ments
Sample solution: 50 pg/mL of Chlorhexidine Acetate in Solution A Document Sharing Hub
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Chromatographic system
(See Chromatography (621), System Suitability.)
Mode: LC
Detector: UV 239 nm
Column: 4.6-mm x 25-cm; base-deactivated 5-um packing L1

Column temperature: 40°
Flow rate: 1.5 mL/min
Injection volume: 50 pL
System suitability
Sample: System suitability solution
[Note—The relative retention times for chlorhexidine and p-chloroaniline are about 1.0 and 1.3, respectively.]
Suitability requirements
Resolution: NLT 43.0, (USP 1-May-2022) between chlorhexidine and p-chloroaniline
Relative standard deviation: NMT 0.73% for chlorhexidine and NMT 5.0% for p-chloroaniline
Analysis
Samples: Standard solution and Sample solution

Calculate the percentage of chlorhexidine acetate (C,,H, CI,N, - 2C,H,0,) in the portion of Chlorhexidine Acetate taken:

Result = (r,/r)) x (C/C ) x 100

r, = peakresponse of chlorhexidine from the Sample solution

rg = peak response of chlorhexidine from the Standard solution

C, = concentration of USP Chlorhexidine Acetate RS in the Standard solution (pg/mL)

C, =concentration of Chlorhexidine Acetate in the Sample solution (ug/mL)

Acceptance criteria: 98.0%-102.0% on the dried basis

IMPURITIES
* Resibue o leniTion (281): NMT 0.15%
* OrGaNIc IMPURITIES
Store the System suitability solution, the Sample solution, and the Diluted sample solution at a temperature of NMT 12°.
Solution A: 0.1% (v/v) trifluoroacetic acid in acetonitrile
Solution B: 0.1% (v/v) trifluoroacetic acid in water
Solution C: Solution A and Solution B (20:80)
Solution D: Solution A and Solution B (90:10)
Mobile phase: See Table 2. Return to original conditions, and equilibrate the system.

Table 2

Time Solution C Solution D
(min) (%) (%)

0 100 0

2 100 0

32 80 20

37 80 20

47 70 30

54 70 30

System suitability solution: 5.0 mg/mL of USP Chlorhexidine System Suitability Mixture RS in Solution C. See Table 3 for relative retention

times of the main components of the mixture.

Table 3
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