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' COMMISSION ELECTROTECHNIQUE INTERNATIONALE

UNE OREILLE ARTIFICIELLE DE LA CEI, A LARGE BANDE,
POUR L’ETALONNAGE DES ECOUTEURS UTILISES EN AUDIOMETRIE

PREAMBULE
1) Les décisions ou accords officiels de la C E I en ce qui concerne les questions techniques, préparé s Comités d’Etudes
ol sont représentés tous les Comités nationaux s’intéressant a ces questions, exprimentdans'l grande mesure possible

un accord international sur les sujets examinés.

2) Ces décisions constituent des recommandations internationales et sont agréée ifés nationaux.

mités nationaux ne

3) Dans le but d’encourager cette unification internationale, la CEI ¢
e\fondamentale de ces régles

possédant pas encore de régles nationales, lorsqu’ils préparent ces régle
les recommandations de la C E I dans la mesure ol les conditiong nati

4) On reconnait qu’il est désirable que I’accord international sur ¢es qyesti it shivi effort pour harmoniser les régles
natlonales de normahsatlon avec ces recommandatxons dans Ia a le itjons nationales le permettent. Les

d’oreilles artiﬁ:
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. Type simple
. Type simple
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Coupleur de référende provisoire de la C E I pour I’étalonnage des écouteurs utilisés en audiométrie), le
Groupe de Travail s’est consacré & ’étude des spécifications relatives aux dispositifs du type 3. L’avance-
ment des travaux de recherche et 1’accord réalisé sur la détermination de I'impédance acoustique de
I’oreille humaine moyenne ont conduit le Groupe de Travail, aprés sa réunion de Liége en 1964, a faire
réaliser et mesurer un certain nombre d’oreilles artificielles expérimentales *

Lors de sa réunion & Prague en 1966, le Groupe de Travail a jugé que les résultats des mesures effectuées
étaient satisfaisants, en particulier en ce qui concerne I'impédance acoustique qui constitue la base scien-
tifique de la spécification de 'oreille artificielle audiométrique (voir annexe A, page 12). Il a donc été
décidé qu’une oreille identique & ces types expérimentaux devait faire I’objet d’une recommandation de
laCEL

* Une liste des références se trouve & la page 10 de la présente recommandation.
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INTERNATIONAL ELECTROTECHNICAL COMMISSION

AN IEC ARTIFICIAL EAR, OF THE WIDE BAND TYPE,
FOR THE CALIBRATION OF EARPHONES USED IN AUDIOMETRY

FOREWORD

1) The formal decisions or agreements of the I E C on technical matters, prepared by Technical Comp
National Committees having a special interest therein are represented, express, as nearly as
consensus of opinion on the subjects dealt with,

2) They have the form of recommendations for international use and they are accepted bythe
sense.

3) Inorder to promote this international unification, the I E C expresses the wish tKa
yet no national rules, when preparing such rules, should use the 1 E C recomme i
rules in so far as national conditions will permit,

deavour to harmonize

4) The desirability is recognized of extending international agreement on g
s\ will permit. The National

national standardization rules with these recommendations in so f:
Committees pledge their influence towards that end.

This Recommendation has been freda ¢ No. 29C, Measuring Devices, of I E C

At the meeting held in Ligge oup recommended the definition of five types of

artificial ears;

. Simple conventional type.
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Following a study of artificiapear Type 1, or reference coupler (see I E C Publication 303, [ E C Pro-
visional Reference Coupler for'the Calibration of Earphones used in Audiometry), the Working Group has
concentrated on a study of specifications relating to a device of Type 3. Progress with research and the
agreement reached in the determination of the acoustical impedance of the mean human ear led the
Working Group, after its meeting in Liége in 1964, to the realization and measurement of several
experimental artificial ears *.

The results of the tests were judged satisfactory at the meeting in Prague in 1966, as regards the acoustic
impedance which forms the scientific basis of the specification of the audiometric artificial ear (see Appen-
dix A, page 13). Therefore, it was decided that an artificial ear, based on these experimental types, should
be made the object of an I E C Recommendation.

* A list of references is included on page 11 of this Recommendation.
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