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— 4 —
COMMISSION ELECTROTECHNIQUE INTERNATIONALE

UN COUPLEUR MECANIQUE DE LA CEI
DESTINE A I’ETALONNAGE DES OSSIVIBRATEURS AYANT UNE SURFACE
DE CONTACT SPECIFIEE,
APPLIQUES AVEC UNE FORCE STATIQUE SPECIFIEE

PREAMBULE

1) Les décisions ou accords officiels de la CE I en ce qui concerne les questions techniques, préparés par des Comités d’Etudes
ol sont représentés tous les Comités nationaux s’intéressant & ces questions, expriment dang la plus grande mesure possible
un accord international sur les sujets examinés.

2) Ces décisions constituent des recommandations intcrnationales et sont agréées commg bs pa ités nationaux.

3) Dans le but d’encourager cette unification internationale, la CE1 exprim C ités nationaux ne

4) On reconnait qu’il est désirable que ’accord international sur ces qué
nationales de normalisation avec ces recommandations dans la_me

définir un dispositif, nommé « crane artificiel », qui fournisse une impédance
et du front humain moyens, et qui comporte un transducteur pour mesurer

et mastoide \ concerne la variation de 'impédance mécanique en fonction de la force statique et de la surface de
contact.

A la suite de la réunion tenue A Stresa en 1969, un projet fut soumis a I’approbation des Comités nationaux suivant la
Régle des Six Mois en aofit 1970.

Les pays suivants se sont prononcés explicitement en faveur de la publication:

Afrique du Sud Norvege

Allemagne Pays-Bas

Australie Roumanie

Belgique Royaume-Uni

Danemark Suede

Etats-Unis d’Amérique Suisse

France Tchécoslovaquie

Israél Turquie

Japon Union des Républiques Socialistes Soviétiques
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5 __
INTERNATIONAL ELECTROTECHNICAL COMMISSION

AN IEC MECHANICAL COUPLER
FOR THE CALIBRATION OF BONE VIBRATORS
HAVING A SPECIFIED CONTACT AREA
AND BEING APPLIED WITH A SPECIFIED STATIC FORCE

FOREWORD

1) The formal decisions or agreements of the I E C on technical matters, prepared by Technical Committees on which all the
National Committees having a special interest therein are represented, express, as nearly as possible, an international
consensus of opinion on the subjects dealt with.

2) They have the form of recommendations for international use and they are accepted by the Mation ommittees in that

sense.

3) In order to promote this international unification, the I E C expresses the wish that all

4) The desirability is recognized of extending international agreement on these
Commiittees pledge their influence towards that end.

PREFACE

to combine the lmped %
For the establishme
No.43 of ISO, there isa

ahd forehead, and whlch is equipped with a transducer for measuring

the vibromotive force v e vibrator.

At present, there gxists\intexpath on the mechanical impedance values, corresponding only {o a static force
of application of ne axea ofspntact of 1.75 cm?, so the mechanical coupler described represents only a simpli-
fied device fox_ca ratmg avmg one specified contact area and one static force. This Recommendation
agrees wit

1t is intendedJater™: grtificial headbone which corresponds more nearly to the average human head (forehead
and mastoid proccss pecto variation of the mechanical impedance with static force of application and with area of

contact.

Following the meeting held in Stresa in 1969, a draft was submitted to the National Committees for approval under the Six
Months’ Rule in August 1970.

The following countries voted explicitly in favour of the publication:

Australia Norway

Belgium Romania

Czechoslovakia South Africa

Deamark Sweden

France Switzerland

Germany Turkey .

Israel Union of Soviet Socialist Republics
Japan United Kingdom

Netherlands United States of America
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