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INTERNATIONAL ELECTROTECHNICAL COMMISSION

MEDICAL ELECTRICAL EQUIPMENT —

Part 2-44: Particular requirements for the safety of
X-ray equipment for computed tomography

FOREWORD

1) The IEC (International Electrotechnical Commission) is a worldwide organization

entrusted to technical committees; any IEC National Committee inte
participate in this preparatory work. International, governmental and
with the IEC also participate in this preparation. The IEC collaborat
for Standardization (ISO) in accordance with conditions
organizations.

2)

3) The documents produced have the form of\eco

4) In order to promote international unificatio

5) The IEC provides no m

6) Attention is drawntQ the\possibilt
of patent rights. @ S t

dard is based on the following documents:

FDIS Report on voting
62B/360/FDIS 62B/364/RVD

Full information on the voting for the approval of this Particular Standard can be found in the
report on voting indicated in the above table.

Annex AA forms an integral part of this standard.

In this standard, the following print types are used:

requirements, compliance with which can be tested and definitions: roman type;

— explanations, advice, notes, general statements and exceptions: small roman type;
— test specifications: italic type;

— TERMS DEFINED IN CLAUSE 2 OF THE GENERAL STANDARD OR OF THIS PARTICULAR STANDARD OR
IN [EC 60788: SMALL CAPITALS.

A bilingual version of this Standard may be issued at a later date. Documents
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INTRODUCTION

The relationship of this Particular Standard with IEC 60601-1 (including the amendments) and
the Collateral Standards is explained in 1.3.

@%
S
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MEDICAL ELECTRICAL EQUIPMENT -

Part 2-44: Particular requirements for the safety of
X-ray equipment for computed tomography

SECTION 1: GENERAL

The clauses and subclauses of this section of the General Standard apply, except as follows:

1 Scope and object

This clause of the General Standard applies, except as follows:

1.1 Scope

Addition:

This Particular Standard applies to X-RAY
SCANNERS). It does not cover the safe i
subject of another standard.

N7 fQr ED TOMOGRAPHY (CT
ts or@V-geerators which will be the

1.2 Object

Replacement:

as far as those requ
Collateral Stand o]

1.3 Particular Sta
Addition:

This Particula & eindfter referred to as "this standard”, amends and supplements a
} hereinafter referred to as "General Standard", consisting of
: electrical equipment — Part 1: General requirements for safety, its
amendments™ {2 (1995), and any Collateral Standard.

The numbering of sections, clauses and subclauses of this Particular Standard corresponds to
that of the General Standard. The changes to the text of the General Standard are specified by
the use of the following words:

"Replacement” means that the clause or subclause of the General Standard is replaced
completely by the text of this Particular Standard.

— "Addition" means that the text of this Particular Standard is additional to the requirements
of the General Standard.

— "Amendment" means that the clause or subclause of the General Standard is amended as
indicated by the text of this Particular Standard.

Subclauses, figures or tables which are additional to those of the General Standard are
numbered starting from 101, additional annexes are lettered AA, BB, etc., and additional items
aa), bb), etc.

Where there is no corresponding section, clause or subclause in this Particular St 6965“
section, clause or subclause of the General Standard applies without modification. . ments
Document Sharing Hub

Full document details: IEC 60601-2-44 1999


http://www.avadocuments.com/doc/iec-60601-2-44-1999
http://www.avadocuments.com/doc/iec-60601-2-44-1999

~-6- 60601-2-44 © IEC:1999(E)

Where it is intended that any part of the General Standard, although possibly relevant, is not to
be applied, a statement to that effect is given in this Particular Standard.

A requirement of this Particular Standard replacing or modifying requirements of the General
Standard takes precedence over the original requirements concerned.

1.3.101 Related international standards

IEC 60601-1-1:1992, Medical electrical equipment — Part 1: General requirements for safety —
1. Collateral Standard: Safety requirements for medical electrical systems

IEC 60601-1-2:1993, Medical electrical equipment — Part 1: General requirements for safety —
2. Collateral Standard: Electromagnetic compatibility — Requirements and tests

IEC 60601-1-3:1994, Medical electrical equipment — Part 1: Genera
3. Collateral Standard: General requirements for radiation pr¢
equipment

IEC 60601-2-32:1994, Medical electrical equip
safety of associated equipment of X-rgy equip

Addition:

2.101 Defing

In this Particu ' terms printed in SMALL CAPITALS are used in accordance with their
definitions i Geheral Standard, in this standard or in IEC 60788.

An index of defined t¢rms used in this Particular Standard is given in annex AA.

Additional definitions:

2.101.1
CT SCANNER
X-RAY EQUIPMENT for COMPUTED TOMOGRAPHY

2.101.2

CT CONDITIONS OF OPERATION

all selectable parameters governing the operation of a CT SCANNER, for example NOMINAL
TOMOGRAPHIC SECTION THICKNESS, PITCH FACTOR, FILTRATION, PEAK X-RAY TUBE VOLTAGE and
either X-RAY TUBE CURRENT and LOADING TIME, Or CURRENT TIME PRODUCT
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