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INTERNATIONAL ELECTROTECHNICAL COMMISSION

SAFETY REQUIREMENTS FOR ELECTRICAL EQUIPMENT
FOR MEASUREMENT, CONTROL, AND LABORATORY USE -

Part 2-091: Particular requirements for CABINET X-RAY SYSTEMS

FOREWORD

The International Electrotechnical Commission (IEC) is a worldwide organization for s i atlon comprising
all national electrotechnical committees (IEC National Committees). The obj

international co-operation on all questions concerning standardization in the electfi d electronic fields. To
this end and in addition to other activities, IEC publishes International Stangdarg \ni ecifications,
Technical Reports, Publicly Available Specifications (PAS) and Guides e d “IEC
Publication(s)”). Their preparation is entrusted to technical committees; apy g qittee interested
in the subject dealt with may participate in this preparatory work. i 3

governmental organizations liaising with the IEC also participate in jkj . |E aborates closely

agreement between the two organizations.

The formal decisions or agreements of IEC on technical mattg
consensus of opinion on the relevant subjects since eac
interested IEC National Committees.

possible, an international
s representation from all

IEC Publications have the form of recom

Independent certification bodies provide conformity
marks of conformity. IEC is not responsible for any

patent rights. IE€ shall yot be held responsible for identifying any or all such patent rights.

International Standard IEC 61010-2-91 has been prepared by IEC technical committee 66:
Safety of measuring, control and laboratory equipment.

It has the status of a group safety publication as specified in IEC Guide 104.

The text of this standard is based on the following documents:

FDIS Report on voting
66/462/FDIS 66/470/RVD

Full information on the voting for the approval of this standard can be found in the report on
voting indicated in the above table.

Documents

Document Sharing Hub

Full document details: IEC 61010-2-091 2012


http://avadocuments2026.com/doc/iec-61010-2-091-2012
http://avadocuments2026.com/doc/iec-61010-2-091-2012

-4 - 61010-2-091 © IEC:2012

This Part 2-091 is intended to be used in conjunction with IEC 61010-1. It was established on
the basis of the third edition (2010). Consideration may be given to future editions of, or
amendments to, IEC 61010-1.

This Part 2-091 supplements or modifies the corresponding clauses in IEC 61010-1 so as to
convert that publication into the IEC standard: Particular requirements for CABINET X-RAY
SYSTEMS.

Where a particular subclause of Part 1 is not mentioned in this part 2, that subclause applies
as far as is reasonable. Where this part states “addition”, “modification”, “replacement”, or
“deletion”, the relevant requirement, test specification or note in Part 1 should be adapted
accordingly.

In this standard:

a) the following print types are used:
— requirements: in roman type;
— NOTES: in small roman type;
— conformity and tests: in italic type;

— terms used throughout this standard whic
ROMAN CAPITALS.

The following differing [practi S les indicated below:

- 7.1 @»‘

ANSI/ASY

required to meet the requirements of

A list of all p
requirements

61010 series, published under the general title Safety

The committee has\de ided that the contents of this publication will remain unchanged until

related to the specific publication. At this date, the publication will be

* reconfirmed,

* withdrawn,

» replaced by a revised edition, or
+ amended.
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SAFETY REQUIREMENTS FOR ELECTRICAL EQUIPMENT
FOR MEASUREMENT, CONTROL, AND LABORATORY USE -

Part 2-091: Particular requirements for CABINET X-RAY SYSTEMS

1 Scope and object
This clause of Part 1 is applicable, except as follows:

1.1.1 Equipment included in scope

Replacement:
Replace the text with the following:
This part of IEC 61010 specifies particular safety requjren XARAY SYSTEMS.

A CABINET X-RAY SYSTEM is a system that contai
independently of existing architectural s{ructur,

ed in a cabinet which,
which it may be placed,

These CABINET X-RAY SYSTEMS are us
for example, to inspect matéxi ' [ gnd to screen baggage.

during™epe
2) equipment intended to be used with separate portable or temporary shielding;
3) equipment intended to produce an emerging beam of X-radiation.

1.2.1 Aspects included in scope

Addition:
Add the following text at the end of the first paragraph:

This part of IEC 61010 specifies requirements for the design and methods of construction of
CABINET X-RAY SYSTEMS to provide adequate protection for OPERATORS, bystanders, trained
service personnel, and the surrounding area against unintentionally-emitted X-radiation and
from mechanical HAZARDS related to their conveyors.
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2 Normative references

This clause of Part 1 is applicable, except as follows:
Addition:

Add the following references to the list:

IEC 62061, Safety of machinery — Functional safety of safety-related electrical, electronic and
programmable electronic control systems

ISO 13849-1, Safety of machinery — Safety-related parts of control syste art 1: General
principles for design

3 Terms and definitions

This clause of Part 1 is applicable, except as follows:

3.2 Parts and accessories

Addition:
Add the following new definitions:

3.2.101
ACCESS PANEL
barrier or panel which ig

3.2.102
APERTURE Q
opening in the outsig

generation of X-radia

3.2.103
DOOR
barrier v

Note 1 to entry: InfleXihle’hardware rigidly affixed to the DOOR is considered part of the DOOR.

3.2.104

EXTERNAL SURFACE

outside surface of the CABINET X-RAY SYSTEM, including DOORS, ACCESS PANELS, latches,
control knobs, and other permanently mounted hardware, the virtual surface across any
APERTURE or PORT, and the bottom of the cabinet

3.2.105

PORT

opening in the EXTERNAL SURFACE of the cabinet which is designed to remain open during
generation of X-rays, for the purpose of conveying objects into and out of the cabinet, or for
partial insertion for irradiation of an object with a dimension that does not permit complete
insertion into the cabinet
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4 Tests

This clause of Part 1 is applicable.

5 Marking and documentation
This clause of part 1 is applicable, except as follows:

5.1 Marking

Replacement:
Replace the title with:

5.1 Marking, indicators, and annunciators

Addition:

Add the following new subclauses:

5.1.101 Markings for CABINET X-RAY SYSTE

X-ray generation, with the text, “Caution:
similar text.

body parts to the direct
part of the body when $

NOTE 1 If a milliammgfe
marked “X-ray on”.

NOTE 2 Nationaltegulatigns may require a nationally-accepted language for safety instructions and markings.

Conformity is checked by inspection.

5.1.102 Indicators and annunciators for CABINET X-RAY SYSTEMS
The equipment shall include all of the following indicators and annunciators.

a) Two independent means to indicate when X-rays are being generated, located so that
at least one indicator is discernible from any location at which the initiation of X-ray
generation is possible. The indicators shall be activated only when X-rays are being
generated, except that if the X-ray generation period is less than 0,5 s, then the
indicator shall be activated for at least 0,5 s. No SINGLE FAULT CONDITION shall disable
both indicators. A combination of software, hardware and digital control may be used
to generate two redundant “X-ray on” signals.

One, but not both, of these indicators may be a milliammeter labeled to indicate X-ray
tube current.

b) Additional indicators shall be provided as needed to ensure that at least ong jndj
is visible from each DOOR, ACCESS PANEL, and PORT. rﬁaeﬁments
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c) For CABINET X-RAY SYSTEMS which are designed so that humans may enter the cabinet
for specified purposes, audible and visual warning signals within the cabinet shall be
provided. These signals shall be activated for at least 10 s immediately prior to the
first initiation of X-ray generation after closing a DOOR designed so that humans may
enter the cabinet. No SINGLE FAULT CONDITION shall disable the audible and the visual
indicators at the same time.

d) For CABINET X-RAY SYSTEMS which are designed so that humans may enter the cabinet
for specified purposes, a visible warning signal shall be provided within the cabinet.
The indicator shall be activated only when X-rays are being generated, except that, if
the X-ray generation period is less than 0,5 s, then the indicator shall be activated for
at least 0,5 s.

Conformity is checked by inspection.

5.4.1 General

Replacement:

Replace item d) with the following item:

d) the information specified in 5.4.2 to 5.4.6 and N
Addition:
Add the following new subclause:

5.4.101

a) voltage, curre

equipmen
b) instructio ORnce

necessary be

to assure that the~equjpment remains in compliance with this standard.

Instructions for installation and commissioning shall also include instructions for assembly,
adjustment, and test to ensure that the equipment is safe after it is commissioned. See
also 12.101.2.

Conformity is checked by inspection.

6 Protection against electric shock

This clause of Part 1 is applicable.

7 Protection against mechanical HAZARDS

This clause of Part 1 is applicable, except as follows:
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