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INTERNATIONAL ELECTROTECHNICAL COMMISSION

FIBRE OPTIC INTERCONNECTING
DEVICES AND PASSIVE COMPONENTS -
BASIC TEST AND MEASUREMENT PROCEDURES -

Part 3-55: Examinations and measurements —
Polarisation extinction ratio and keying accuracy
of polarisation maintaining, passive, optical components

FOREWORD

1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising
all national electrotechnical committees (IEC National Committees). The object of IEC is to promote international
co-operation on all questions concerning standardization in the electrical and electronic fields. To this end and
in addition to other activities, IEC publishes International Standards, Technical Specifications, Technical Reports,
Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC Publication(s)”). Their
preparation is entrusted to technical committees; any IEC National Committee interested in the subject dealt with
may participate in this preparatory work. International, governmental and non-governmental organizations liaising
with the IEC also participate in this preparation. IEC collaborates closely with the International Organization for
Standardization (ISO) in accordance with conditions determined by agreement between the two organizations.

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international
consensus of opinion on the relevant subjects since each technical committee has representation from all
interested IEC National Committees.

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any
misinterpretation by any end user.

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications
transparently to the maximum extent possible in their national and regional publications. Any divergence between
any IEC Publication and the corresponding national or regional publication shall be clearly indicated in the latter.

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any
services carried out by independent certification bodies.

6) All users should ensure that they have the latest edition of this publication.

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and
members of its technical committees and IEC National Committees for any personal injury, property damage or
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC Publications.

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is
indispensable for the correct application of this publication.

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of patent
rights. IEC shall not be held responsible for identifying any or all such patent rights.

International Standard IEC 61300-3-55 has been prepared by subcommittee 86B: Fibre optic
interconnecting devices and passive components, of IEC technical committee 86: Fibre optics.

The text of this International Standard is based on the following documents:

FDIS Report on voting
86B/4276/FDIS 86B/4290/RVD

Full information on the voting for the approval of this International Standard can be found in the
report on voting indicated in the above table.

This document has been drafted in accordance with the ISO/IEC Directives, Part 2.
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A list of all parts in the IEC 61300 series, published under the general title Fibre optic
interconnecting devices and passive components — Basic test and measurement procedures,
can be found on the IEC website.

The committee has decided that the contents of this document will remain unchanged until the
stability date indicated on the IEC website under "http://webstore.iec.ch” in the data related to
the specific document. At this date, the document will be

e reconfirmed,
e withdrawn,
e replaced by a revised edition, or

e amended.
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INTRODUCTION

This document contains and expands the content of IEC 61300-3-24 and IEC 61300-3-40.
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FIBRE OPTIC INTERCONNECTING
DEVICES AND PASSIVE COMPONENTS -
BASIC TEST AND MEASUREMENT PROCEDURES -

Part 3-55: Examinations and measurements —
Polarisation extinction ratio and keying accuracy
of polarisation maintaining, passive, optical components

1 Scope

This part of IEC 61300 provides methods for measuring the polarisation extinction ratio (PER)
of single-mode, polarisation maintaining (PM) optical components based upon PM fibres. This
document also provides methods for detecting the input and output orientation of the PM
components' principal axes as well as methods for estimating the keying accuracy, i.e. the
angular misalignment between the principal axes and the mechanical reference guide key of
the connectors, if these are present.

2 Normative references

There are no normative references in this document.

3 Terms, definitions and abbreviated terms

3.1 Terms and definitions

For the purpose of this document, the following terms and definitions apply.

ISO and IEC maintain terminological databases for use in in standardization at the following
addresses:
e |EC Electropedia: available at http://www.electropedia.org/

e |SO Online browsing platform: available at http://www.iso.org/obp

3.11

principal state of polarisation

PSP

state of polarisation (SOP) that propagates unaltered through an optically anisotropic medium

Note 1 to entry: Itis also known as "eigen polarisation".

Note 2 to entry: This note applies to the French language only.

3.1.2

polarisation extinction ratio

PER

fraction of the power of one PSP that leaks onto the orthogonal one as it propagates along the
polarisation maintaining component

Note 1 to entry: This note applies to the French language only.

3.2 Abbreviated terms
Term  Description

DUT device under test Documents
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HWP half wave plate

PER polarisation extinction ratio
PM polarisation maintaining
PSP principal state of solarisation
QWP  quarter wave plate

SLD super luminescent diode
SMF single-mode fibre

SOP state of polarisation

4 General description

A PM component is a physical system that can retain specific input SOP unaltered as light
propagates through it. In linearly birefringent systems, these SOPs correspond to two linear
polarisations, also referred to as PSPs, whose polarisation direction is parallel to the two PM-
element's principal axes.

While, in ideal PM components, the two principal states of polarisation (PSPs) propagate
uncoupled and unaltered, in reality they may exchange energy, effectively deviating from the
initial SOP. The origin of such deviations from the ideal behaviour may be:

e intrinsic and ascribable to imperfections in the optical guiding material structure, or

e extrinsic and related to external mechanical (stress), electrical, or thermal changes applied
to the PM component or a portion thereof.

How accurately a PM component can hold its PSPs is quantified by the PER. This document
defines measurement methods based upon the power coupling between the two nominal PSPs
in a linearly birefringent system when incoherent, linearly polarised light is injected into the PM
component under test (hereafter PM-DUT).

Where a PM component is a concatenation of several distinct PM sub-elements, the overall
system performance will be strongly influenced by how precisely the optical axes of the
individual sub-elements are aligned with each other at the interconnecting points. Since optical
fibre connectors are most often found at such junctions, it is of primary importance to evaluate
and assure that their reference keying mechanisms are properly aligned to the encapsulated
fibre's principal axes so that the PSPs may keep propagating unaltered. Methods for
determining such angular mismatch are also described. These rely upon the same set-ups used
by the methods proposed for the characterisation of the PER performance.

This document describes two methods for the measurement of PER performance and the keying
accuracy: a reference-less method (method A) and a comparative method (method B). Care
shall be taken when comparing the results obtained by the two methods because the measured
PER values refer to two distinct configurations. Additional information on keying accuracy for
PM fiber is found in Annex B.

5 Measurement principles

Both methods A and B rely upon the cross-polariser test procedure, which evaluates the PM
performance of a linearly birefringent PM-DUT by assessing the ratio between the power of the
linearly polarised components oriented along the two principal axes exiting the optical
component compared with the input power coupled into the PM-DUT.

A prerequisite to this measurement procedure is that the polarisation response of the

component to be tested is stationary, i.e. the polarisation performance is not activelm‘:wents
or modified by external factors (electrical, mechanical, thermal, or other such a e
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connectors manipulations) during the characterisation process. This requirement distinguishes
the cross-polariser procedure from an alternative measurement approach where the power
coupling between PSPs is assessed through a dynamic external intervention (mechanical or
thermal) and the detection of the evolution of the instantaneous output SOP. This latter
approach, also known as "in-line" method, is based upon fundamentally different experimental
conditions and, depending on the interpretation of the outcomes, it may lead to different or
inconsistent results when compared with those obtained using the cross-polariser procedure.

For a correct evaluation of the PM performance, the cross-polariser test procedure requires that
incoherent linearly polarized light, whose polarisation matches one of the input principal axes,
is coupled at the input end of the PM-DUT.

The polarisation performance of the PM-DUT is calculated from the transmitted powers carried
by the two linear polarisations oriented along the two principal axes of the component being
tested.

The orientation of the output optical axes of the PM-DUT is derived from the orientation of the
analyser once polariser and analyser are adjusted for absolute minimum power transmission.

6 Apparatuses

6.1 General

Although based upon the same physical principles, the experimental set-ups used for
methods A and B differ especially in the preparation of the input SOP to be injected into the
PM-DUT.

6.2 Method A (reference-less approach)
6.2.1 General

Method A is a reference-less, non-contact characterisation procedure that is not limited by
constraints imposed by the presence of reference cables, reference connectors, and their
wavelength dependence. This procedure is therefore generally well suited to PM-DUTs with
high PER values or for measurements that require a higher degree of accuracy. The
measurements are not influenced by the orientation accuracy between the fibre's optical axes
and the mechanical reference guide key of the PM-DUT's connectors. This is the preferred
measurement method for assessing PER.

The test apparatus for both polarisation extinction ratio measurements and for the determination
of the mechanical reference guide keying angular misalignment may schematically look like the
example shown in Figure 1.
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Figure 1 — Test apparatus for both polarisation extinction ratio measurements and for
the determination of the mechanical reference guide keying angular misalignment

6.2.2 Light source

In order to remove any interference effect between the linear polarisation components oriented
along the two principal axes of the PM-DUT, the light source shall be sufficiently incoherent.
The coherence length /. of the source shall satisfy the following constraint:

le <——1 (1)

where

L is the PM-DUT's length;
Lg is the PSPs' beat length;
A is the source's centre wavelength.

NOTE If Ly is not otherwise available, refer to IEC 60793-1-60.

In Formula (1), units shall be used consistently.

For PM-DUT's with a typical length of a few metres tested at L. = 1 550 nm, Formula (1) requires
a coherence length shorter than approximately 1 mm or, equivalently, a source 3-dB bandwidth
in excess of approximately 10 nm.

To minimise inaccuracies that may be introduced by the presence of light that is not strictly
guided inside the PM fibre, no more than 0,1 % of the emitted optical power shall lie below the
cut-off wavelength of the PM-DUT.

It is also necessary that the optical power launched into the PM-DUT, and thus the power
emitted by the incoherent light source, is stable during the duration of the measurement. In
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order to obtain a PER measurement uncertainty of £1 dB, variations in the coupled power shall
be smaller than 5 %.

The coupled power into the PM-DUT shall stay below the threshold limits for non-linear
propagation effects, which for conventional silica-based components is of the order of 10 mW
in the spectral range between 700 nm and 1 650 nm approximately (refer to IEC TR 61282-4).

Light emitting diodes (LEDs) or super-luminescent diodes (SLDs) are recommended examples
for incoherent light sources. Attention should be paid to Fabry-Perot sources whose time-
averaged spectrum may look broad enough but the instantaneous spectrum is substantially
narrower.

6.2.3 Polariser and analyser

The combined filtering properties of the polariser and the analyser shall provide a total
extinction of at least a factor of 10 higher than the highest PER expected to be measured with
the PM-DUT. Recommended candidates are bulk Glan-Thompson polarisers with extinctions of
50 dB or more.

Care shall be taken in positioning both polariser and analyser perpendicular to the light beam.
The collimated beam shall fall within the acceptance angle of both polarising elements during
the measurement.

Since both devices need to be angularly aligned to the principal axes of the PM-DUT, polariser
and analyser are often mounted inside rotation stages. The angular resolution of the positioning
shall allow for an absolute accuracy better than +0,5°.

6.2.4 Depolariser

In the presence of a partially polarised source, it may be necessary to introduce a depolarising
element in order to avoid oscillations of the coupled power as the polariser rotates with respect
to the PM-DUT. As described in Annex A, the depolariser may be replaced by additional optical
elements such as a combination of waveplates that generate circularly polarised light in front
of the polariser. Other options are possible and acceptable as long as a high-extinction linear
SOP is provided at the PM-DUT's input and the orientation of that SOP is parallel to either one
of the principal optical axes of the PM-DUT.

6.2.5 Input and output coupling optics

The combined extinction of all the optical elements along the optical path between the polariser
and the analyser shall be at least 10 dB higher than the PER expected to be measured in the
PM-DUT.

Care shall be taken to avoid spurious reflections that may get depolarised and coupled into the
PM-DUT or into the power detection system.

6.2.6 Power detection system

The power detection system comprises several parts. The response of the photodetector, in the
wavelength range of interest, shall be polarisation independent and homogeneous across the
active surface and over the entire emission spectrum of the light source. Further, the active
surface shall be large enough to capture, at all times, the entire optical power exiting the PM-
DUT. The dynamic range of the detector, which may comprise the power meter and possibly a
complementary synchronous detection system, shall be broader than the span defined by the
maximum and minimum powers observable during the measurements. The complete power
detection system shall be linear within £1 % on a linear scale over the entire dynamic range.
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6.2.7 Mechanical holders

The PM-DUT shall be held in place by mechanical mounts that do not induce any stress that
may interfere with the PM properties of the PM-DUT. The mechanical arrangement shall also
be stable enough to prevent any oscillation larger than 1 % in the power coupled into the PM
element under test.

6.2.8 Reference connector receptacle

If the PM-DUT includes input or output connectors, the reference receptacle provides a holder
for the output termination. The receptacle shall possess tight mechanical tolerances to minimize
the axial rotational play between mechanical reference guide key and the receptacle
counterpart. The orientation of the receptacle with respect to analyser's axis should be known
within £0,5° accuracy.

6.2.9 PM-DUT

The linear birefringence properties of the PM-DUT shall be stationary during the measurement
procedure. This means that the PM-DUT's birefringence remains unchanged during the
measurement so that the two orthogonal, linear PSPs may always be considered constant.

6.3 Method B (comparative approach)
6.3.1 General

Method B relies on a comparative measurement where the PER performance of the PM-DUT is
assessed against a known reference cable consisting of a calibrated PM fibre with a calibrated
connector (see 6.2.4). The PM-DUT's PER is extracted from the measurement of an
arrangement comprising the PM-DUT, the reference and the connection between the two. The
accuracy of this method is therefore coupled to the quality of the reference and the accuracy of
the mechanical alignment between the fibre's optical axes and the mechanical reference guide
key of both the reference and the PM-DUTs. Method B can be used for the characterisation of
PM-DUTs whose PM performance is appreciably lower than that of the reference, or it is suitable
for the characterisation of PM-DUTs for which the prerequisites for method A cannot be met
(e.g. when light guided by the cladding cannot be suppressed satisfactorily).

The test apparatus may schematically look like the example shown in Figure 2. The additional
elements of the test apparatus compared with the apparatus of method A are needed to allow
for contact measurements against a reference cable.
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Figure 2 — Test apparatus for both polarisation extinction ratio

measurements and for the determination of the mechanical
reference guide key angular misalignment using a reference

6.3.2 Light source

For the incoherent light source, the same requirements described in 6.2.2 apply.

6.3.3 Polariser, waveplates and analyser

The input assembly consisting of a linear polariser, a quarter waveplate (QWP) and a half
waveplate (HWP) is one of a variety of possible configurations needed to prepare the initial
SOP. The latter is determined such that, when propagating through the reference cable, it
emerges linearly polarised and aligned parallel to the mechanical reference guide key of the
output connector of the reference cable.

NOTE Since the reference cable can contain a portion of standard single-mode fibre (SMF), it is possible the input
state of polarisation coupled into the reference cable is not linear.

Furthermore, due to the wavelength dependence of both QWP and HWP, these shall be
compatible with the operating wavelength of both source and PM-DUT. While the elements
described so far may typically rely upon bulk optics components, the same functionality may be
achieved through fibre-based elements or a combination of bulk and fibre optic components.

Additional requirements as listed in 6.2.3 apply.

6.3.4 Reference cable

The purpose of the reference cable is to provide a mode intensity distribution compatible with
the PM-DUT in order to maximise the power coupling between the two fibres'ﬂores and
minimise the power dispersed into the PM-DUT's fibre cladding. The reference zQQUnm

ents
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consist of two fibre portions: a standard fibre section followed by a PM fibre section. The two
may be connected via a temporary joint whose purpose is to allow the interchange of various
PM portions depending upon the PM-DUT requirements without affecting the input coupling
alignment.

NOTE The reference cable can also consist of a single PM cable.

A cladding mode stripper may be included along the reference cable to make sure that a
detrimental amount of light is not left in the cladding at the output end of the reference.

The output of the reference cable shall carry a fibre connector whose mechanical reference
guide key is aligned to the optical axis of the encapsulated fibre. The angular mismatch between
these two axes shall be known or shall be determined according to 8.2.3.

The output connector of the reference cable shall be plugged into a mating adaptor
characterised by a minimal rotational play between the mechanical reference guide key of the
connector and the corresponding counterpart of the mating adaptor (e.g. see central picture of
Figure 4).

The PM section of the reference cable may be characterised according to method A.

6.3.5 Coupling optics

The combined extinction of all the optical elements along the optical path between the polariser
and the analyser shall be at least a factor of 10 higher than the PER expected to be measured
from the PM-DUT.

Care shall be taken to avoid spurious reflections that may get depolarised and coupled into the
DUT or into the power detection system.

6.3.6 Power detection system

Same requirements as in 6.2.6.

6.3.7 Mechanical holders

Same requirements as in 6.2.7.

6.3.8 Reference connector receptacle

Same requirements as in 6.2.8.

6.3.9 PM-DUT

Same requirements as in 6.2.9.

7 PER measurement procedures

71 General

Both methods A and B rely upon the same general principles when it comes to the assessment
of the PER performance of a PM-DUT. The four essential elements are:

a) a broadband incoherent light source centred at the desired wavelength;
b) a high-extinction input linear SOP aligned along one of the principal axes of the PM-DUT;
c) arotating, high extinction linear analyser to filter the output light;

d) a power detection system with a linear response over a large dynamic range. Documents
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The PER values are evaluated by comparing the amounts of optical power at the PM-DUT's
output associated to the two PSPs. Annex C provides further information.

7.2 Method A (reference-less approach)
7.2.1 General

The PER assessment consists of a measurement preparation step followed by the actual PER
measurement.

7.2.2 Measurement preparation

Before placing the PM-DUT in the measuring set-up shown in the example of Figure 1, make
sure that its input and output optical interfaces are properly clean especially in the core region.
Failure to comply with this condition may lead to inconsistent and irreproducible results.

When the PM-DUT is in place, with no injected light, record the power reading from the detection
system P,.,. Care should be taken to avoid any stray light from hitting the photodiode.

The input beam, the input coupling optics and the PM-DUT shall be set up so to prevent the
excitation of higher order or cladding modes into the input end of the PM-DUT. Whenever
possible, mode-stripping techniques should be used without disturbing the propagation of the
two PSPs. If higher order or cladding modes represent a limitation to the measurement accuracy,
consider switching to method B described in 7.3.

Adjust the polariser so that the input polarisation is roughly parallel to the desired principal axis
of the PM-DUT. Rotate the analyser to minimise the transmitted power to the photodiode.
Iteratively adjust polariser and analyser until the reading from the detection system reaches an
absolute minimum. The resulting configuration corresponds to the input polarisation being
parallel to one principal axis of the PM-DUT and the analyser being aligned along the orthogonal
axis.

To avoid the measurement being affected by the noise of the detection system, the lowest
power reading used to determine the PER shall be at least 10 dB higher than P,,,. Verify that

this minimum power reading does not vary as a function of the temperature or layout
arrangement of the PM-DUT. Failure to comply with this latter constraint may signify that the
residual source coherence is excessive.

7.2.3 Polarisation extinction ratio measurement

Without modifying the alignment of the polariser obtained according to the steps described in
7.2.2, record the values of the transmitted power as the analyser makes a full 360° rotation.
The resolution in the angular rotation should be sufficient to accurately fit a sin? function to the
measured data. The accuracy of the fit shall be such that the position of the extrema of the
curve is determined with an accuracy better than 0,5°. If necessary, extend the angular scan
so that two power maxima and two power minima are clearly visible, as shown in Figure 3. The
PER value (described as Apgg in following texts) can then be calculated with the following step

sequence.

a) Verify that both the transmission maxima and transmission minima are spaced by 180°+ 1°.
b) Verify that neighbouring transmission maxima and minima are spaced by 90°t 1°.

c) Verify that the maxima (minima) values lie within 1 dB from each other.

Deviations from the above three conditions may suggest the presence of inaccuracies in the
alignment of the optical components along the light path. This may also introduce additional
uncertainties in the measured values.

d) Define P, ,, as the average value of the two transmission maxima (on a linear tﬁﬁ'&éuments
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e) Define P, as the average value of the two transmission minima (on a linear basis).

f) Calculate the Apgg of the entire PM-DUT from Formula (2):

Pmin [W]

In general, ripples or other deviations from the sinusoidal curve of Figure 3 may indicate the
presence of anomalies in the characterisation set-up. These anomalies may be the
consequence of an insufficient bandwidth of the light source or may indicate the presence of
unwanted reflections within the system.

Furthermore, the measured curve shown in Figure 3 shall remain substantially the same if the
measurement were to be repeated with a modified layout of the PM-DUT, provided the relative
orientation of the polariser and the analyser with respect to the input and the output of the
PM-DUT remains unchanged.

The measured PER value shall remain substantially the same if the measurement were to be
repeated by launching the orthogonal polarisation at the input end of the PM-DUT.

Deviations from these expected behaviours may indicate the presence of anomalies in the
characterisation set-up or in the PM-DUT.

A

180°

Transmitted power (W)

A
\J

Analyser angular position (degree) Ec

Figure 3 — Typical power transmission curve after analyser

7.3 Method B (comparative approach)
7.3.1 General

The PER assessment consists of a measurement preparation step followed by the actual PER
measurement.

7.3.2 Measurement preparation

Before placing the PM-DUT in the measuring set-up shown in the example of Figure 2, make
sure that its input and output optical interfaces are properly clean, especially in the core region.
Failure to comply with this condition could lead to inconsistent and irreproducible results.

By blocking the light output from the source, record the power reading from the detection system
P,qro- Care should be taken to avoid any stray light from hitting the photodiode.

Next, a linear SOP shall be set up at the output of the reference cable. During the following
procedure, extreme care shall be taken not to perturb either mechanically or thermam(gegw']ents
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