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INTERNATIONAL ELECTROTECHNICAL COMMISSION

ELECTRICAL EQUIPMENT FOR MEASUREMENT,
CONTROL AND LABORATORY USE -
EMC REQUIREMENTS -

Part 1: General requirements

FOREWORD

this end and in addltlon to other activities, IEC publishes International
Technical Reports, Publicly Available Specifications (PAS) and Guides

governmental organizations liaising with the IEC also partlmpate i
with the International Organization for Standardization (ISO
agreement between the two organizations.

2) The formal decisions or agreements of IEC on technical matiers €

interested IEC National Committees.

3) IEC Publications have the form of recom and are accepted by IEC National
Committees in that sense. While all reasonab t re that the technical content of IEC
Publications is accurate, IEC cannot be held™respogsible fox the way in which they are used or for any
misinterpretation by any end user.

4) In order to promote internatiopal uniformit
the latter.

5) IEC itself does nof provide
assessment seryi i
services carried out by i

6) All users should ensue tha
7) No liability shall gttac

8) Attentio

9) Attention is draw possibility that some of the elements of this IEC Publication may be the subject of
patent rights. IEC shall not be held responsible for identifying any or all such patent rights.

International Standard IEC 61326-1 has been prepared by subcommittee 65A: System
aspects, of IEC technical committee 65: Industrial-process measurement, control and
automation.

This second edition cancels and replaces the first edition, published in 2005. This edition
constitutes a technical revision.

The significant technical changes with respect to the previous edition are as follows:

— the immunity test levels and performance criteria have been reviewed;

— requirements for portable test and measurement equipment have been clarified and
amended;

— the description of the electromagnetic environments has been improved.
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The text of this standard is based on the following documents:

FDIS Report on voting
65A/628/FDIS 65A/637/RVD

Full information on the voting for the approval of this standard can be found in the report on
voting indicated in the above table.

This publication has been drafted in accordance with the ISO/IEC Directives, Part 2.

A list of all parts of the IEC 61326 series under the general title Electri equipment for

measurement, control and laboratory use — EMC requirements, can be on the IEC
website.

The committee has decided that the contents of this publicatiop wi aoged until
the stability date indicated on the IEC web site under "http n the data

* reconfirmed,
* withdrawn,
* replaced by a revised edition, or

&%\@
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INTRODUCTION

Instruments and equipment within the scope of this standard may often be geographically
widespread and hence operate under a wide range of environmental conditions.

The limitation of undesired electromagnetic emissions ensures that no other equipment,
installed nearby, is unduly influenced by the equipment under consideration. The limits are
more or less specified by, and therefore taken from, IEC and International Special Committee
on Radio Interference (CISPR) publications.

However, the equipment should function without undue degradation in an electromagnetic
environment typical for the locations where it is intended to be operated Anthis respect the

given in IEC 61000-2-5. Special risks, involving for example nearb ' tning_strikes,
circuit-breaking, or exceptionally high electromagnetic radiation i ) imh
covered.

Complex electric and/or electronic systems should require all phases of their
design and installation, taking into consideration gnvironment, any
special requirements, and the severity of failures.

This part of IEC 61326 specifies the EMC reg G generally applicable to all

1 i these requirements will be
supplemented or modified by the specia JUi one/ or more than one, particular
part within IEC 61326-2 series. These sh d in conjunction with the IEC 61326-1
requirements.
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ELECTRICAL EQUIPMENT FOR MEASUREMENT,
CONTROL AND LABORATORY USE -
EMC REQUIREMENTS -

Part 1: General requirements

1 Scope

This part of IEC 61326 specifies requirements for immunity and emissionis reg
magnetic compatibility (EMC) for electrical equipment, operating fro s
less than 1 000 V a.c. or 1 500 V d.c. or from the circuit being meas . iprnenkintended

arding electro-

— measurement and test;

— control;

— laboratory use;

— accessories intended for use with the above

It is generally conside
EMC standards.<>

This is equipment which controls one or more output quantities to specific values, with
each value determined by manual settings, by local or remote programming, or by one or
more input variables. This includes Industrial Process Measurement and Control (IPMC)
equipment, which consists of devices such as:

— process controllers and regulators;

— programmable controllers;

— power supply units for equipment and systems (centralized or dedicated);
— analogue/digital indicators and recorders;

— process instrumentation;

— transducers, positioners, intelligent actuators, etc.
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c) Electrical laboratory equipment

This is equipment which measures, indicates monitors or analyses substances, or is used
to prepare materials, and includes In Vitro Diagnostic (IVD) equipment. This equipment
may also be used in areas other than laboratories, for example self-test IVD equipment
may be used in the home.

Equipment within the scope of this standard might be operated in different electromagnetic
environments; depending on the electromagnetic environment different emission and immunity
test requirements are applicable.

This standard considers three types of electromagnetic environments:

e Dbasic electromagnetic environment;

e industrial electromagnetic environment;

e controlled electromagnetic environment.

Corresponding immunity test requirements are described in Clause™8

2 Normative references

The following documents, in whole or i
are indispensable for its application.
undated references, the
amendments) applies.

ectrotechnical  Vocabulary (available at

IEC 61000-3-11:2000, Electromagnetic compatibility (EMC) — Part 3-11: Limits — Limitation of
voltage changes, voltage fluctuations and flicker in public low-voltage supply systems —
Equipment with rated current <75 A and subject to conditional connection

IEC 61000-3-12:2011, Electromagnetic compatibility (EMC) — Part 3-12: Limits — Limits for
harmonic currents produced by equipment connected to public low-voltage systems with input
current >16 A and <75 A per phase

IEC 61000-4-2:2008, Electromagnetic compatibility (EMC) — Part 4-2: Testing and measure-
ment techniques — Electrostatic discharge immunity test

IEC 61000-4-3:2006, Electromagnetic compatibility (EMC) — Part 4-3: Testing and measure-
ment techniques - Radiated, radio-frequency, electromagnetic field immunity test
Amendment 1:2007

Amendment 2:2010 Documents
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IEC 61000-4-4:2004, Electromagnetic compatibility (EMC) — Part 4-4: Testing and measure-
ment techniques — Electrical fast transient/burst immunity test
Amendment 1:2010

IEC 61000-4-5:2005, Electromagnetic compatibility (EMC) — Part 4-5: Testing and measure-
ment techniques — Surge immunity test

IEC 61000-4-6:2008, Electromagnetic compatibility (EMC) — Part 4-6: Testing and measure-
ment techniques — Immunity to conducted disturbances, induced by radio-frequency fields

IEC 61000-4-8:2009, Electromagnetic compatibility (EMC) — Part 4-8: Testing and measure-
ment techniques — Power frequency magnetic field immunity test

IEC 61000-4-11:2004, Electromagnetic compatibility (EMC) — Part 4-1

CISPR 11:2009, Industrial, scientific and medical equipment
characteristics — Limits and methods of measurement
Amendment 1:2010

3 Terms and definitions

For the purposes of this document, t in [IEC 60050-161 as well

as the following apply.

3.1
basic electromagnetic e
environment existing at 16 2 i 2Ing supplied directly at low voltage from
the public mains netwo

EXAMPLES Q
— residential propertiesy fo

— light-industrial locatieqs, for example workshops, laboratories, service centres.

3.2

class A equipment

equipment suitable for use in all establishments other than domestic and those directly
connected to a low voltage power supply network which supplies buildings used for domestic
purposes

[SOURCE: derived from CISPR 11:2009, 5.3]

3.3

class B equipment

equipment suitable for use in domestic establishments and in establishments directly
connected to a low voltage power supply network which supplies buildings used for domestic
purposes

[SOURCE: derived from CISPR 11:2009, 5.3]
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3.4

controlled electromagnetic environment

environment usually characterized by recognition and control of EMC threats by users of the
equipment or by design of the installation

3.5

d.c. distribution network

local d.c. electricity supply network in the infrastructure of a certain site or building intended
for connection to the d.c. power port of any type of equipment

3.6
enclosure port
physical boundary of equipment through which electromagnetic fields may

ale or impinge

3.7

functional performance

operational performance characteristics specified by the m
defining the ability of equipment to achieve the intended functio

8. equipment,

3.8

industrial electromagnetic environment
environment existing at locations characterized by
supplied from a high- or medium-voltage transfo
feeding manufacturing or similar plantg’with opé™

machines)

3.9
laboratory

test and meas
area that is spec

operated by trained §
3.10
long-distanée line

lines wit ding™which are longer than 30 m, or which leave the building (including lines
of outdoo

3.11
port
any particular interface of the specific device or system with the external electromagnetic
environment

EXAMPLE See Figure 1 for an example of Equipment Under Test (EUT).
Note 1 to entry: I/O ports are input, output or bi-directional, measurement, control, or data ports.

Note 2 to entry: Within this document, ports intended to be connected with earth potential for functional reasons
(functional earth ports) are considered as 1/O ports

Note 3 to entry: Within this document the protective earth port (if any) is considered as part of the power port.
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Enclosure port

AC power port

EUT
DC power port 1/0 port
IEC 1277/12
Figure 1 — Examples of ports
3.12
portable (measuring) instrument
measuring instrument designed to be easily carried by hand and Ao\ be ected and

disconnected by the user

[SOURCE: IEC 60050-300:2001, 312-02-18]

3.13
type test
conformity test made on one or more items representz

[SOURCE: IEC 60050-151:2001, 151-16-16]

4 General

Equipment and systems within the scope ofthis an be subjected to various kinds of
electromagnetic disturbances, d b asurement or control lines, or radiated
from the environment. T E eve listurbances depend on the particular

Equipment and ixdivjdusg ices\of axsysteny within the scope of this standard can also be a
source of electromagnetic di 3 i

the requirements given in this standard is to ensure that the
v equipment and systems, when operated normally, do not
prevent other systems from operating as intended. The emission

The manufacturer shall give information that emissions, which exceed the levels required by
this standard, can occur when equipment is connected to a test object.

NOTE 1 Higher immunity levels, different number of tests and different performance criteria than those specified
can be necessary for particular applications (for example, when reliable operation of the equipment is essential for
safety) or when the equipment is intended for use in harsher electromagnetic environments.

NOTE 2 In special cases, for example when highly susceptible equipment is being used in close proximity,
additional mitigation measures may have to be employed to reduce the influencing electromagnetic emission
further below the specified limits.

NOTE 3 The manufacturer may elect to perform all tests either on a single EUT or more than one. The testing
sequence is optional.
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5 EMC test plan

5.1 General

An EMC test plan shall be established prior to testing. It shall contain, as a minimum, the
elements given in 5.2 to 5.5.

It may be determined from consideration of the electrical characteristics and usage of a
particular item of equipment that some tests are inappropriate and therefore unnecessary. In
such cases, the decision not to test shall be recorded in the EMC test plan.

5.2 Configuration of EUT during testing

5.2.1 General
Measurement, control and laboratory equipment often consists ©f

ment may vary from system to system. Thus it is reasonable,
test every possible arrangement.

and immunity), the
equipment assembly shall represent a typical inst by the manufacturer.
Such tests shall be carried out as type tests

manufacturer.

5.2.2 Composition of EUT

at represent normal use. All types of modules shall
this selection shall be documented in the EMC test

not affect the re uIts 'gnlflcantly

If not otherwise specified in more specific parts of the IEC 61326 series, electrostatic
discharges shall not be applied to inner pins of plug-in ports or cable connectors (but to
connected connectors accessible during the intended use of the EUT).

5.2.5 Auxiliary equipment
When a variety of devices is provided for use with the EUT, at least one of each type of

device shall be selected to simulate actual operating conditions. Auxiliary devices may be
simulated.

5.2.6 Cabling and earthing (grounding)

The cables and earth (ground) shall be connected to the EUT in accordance with the
manufacturer's specifications. There shall be no additional earth connections.
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