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INTERNATIONAL ELECTROTECHNICAL COMMISSION 
____________ 

 
ELECTRICITY METERING EQUIPMENT (AC) –  

ACCEPTANCE INSPECTION –  
 

Part 21: Particular requirements for electromechanical meters  
for active energy (classes 0,5, 1 and 2) 

 
 

FOREWORD 
1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising 

all national electrotechnical committees (IEC National Committees). The object of IEC is to promote 
international co-operation on all questions concerning standardization in the electrical and electronic fields. To 
this end and in addition to other activities, IEC publishes International Standards, Technical Specifications, 
Technical Reports, Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC 
Publication(s)”). Their preparation is entrusted to technical committees; any IEC National Committee interested 
in the subject dealt with may participate in this preparatory work. International, governmental and non-
governmental organizations liaising with the IEC also participate in this preparation. IEC collaborates closely 
with the International Organization for Standardization (ISO) in accordance with conditions determined by 
agreement between the two organizations. 

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international 
consensus of opinion on the relevant subjects since each technical committee has representation from all 
interested IEC National Committees.  

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National 
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC 
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any 
misinterpretation by any end user. 

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications 
transparently to the maximum extent possible in their national and regional publications. Any divergence 
between any IEC Publication and the corresponding national or regional publication shall be clearly indicated in 
the latter. 

5) IEC provides no marking procedure to indicate its approval and cannot be rendered responsible for any 
equipment declared to be in conformity with an IEC Publication. 

6) All users should ensure that they have the latest edition of this publication. 

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and 
members of its technical committees and IEC National Committees for any personal injury, property damage or 
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and 
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC 
Publications.  

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is 
indispensable for the correct application of this publication. 

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of 
patent rights. IEC shall not be held responsible for identifying any or all such patent rights. 

International Standard IEC 62058-21 has been prepared by IEC technical committee 13: 
Electrical energy measurement, tariff- and load control. 

The text of this standard is based on the following documents: 

FDIS Report on voting 

13/1431/FDIS 13/1439/RVD 

 
Full information on the voting for the approval of this standard can be found in the report on 
voting indicated in the above table. 

A list of all parts of IEC 62058 series, published under the general title Electricity metering 
equipment (AC) – Acceptance inspection, can be found on the IEC website. 

This publication has been drafted in accordance with the ISO/IEC Directives, Part 2. 
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The committee has decided that the contents of this publication will remain unchanged until 
the maintenance result date indicated on the IEC web site under "http://webstore.iec.ch" in 
the data related to the specific publication. At this date, the publication will be  

• reconfirmed, 
• withdrawn, 
• replaced by a revised edition, or 
• amended. 
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INTRODUCTION 

This standard together with IEC 62058-11 cancels and replaces IEC 60514, Acceptance 
inspection of class 2 alternating-current watt-hour meters, which was a Technical Report. 
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ELECTRICITY METERING EQUIPMENT (AC) –  
ACCEPTANCE INSPECTION –  

 
Part 21: Particular requirements for electromechanical meters  

for active energy (classes 0,5, 1 and 2) 
 
 
 

1 Scope 

This part of IEC 62058 specifies particular requirements for acceptance inspection of newly 
manufactured direct connected or transformer operated electromechanical meters for active 
energy (classes 0,5, 1 and 2) delivered in lots in quantities above 50. The method of 
acceptance of smaller lots should be agreed upon by the manufacturer and the customer. 

The process described herein is primarily intended for acceptance inspection between the 
manufacturer and the purchaser. 

NOTE It can also be used for other purposes, for example to support initial verification. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. 
For dated references, only the edition cited applies. For undated references, the latest edition 
of the referenced document (including any amendments) applies. 

IEC 62058-11:2008, Electricity metering equipment (a.c.) – Acceptance inspection – Part 11: 
General acceptance inspection methods 

ISO/IEC GUIDE 98: 1995, Guide to the Expression of Uncertainty in Measurement 

3 Terms, definitions, symbols and abbreviations 

For the purposes of this document, the terms, definitions, symbols and abbreviations of 
IEC 62058-11 apply. 

4 Test conditions 

4.1 Place of inspection 

Subclause 5.15 of IEC 62058-11 applies. 

4.2 Reference conditions 

The tests shall be carried out under the following conditions: 

Table 1 – Voltage and current unbalance for polyphase meters 

Class of meter 
Condition 

0,5 1 2 

Each of the voltages between phase and neutral and between any two 
phases shall not differ from the average corresponding voltage by more 
than 

± 0,5 % ± 1 % ± 1 % 
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Class of meter 
Condition 

0,5 1 2 

Each of the currents in the conductors shall not differ from the average 
current by more than ± 1 % ± 2 % ± 2 % 

The phase displacements of each of these currents from the 
corresponding phase-to-neutral voltage, irrespective of the phase angle, 
shall not differ from each other by more than 

2° 

 
Table 2 – Reference conditions 

Permissible tolerances 
for meters of class Influence quantity Reference value 

0,5 1 2 

Ambient temperature Reference temperature or, in its 
absence, 23 °C a ± 1 °C ± 2 °C ± 2 °C 

Voltage Reference voltage ± 0,5 % ± 1,0 % ± 1,0 % 

Frequency Reference frequency ± 0,2 % ± 0,3 % ± 0,5 % 

Phase sequence L1 – L2 – L3 - 

Voltage unbalance All phases connected - 

Distortion factor less than 
Wave-form Sinusoidal voltages and currents 

2 % 2 % 3 % 

Continuous magnetic 
induction of external origin Equal to zero - 

Induction value which causes a 
variation of error not greater than b 

± 0,1 % ± 0,2 % ± 0,3 % 
Magnetic induction of 
external origin at the 
reference frequency 

Magnetic induction equal to zero 

but should in any case be smaller than 
0,05 mT 

b
 

Operation of accessories No operation of accessories - 

Working position Vertical working position c ± 0,5 ° 

Conducted disturbances, 
induced by radio frequency 
fields, 150 kHz to 80 MHz 

Equal to zero < 1 V 

a  If the tests are made at a temperature other than the reference temperature, including permissible tolerances, the 
results shall be corrected by applying the appropriate temperature coefficient of the meter. 

b  The test consists of 

1) for a single-phase meter, determining the errors first with the meter normally connected to the mains and then 
after inverting the connections to the current circuits as well as to the voltage circuits. Half of the difference 
between the two errors is the value of the variation of error. Because of the unknown phase of the external 
field, the test should be made at 0,1 Ib resp. 0,05 In at unity power factor and 0,2 Ib resp. 0,1 In at 0,5 power 
factor; 

2) for a three-phase meter, making three measurements at 0,1 Ib resp. 0,05 In at unity power factor, after each of 
which the connection to the current circuits and to the voltage circuits are changed over 120° while the phase 
sequence is not altered. The greatest difference between each of the errors so determined and their average 
value is the value of the variation of error. 

c  Determination of the vertical working position (see IEC 62053-11, 5.1). 

The construction and assembly of the meter should be such that the correct vertical position is ensured (in both 
the front-to-back and left-to-right vertical planes) when 

– the base of the meter is supported against a vertical wall, and 
– a reference edge (such as the lower edge of the terminal block) or a reference line marked on the meter case 

is horizontal. 
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4.3 Uncertainty of measurement of percentage error 

The measuring process shall be such that the uncertainty of the measurement of the 
percentage error should not exceed 1/5th of the limit of percentage error for the given test 
point at reference conditions. 

For determining the uncertainty of measurement, see ISO/IEC GUIDE 98. 

If the uncertainty exceeds this limit, then inspection by variables cannot be used. Only 
inspection by attributes will be possible, and the limits of percentage error shall be corrected 
using the following formula: 

UIeIecorr −ϕ•=ϕ )cos,(5/6)cos,(  

where: 

• )cos,( ϕIe  is the limit of percentage error for the given test point at reference conditions; 

• U is the measurement uncertainty. 

EXAMPLE If, for a given test point, the limit of percentage error at reference conditions is  

%2)cos,( ±=ϕIe ; and 

U = 0,5 %; then 

%9,1)5,00,25/6()cos,( ±=−•±=ϕIecorr . 

Instead of the original limit, this corrected limit applies. 

Table 3 gives percentage error limits corrected with uncertainty of measurement, using the 
formula above. 
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Table 3 – Percentage error limits corrected with uncertainty 

Uncertainty of measurement of percentage error, % Percentage 
error 

limit % 0,6 0,5 0,45 0,4 0,35 0,3 0,25 0,2 0,15 0,1 

± 3,0 ± 3,0 ± 3,0 ± 3,0 ± 3,0 ± 3,0 ± 3,0 ± 3,0 ± 3,0 ± 3,0 ± 3,0 

± 2,5 ± 2,4 ± 2,5 ± 2,5 ± 2,5 ± 2,5 ± 2,5 ± 2,5 ± 2,5 ± 2,5 ± 2,5 

± 2,0 ± 1,8 ± 1,9 ± 1,95 ± 2,0 ± 2,0 ± 2,0 ± 2,0 ± 2,0 ± 2,0 ± 2,0 

± 1,5 ± 1,2 ± 1,3 ± 1,35 ± 1,4 ± 1,45 ± 1,5 ± 1,5 ± 1,5 ± 1,5 ± 1,5 

± 1,0 ± 0,6 ± 0,7 ± 0,75 ± 0,8 ± 0,85 ± 0,9 ± 0,95 ± 1,0 ± 1,0 ± 1,0 

± 0,6 ± 0,12 ± 0,22 ± 0,27 ± 0,32 ± 0,37 ± 0,42 ± 0,47 ± 0,52 ± 0,57 ± 0,6 

± 0,5 0 ± 0,1 ± 0,15 ± 0,2 ± 0,25 ± 0,3 ± 0,35 ± 0,4 ± 0,45 ± 0,5 

± 0,4 0 0 ± 0,03 ± 0,08 ± 0,13 ± 0,18 ± 0,23 ± 0,28 ± 0,33 ± 0,38 

± 0,3 0 0 0 0 ± 0,01 ± 0,06 ± 0,11 ± 0,16 ± 0,21 ± 0,26 

± 0,2 0 0 0 0 0 0 0 ± 0,04 ± 0,09 ± 0,14 

NOTE In any case, the uncertainty should not exceed half of the percentage error limit. 

4.4 Cover and seal 

The meters shall be inspected and tested with their covers on and manufacturer's seal 
unbroken. 

NOTE If testing of mechanical aspects is required, the conditions should be agreed between the manufacturers 
and the purchaser. 

5 Inspection procedure 

5.1 Tests to be performed and inspection methods 

Table 4 specifies the characteristics to be inspected, the classification of nonconformities, and 
the inspection method(s) that can be applied, with reference to the sampling plans given in 
IEC 62058-11. 
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