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INTERNATIONAL ELECTROTECHNICAL COMMISSION 
____________ 

 
ELECTROACOUSTICS –  

METHODS TO DETERMINE CORRECTIONS TO OBTAIN  
THE FREE-FIELD RESPONSE OF A SOUND LEVEL METER 

 
 

FOREWORD 
1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising 

all national electrotechnical committees (IEC National Committees). The object of IEC is to promote 
international co-operation on all questions concerning standardization in the electrical and electronic fields. To 
this end and in addition to other activities, IEC publishes International Standards, Technical Specifications, 
Technical Reports, Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC 
Publication(s)”). Their preparation is entrusted to technical committees; any IEC National Committee interested 
in the subject dealt with may participate in this preparatory work. International, governmental and non-
governmental organizations liaising with the IEC also participate in this preparation. IEC collaborates closely 
with the International Organization for Standardization (ISO) in accordance with conditions determined by 
agreement between the two organizations. 

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international 
consensus of opinion on the relevant subjects since each technical committee has representation from all 
interested IEC National Committees.  

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National 
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC 
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any 
misinterpretation by any end user. 

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications 
transparently to the maximum extent possible in their national and regional publications. Any divergence 
between any IEC Publication and the corresponding national or regional publication shall be clearly indicated in 
the latter. 

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity 
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any 
services carried out by independent certification bodies. 

6) All users should ensure that they have the latest edition of this publication. 

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and 
members of its technical committees and IEC National Committees for any personal injury, property damage or 
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and 
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC 
Publications.  

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is 
indispensable for the correct application of this publication. 

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of 
patent rights. IEC shall not be held responsible for identifying any or all such patent rights. 

International Standard IEC 62585 has been prepared by IEC technical committee 29: 
Electroacoustics. 

The text of this International Standard is based on the following documents: 

FDIS Report on voting 

29/770/FDIS 29/782/RVD 

 
Full information on the voting for the approval of this International Standard can be found in 
the report on voting indicated in the above table. 

This publication has been drafted in accordance with the ISO/IEC Directives, Part 2. 
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The committee has decided that the contents of this publication will remain unchanged until 
the stability date indicated on the IEC web site under "http://webstore.iec.ch" in the data 
related to the specific publication. At this date, the publication will be  

• reconfirmed, 
• withdrawn, 
• replaced by a revised edition, or 
• amended. 
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INTRODUCTION 

The performance specification International Standard for sound level meters, IEC 61672-1, 
requires that at least one model of sound calibrator, conforming to the requirements of 
IEC 60942 be specified in the instruction manual for checking and maintaining the correct 
indication on the display of the sound level meter at the calibration check frequency. The 
sound level meter manufacturer specifies the adjustment value to be applied to obtain the 
required indication on the display in response to the sound pressure level generated by the 
sound calibrator, in order to optimize performance over the complete frequency range.  

In addition, various corrections need to be available over a range of frequencies in order for a 
periodic test of a sound level meter to be performed according to IEC 61672-3. For example, 
corrections are needed for any effects of the sound level meter case or of accessories such 
as windscreens on the equivalent free-field sound level. Information on these corrections is 
also required by users of sound level meters and sound calibrators on a regular basis.  

Also, a manufacturer producing a sound level meter to the specifications of IEC 61672-1, may 
recommend, in the instruction manual, the use of a sound calibrator, comparison coupler or 
electrostatic actuator to determine the acoustical response of a sound level meter at various 
frequencies. In this case the manufacturer is required to provide corrections to obtain 
equivalent sound levels that would be displayed under reference environmental conditions in 
response to plane progressive sinusoidal waves that are incident from the reference direction 
at each frequency used for periodic testing. These corrections will either be given in the 
instruction manual, or the instruction manual will state where they can be found.  
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ELECTROACOUSTICS –  
METHODS TO DETERMINE CORRECTIONS TO OBTAIN  

THE FREE-FIELD RESPONSE OF A SOUND LEVEL METER 
 
 
 

1 Scope 

This International Standard provides information on the corrections required over a range of 
frequencies in order for a periodic test of a sound level meter to be performed according to 
IEC 61672-3. These corrections include: 

• corrections for the typical effects of reflections from the case of the sound level meter and 
diffraction of sound around the microphone;  

• corrections for the deviation of the typical microphone frequency response from a uniform 
frequency response, where the actual microphone response cannot be measured; 

• corrections for the influence on the frequency response of a typical microphone of a 
specified windscreen and any other accessory that is part of the configuration for normal 
use of the particular sound level meter submitted for testing. 

This International Standard includes discussion about uncertainties of measurement of the 
required corrections. In some instances a maximum permitted expanded uncertainty for the 
manufacturer or testing laboratory is given. This maximum permitted expanded uncertainty 
excludes any component due to the variability of different samples of artefact (for example, 
microphone or windscreen). It should be noted that if large uncertainties of measurement are 
quoted for each of the individual corrections, when they are combined to account for the 
configuration of sound level meter under test, the large individual uncertainties may result in a 
failure to conform to the maximum permitted expanded uncertainties of measurement given in 
Table A.1 of IEC 61672-1:—1 and hence a failure of the sound level meter to conform to 
IEC 61672-1  

In addition, this International Standard describes methods for determining these corrections, 
over the frequency range of interest, and explains the adjustment value at the calibration 
check frequency to be quoted by the manufacturer of the sound level meter (also required by 
IEC 61672-3). 

When the sound level meter manufacturer recommends the use of a sound calibrator, 
comparison coupler, or an electrostatic actuator for periodic testing of the acoustical response 
of a sound level meter at various frequencies, this International Standard describes methods 
of measurement of the corrections required to adjust the indication on the sound level meter 
to an equivalent free-field level, over the frequency range of interest. These corrections relate 
to a specific model of sound calibrator, comparison coupler or electrostatic actuator, 
microphone and sound level meter (also required by IEC 61672-3). 

The aim of this International Standard is to ensure that the adjustment value at the calibration 
check frequency and all corrections are determined using consistent and appropriate 
methods. 

It is intended that this International Standard will be used by manufacturers to determine 
adjustment values and corrections, by laboratories performing pattern evaluation tests 
according to IEC 61672-2, and by laboratories performing periodic tests according to 
IEC 61672-3. Laboratories performing periodic tests according to IEC 61672-3 will also need 
to consult this International Standard to ensure that the expanded uncertainties of 

___________ 
1  Second edition to be published. (A revision of 61672-1:2002.) 
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measurement for the corrections quoted by the manufacturer do not exceed the maximum 
permitted values. 

The corrections obtained by use of the methods given in this International Standard are the 
result of measurements made using samples of the devices. It is possible that these 
corrections may not be totally representative either for all batches produced or over time. 
Repeating the measurements at regular intervals is recommended to ensure that no changes 
are required to the corrections stated in the instruction manual. 

This International Standard does not specifically cover the case where the sound level meter 
is fitted with a microphone intended for use in random-incidence sound fields, as information 
is given in IEC 61183. 

2 Normative references 

The following documents, in whole or in part, are normatively referenced in this document and 
are indispensable for its application. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any 
amendments) applies. 

IEC 60942, Electroacoustics – Sound calibrators 

IEC 61094-1, Measurement microphones – Part 1: Specifications for laboratory standard 
microphones 

IEC 61094-5, Measurement microphones – Part 5: Methods for pressure calibration of working 
standard microphones by comparison 

IEC 61094-6, Measurement microphones – Part 6: Electrostatic actuators for determination of 
frequency response 

IEC/TS 61094-7, Measurement microphones – Part 7: Values for the difference between free-
field and pressure sensitivity levels of laboratory standard microphones 

IEC 61183, Electroacoustics-Random-incidence and diffuse-field calibration of sound level 
meters 

IEC 61672-1: —2, Electroacoustics – Sound level meters – Part 1: Specifications 

IEC 61672-2, Electroacoustics – Sound level meters – Part 2: Pattern evaluation tests 

IEC 61672-3, Electroacoustics – Sound level meters – Part 3: Periodic tests 

ISO/IEC Guide 98-3, Uncertainty of measurement – Part 3: Guide to the expression of 
uncertainty in measurement (GUM:1995) 

ISO/IEC Guide 99, International vocabulary of metrology – Basic and general concepts and 
associated terms (VIM) 

3 Terms and definitions 

For the purposes of this document, the terms and definitions given in the ISO/IEC Guide 99, 
as well as the following apply.  
___________ 
2  Second edition to be published. (A revision of 61672-1:2002.) 
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3.1  
adjustment value at the calibration check frequency 
value, at the calibration check frequency, for adjusting the sensitivity of the sound level meter, 
as specified by the manufacturer to be added to the displayed value of the sound level meter 
to obtain the stated sound pressure level from the calibrator while the sound level meter is 
exposed to the sound pressure in the calibrator, in order to optimise performance of the sound 
level meter over the complete frequency range  

Note 1 to entry: The adjustment value is expressed in decibels (dB). 

3.2  
microphone  
microphone cartridge 
electroacoustic transducer by which electrical signals are obtained from acoustic oscillations 

3.3  
microphone reference point 
point specified on, or close to, the microphone to describe the position of the microphone 

Note 1 to entry: The microphone reference point will usually be at the centre of the diaphragm of the microphone. 

3.4  
free-field correction for sound level meter  
value, at a particular frequency, that, during calibration or verification, is added to the level 
displayed by the sound level meter to obtain its response to a progressive sound wave in the 
free field of sound pressure level equal to that produced or simulated by the sound source, 
dependent on the specific models and configurations of sound level meter and sound source  

Note 1 to entry: The IEC 61672 series permits the use of a sound calibrator, a comparison coupler or an 
electrostatic actuator as the sound source. The values of the corrections for these sound sources are not 
necessarily equal. 

Note 2 to entry: The value of this correction depends on the direction of incidence of the progressive sound wave. 

Note 3 to entry: When the free-field correction is stated, the reference direction is assumed unless an alternative 
direction is given.  

Note 4 to entry: A measurement with an electrostatic actuator is not an absolute measurement, but is referenced 
to a sensitivity at a particular frequency, for example the calibration check frequency. 

Note 5 to entry: Corrections are expressed in decibels (dB). 

4 Reference environmental conditions 

Reference environmental conditions for specifying the adjustment value and corrections are: 

– temperature: 23 °C 
– static air pressure: 101,325 kPa 
– relative humidity:  50 % 

5 Uncertainties of measurement 

Laboratories performing measurements of the corrections shall calculate the uncertainties 
associated with all measurements in accordance with the guidelines given in ISO/IEC Guide 
98-3. Actual expanded uncertainties shall be calculated for a level of confidence of 95 %, 
using the necessary coverage factor, which shall be stated.  

NOTE 1 Generally a coverage factor of 2 approximates to a level of confidence of 95 %, unless the contributions 
are such that it is necessary to use a different coverage factor to maintain the 95 % level of confidence. 
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The maximum permitted expanded uncertainties of measurement are given separately in the 
following clauses for the appropriate corrections. If the actual expanded uncertainty of 
measurement exceeds any of the maximum permitted values, the measurement shall not be 
used to evaluate the corrections provided in the instruction manual for the sound level meter.  

NOTE 2 It is not possible to derive corrections for use in demonstrating conformance of the sound level meter to 
the requirements of IEC 61672-1 if the actual expanded uncertainty of measurement exceeds any of the maximum 
permitted values. 

Calculation of the expanded uncertainty of measurement for a particular measurement should 
consider all relevant components. An example calculation is given in Annex I.  

6 General requirements for measurement of adjustment value and corrections 

For all measurements the laboratory shall use instruments that have been calibrated for the 
appropriate quantities at appropriate intervals. As required, the calibrations shall be traceable 
to national standards.  

Measurements shall be performed within the following ranges of environmental conditions: 
80 kPa to 105 kPa for static air pressure, 20 °C to 26 °C for air temperature and 25 % to 70 % 
for relative humidity. If the measurements are performed at a static pressure below 97 kPa an 
additional uncertainty component shall be included in the calculation of the uncertainty of the 
measured corrections to account for the deviations from the values at reference conditions. If 
specific data are not available this additional uncertainty component shall be an expanded 
uncertainty (k=2) of 0,15 dB at frequencies less than and equal to 3 kHz and 0,25 dB for 
frequencies above 3 kHz.  

Static air pressure, air temperature and relative humidity at the time of a measurement shall 
be recorded. Sufficient time shall be allowed for the components to stabilize before any 
measurements are performed. The range in air temperature during each test shall not exceed 
1 °C. 

For the sound calibrators used in the determination of the adjustment value at the calibration 
check frequency, evidence shall be available to demonstrate that the actual specimens of 
sound calibrator conform to the requirements for periodic testing of IEC 60942 for the 
appropriate performance class. In addition, where a sound calibrator is used in the 
determinations of corrections at various frequencies, evidence shall be available to 
demonstrate that the actual specimens of sound calibrator used conform to the requirements 
for periodic testing of IEC 60942 for a class 1 sound calibrator. 

Where the sound level meter manufacturer recommends the use of a comparison coupler for 
periodic testing of the acoustical response of the sound level meter at various test 
frequencies, the comparison coupler used should preferably be designed in accordance with 
the examples given in IEC 61094-5. 

Where the sound level meter manufacturer recommends the use of an electrostatic actuator 
for periodic testing of the acoustical response of the sound level meter at various test 
frequencies, the actuator used shall conform to the requirements of IEC 61094-6. 

Where a sound calibrator is used, as applicable, the effect of the prevailing environmental 
conditions during the measurements on the sound pressure level produced in the coupler of 
the sound calibrator, relative to the sound pressure level produced under the reference 
environmental conditions, shall be accounted for in accordance with the procedure from the 
instruction manual for the sound calibrator and data from the most recent calibration of the 
sound calibrator. 

For any measurements performed in a free-field as part of the determination of the adjustment 
value or corrections, in order to avoid inclusion of unwanted effects, all microphones and 
microphone/preamplifier combinations, including reference microphones shall be mounted on 
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a rod the diameter of which is nominally the same as the diameter of the microphone. In 
addition, the distance from the source to the microphone shall be greater than 1 m, with the 
minimum distance from the source being at least six times the longest dimension of the sound 
level meter. Sound shall be incident in the reference direction. 

It is recommended that the length of the mounting rod between the microphone and any 
mounting point of the rod should be at least 1 m.  

The sound level meter shall be suspended in a free-field using a non-vertical rod at the rear, 
and accurate positioning shall be obtained, for example by use of laser alignment. Two 
suitable methods of mounting, 1 and 2, are shown in Figure 1. For mounting method 2 the 
angle θ shall be less than 60º. Mounting method 3 is not suitable and shall not be used – see 
[1]3. 

For reliable results to be obtained, particularly for mounting method 1, care should be taken to 
minimise the bulk of the mounting structure and to avoid any sharp edges.  

 

 

 

 

 

 

 

 

 

 
Figure 1 – Mounting methods for the sound level meter 

Where the acoustic frequency response of the sound level meter is required, the measured 
response needs to be compared with the response of a known reference microphone, for 
which the calibration is traceable to national standards. A calibrated reference microphone is 
also required if absolute measurements in a sound calibrator or comparison coupler are 
required.  

Where an a.c. output or equivalent from the sound level meter is used, the testing laboratory 
shall verify that changes in the levels of applied signals produce changes in the signal levels 
indicated on the display device of the sound level meter and at the output in accordance with 
IEC 61672-1. 

Where corrections are applied in software, it will be necessary not to change these 
corrections (for example by switching ‘in’ or ‘out’) during measurements described in this 
International Standard. 

___________ 
3  Numbers in square brackets refer to the Bibliography. 

IEC   1467/12 
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Clauses 9 to 14 give further information on determination of various corrections that may be 
required in order for a periodic test of a sound level meter to be performed according to 
IEC 61672-3, or during testing to IEC 61672-2 to verify the data provided in the instruction 
manual, or by a manufacturer during the design process. Wherever possible the data for 
these corrections shall be provided separately. 

NOTE If the configuration of the sound level meter includes use of extension cables this can result in a different 
value for the correction to that obtained when the microphone is directly mounted on the sound level meter case. 

Care should be taken to ensure that ambient noise does not affect the measurement results, 
and this should be considered in the evaluation of the uncertainty components. 

7 Submission and inspection 

In general for all the test methods described, as applicable, at least three sound calibrators of 
the same model, one electrostatic actuator, one comparison coupler, three microphones of 
the same model and one sound level meter shall be submitted, allowing for various 
combinations to be tested. If the typical frequency response of a microphone is to be 
measured, at least five microphones shall be submitted. Appropriate instruction manuals 
applicable to the model and version of the sound level meter, the sound calibrator, 
comparison coupler and electrostatic actuator shall be supplied.  

At least three samples of all relevant accessories, such as adaptors for the sound calibrator, 
and at least five samples of windscreen as appropriate, shall also be supplied. 

If possible the five samples of windscreen should be taken from different production batches.  

Prior to any measurements the sound level meter, sound calibrators, comparison couplers 
and electrostatic actuators, as appropriate, shall be visually inspected for any damage, and all 
appropriate controls shall be operated to ensure that they are in working order. It shall also be 
ensured that any power supplies are functioning within the specified operating limits. 

8 Determination of the adjustment value at the calibration check frequency 

According to IEC 61672-1 at least one model of sound calibrator, conforming to the 
requirements of IEC 60942, shall be specified in the instruction manual of the sound level 
meter for checking and maintaining the required indication on the display of the sound level 
meter at the calibration check frequency. Annex A of this International Standard gives the 
method for obtaining a suitable adjustment value at the calibration check frequency when 
adjusting the sensitivity of the sound level meter by application of the recommended sound 
calibrator. 

IEC 61672-1 requires the manufacturer to specify the adjustment value, at reference 
conditions, to be applied to obtain the required indication on the display in response to the 
sound pressure level generated by the sound calibrator to optimize performance over the 
complete frequency range. The adjustment level shall account for the model of microphone, 
reflections from the sound level meter case and any diffraction effects, and may depend on 
the configuration in which the sound level meter is to be used, for example with or without 
extension cable. Any adaptor used with the sound calibrator shall be clearly identified, and 
referred to in the statement of the adjustment value. IEC 61672-3 requires that an adaptor of 
the same model shall then be used for any periodic testing of the sound level meter. 

NOTE 1 As the manufacturer is optimizing over the complete frequency range it is possible that the adjustment 
value will not result in an indication at the calibration check frequency equivalent to the sound pressure level that 
would be indicated in response to plane progressive sound waves incident in the reference direction. There can be 
a small ‘offset’ to optimise performance of the sound level meter over the complete frequency range. 

NOTE 2 An incorrect adjustment value could cause the sound level meter to not conform to the relevant 
specifications of IEC 61672-1. 
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The adjustment value has no associated uncertainty of measurement.  

9 Determination of corrections for the typical effects of reflections from the 
case of the sound level meter and diffraction of sound around the 
microphone  

IEC 61672-3 requires the use of corrections for the typical effects of reflections from the case 
of the sound level meter and diffraction of sound around the microphone of the sound level 
meter. 

Annex B gives recommendations on methods for determining the corrections for the typical 
effects of reflections from the case of the sound level meter and diffraction of sound around 
the microphone, and possible measurement methods are given in Annex G. 

The expanded uncertainty of measurement for the corrections for the typical effects of 
reflections from the case of the sound level meter and diffraction of sound around the 
microphone shall not exceed 0,25 dB up to and including 4 kHz, and 0,35 dB at all 
frequencies above 4 kHz. The manufacturer or testing laboratory shall state the expanded 
uncertainty of the actual measurements performed, together with the associated coverage 
factor, in the documentation supplied.  

10 Determination of corrections for the deviation of the microphone free-field 
frequency response from a uniform frequency response 

IEC 61672-3 requires the use of corrections for the deviation of the typical microphone free-
field response from a uniform frequency response. This shall be interpreted as the deviation 
of the actual microphone response from a uniform frequency response, unless it is not 
possible to measure this, in which case the deviation of the typical microphone response shall 
be used. 

Methods of measuring the frequency response are given in IEC 61094 (all parts). 

Where a sound calibrator, comparison coupler or electrostatic actuator is used to measure the 
actual microphone response, corrections shall be available to obtain the microphone free-field 
response over the required range of frequencies. 

Measurements shall be made at octave intervals over the frequency range 63 Hz to 16 kHz for 
microphones used on class 1 sound level meters, and from 63 Hz to 8 kHz for microphones 
used on class 2 sound level meters. Exact frequencies shall be used for the measurements 
and in reporting the results. 

NOTE 1 Exact frequencies are specified in Annex H. 

For microphones where the reference direction is not along the principal axis e.g. some 
microphones used outdoors, the reference direction defines a range of directions. In this case 
at least four measurements at equally spaced rotational intervals shall be made, and the 
mean value and the maximum deviation from the mean value shall be calculated and reported 
for each microphone measured. If the variation in the results obtained is greater than the 
applicable tolerance limit, the correction shall not be used to demonstrate conformance of the 
sound level meter to IEC 61672-1. 

NOTE 2 This method is being used whilst further experience is gained for microphones where the reference 
direction is not along the principal axis. 

Where a typical free-field response is determined by the manufacturer for inclusion in the 
instruction manual, measurements shall be made on at least five samples of the model of 
microphone. The mean value shall be calculated at each frequency, and this is considered to 
be the typical response. The maximum deviation from the mean shall also be specified. 
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The corrections for the deviation from a uniform frequency response shall be calculated for 
either the actual microphone response or the typical microphone response, as applicable. 

The expanded uncertainty of measurement, for the manufacturer or testing laboratory 
determining the corrections for the deviation of the microphone response from a uniform 
frequency response, shall not exceed 0,25 dB from 63 Hz up to and including 4 kHz, 0,35 dB 
at all frequencies above 4 kHz up to and including 8 kHz, and 0,45 dB at all frequencies 
above 8 kHz, when the ‘reproducibility component’ due to the variability of different samples 
of the microphone under test is excluded. The manufacturer or testing laboratory shall state 
the expanded uncertainty of the actual measurements performed, together with the associated 
coverage factor, in the documentation supplied. 

11 Determination of corrections for the use of windscreens and similar 
accessories 

IEC 61672-3 requires the use of corrections, for the influence on the frequency response of a 
typical microphone, of a specified windscreen and any other accessory that is part of the 
configuration for normal use of the particular sound level meter submitted for testing. 

A windscreen is considered to be in the form of a porous object of various shapes that can be 
placed over a microphone. A similar accessory is one that can be mounted on a microphone 
without altering the position of the microphone and retains the same reference direction. 

Where an accessory is an integral part of the sound level meter for the meter to conform to 
the requirements of IEC 61672-1, the complete sound level meter with the accessory fitted 
shall be tested. Possible examples are outdoor microphone enclosures, automatic calibration 
systems etc. 

Further details on measuring these corrections are given in Annex C, and possible 
measurement methods are given in Annex G. 

For microphones where the reference direction is not along the principal axis, for example 
some microphones used outdoors, at least four measurements at equally spaced rotational 
intervals shall be made, and the mean value calculated for each microphone measured.  

NOTE In some instances combined data covering the corrections described in Clauses 10 and 11 can be 
provided. 

The expanded uncertainty of measurement for the manufacturer or testing laboratory 
determining corrections for the use of accessories, including windscreens, shall not exceed 
0,20 dB for all frequencies up to and including 4 kHz, and 0,30 dB at all frequencies above 
4 kHz when the ‘reproducibility component’ due to the variability of different samples of the 
accessory under test is excluded. The manufacturer or testing laboratory shall state the 
expanded uncertainty of the actual measurements performed, together with the associated 
coverage factor, in the documentation supplied.  

12 Determination of corrections over a range of frequencies when a sound 
calibrator is recommended for use by the sound level meter manufacturer 

When the sound level meter manufacturer recommends the use of a multi-frequency sound 
calibrator for periodic testing of the acoustical response of the sound level meter at various 
test frequencies, IEC 61672-3 requires the use of corrections to adjust the indication on the 
sound level meter to an equivalent free-field level.  

At each test frequency the sound pressure level in the coupler of the sound calibrator shall be 
in the range from 70 dB to 125 dB, and preferably the reference sound pressure level at 
1 kHz. 
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In some cases, depending on the construction of the multi-frequency calibrator and the 
particular model of microphone on the sound level meter, it will be necessary to replace the 
microphone protection grid with an adaptor ring to avoid resonances at the higher 
frequencies. The model of adaptor ring shall be specified by the manufacturer of the sound 
level meter and shall be available for general purchase. Any adaptor used with the sound 
calibrator shall be clearly identified, and referred to in the corrections. IEC 61672-3 requires 
that adaptors and adaptor rings of the same model shall be used for periodic testing of the 
sound level meter. If the range of correction values at each frequency measured using a 
sample of three microphones exceeds the maximum permitted expanded uncertainty of 
measurement, the microphone shall be considered as unsuitable for testing with a multi-
frequency calibrator unless further testing of more samples can demonstrate otherwise. 

Recommended methods for measuring these corrections, to adjust the indication on the sound 
level meter to an equivalent free-field level over the frequency range of interest, are given in 
Annex D and Annex G. These corrections are applicable to a specific model of sound 
calibrator, microphone and sound level meter and depend on the configuration in which the 
sound level meter is used, e.g. with or without extension cable. 

The expanded uncertainty of measurement of the corrections required to adjust the indication 
on the sound level meter to an equivalent free-field level shall not exceed 0,25 dB for all 
frequencies up to and including 4 kHz, 0,35 dB at all frequencies above 4 kHz up to 10 kHz, 
and 0,50 dB at and above 10 kHz. These uncertainties of measurement apply for both the 
microphone alone and for the combination of microphone fitted to the sound level meter case. 
The manufacturer or testing laboratory shall state the expanded uncertainty of the actual 
measurements performed, together with the associated coverage factor, in the documentation 
supplied.  

13 Determination of corrections over a range of frequencies when a 
comparison coupler is recommended for use by the sound level meter 
manufacturer 

When the sound level meter manufacturer recommends the use of a comparison coupler for 
periodic testing of the acoustical response of the sound level meter at various test 
frequencies, the use of corrections to adjust the indication on the sound level meter to an 
equivalent free-field level is required by IEC 61672-1.  

Where a model of microphone has a back equalization vent, care should be taken to ensure it 
is appropriate to use a closed coupler. The frequency response at low frequencies is not 
equal to the sum of the cartridge and preamplifier free-field response.  

At each test frequency the sound pressure level in the comparison coupler shall be in the 
range from 70 dB to 125 dB, and preferably the reference sound pressure level at 1 kHz. 

In some cases an adaptor for fitting the sound level meter microphone to the comparison 
coupler is necessary, either because the coupler opening diameter is larger than the 
microphone diameter, or because the microphone grid causes poor repeatability at high 
frequencies and shall be substituted by an adaptor ring. The model of adaptor or adaptor ring 
shall be specified by the manufacturer of the sound level meter and shall be available for 
general purchase. IEC 61672-3 requires that adaptors of the same model shall be used for 
periodic testing of the sound level meter. 

If the range of correction values at each frequency measured using a sample of three 
microphones exceeds the maximum permitted expanded uncertainty of measurement, the 
microphone shall be considered as unsuitable for testing with a comparison coupler unless 
further testing of more samples can demonstrate otherwise. 

Recommended methods for measuring these corrections, required to adjust the indication on 
the sound level meter to an equivalent free-field level, over the frequency range of interest are 
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given in Annex E and Annex G. These corrections are applicable to a specific model of 
comparison coupler, microphone and sound level meter and depend on the configuration in 
which the sound level meter is used, e.g. with or without extension cable. 

The expanded uncertainty of measurement of the corrections required to adjust the indication 
on the sound level meter to an equivalent free-field level shall not exceed 0,25 dB for all 
frequencies up to and including 4 kHz, 0,35 dB for all frequencies above 4 kHz up to 10 kHz, 
and 0,50 dB at and above 10 kHz. The manufacturer or testing laboratory shall state the 
expanded uncertainty of the actual measurements performed, together with the associated 
coverage factor, in the documentation supplied.  

14 Determination of corrections over a range of frequencies when an 
electrostatic actuator is recommended for use by the sound level meter 
manufacturer 

When the sound level meter manufacturer recommends the use of an electrostatic actuator for 
periodic testing of the acoustical response of the sound level meter at various test 
frequencies, IEC 61672-3 requires the use of corrections to adjust the indication on the sound 
level meter to an equivalent free-field level. 

At 1 kHz the signal level displayed shall be in the range 80 dB to 105 dB.  

If the range of correction values at each frequency measured using a sample of three 
microphones exceeds the maximum permitted expanded uncertainty of measurement, the 
microphone shall be considered as unsuitable for testing with an electrostatic actuator unless 
further testing of more samples can demonstrate otherwise. 

Recommended methods for measuring these corrections, which are normalized to the 
calibration check frequency, required to adjust the indication on the sound level meter to an 
equivalent free-field level, over the frequency range of interest are given in Annex F and 
Annex G. These corrections are applicable to a specific model of electrostatic actuator, 
microphone and sound level meter and depend on the configuration in which the sound level 
meter is used, for example, with or without extension cable. 

The expanded uncertainty of measurement of the corrections required to adjust the indication 
on the sound level meter to an equivalent free-field level shall not exceed 0,25 dB for all 
frequencies up to and including 4 kHz, 0,35 dB for all frequencies above 4 kHz up to 10 kHz, 
and 0,50 dB at and above 10 kHz. The manufacturer or testing laboratory shall state the 
expanded uncertainty of the actual measurements performed, together with the associated 
coverage factor, in the documentation supplied.  

15 Documentation  

After completion of the tests the laboratory shall issue a document containing, as a minimum 
and as applicable, the following information: 

a) the date(s) when the measurements were performed; 
b) the name and location of the laboratory performing the measurements; 
c) the name of the manufacturer or supplier, model designation and serial number of the 

sound level meter and, if applicable, the version of the internal operating software loaded 
in the sound level meter; 

d) the name of the manufacturer or supplier, model designation and serial number of the 
microphones; 

e) the name of the manufacturer or supplier, model designation and any unique identification 
of the preamplifiers, if separate; 
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f) details of the instruction manual that was provided for the sound level meter including, as 
applicable, the publication date and version number; 

g) the name of the manufacturer or supplier, model designation and serial numbers of the 
sound calibrators, together with details of any adaptors used; 

h) the name of the manufacturer or supplier, model designation and serial numbers (if any) of 
the comparison coupler, together with details of any adaptors used; 

i) the name of the manufacturer or supplier, model designation and serial numbers (if any) of 
the electrostatic actuator, together with details of any adaptors used; 

j) information on the calibration of the sound calibrator at the required frequencies and 
evidence of conformance to the appropriate class of IEC 60942; 

k) a description of the configuration of the sound level meter during the measurements 
including any connecting cables that were provided to operate the sound level meter and 
where corrections are applied in software a description of the setting used during the 
measurements; 

l) a description of any accessories used during the measurements; 
m) a statement detailing the methods used from IEC 62585:2012 to perform the 

measurements; 
n) the corrections obtained as a result of the measurements, together with the actual 

associated expanded uncertainties of measurement and the coverage factor; 
o) a statement on whether the measured expanded uncertainties of measurement are within 

the maximum permitted values given in this International Standard; 
p) a statement, as to whether the supplied corrections conform to the requirements of 

IEC 61672-1 in terms of the deviations of the measured values from the supplied 
corrections, and hence whether the corrections and uncertainties supplied may be used 
during a periodic test of a sound level meter according to IEC 61672-3; 

q) the ranges of static air pressure, temperature and relative humidity at the time the 
measurements were performed. 

For future reference, the testing laboratory should retain the measured data and a copy of the 
documentation.  
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Annex A  
(normative) 

 
Calibration check frequency – 

Determination of the adjustment value 
 

The manufacturer of the sound level meter shall specify the adjustment value, valid at 
reference conditions, to be applied to obtain the required indication on the display of the 
sound level meter in response to the sound pressure level generated by the recommended 
model of sound calibrator. The value shall be selected by the manufacturer to optimize 
performance over the complete frequency range (see Clause 8), and may result in a 
deliberate ‘offset’ from the exact value at the calibration check frequency.  

This adjustment value shall take into account the model of microphone, reflections from the 
sound level meter case and any diffraction effects, and may depend on the configuration in 
which the sound level meter is to be used, for example, with or without extension cable.  

Figure A.1 illustrates the considerations that shall be made by the sound level meter 
manufacturer in optimizing the adjustment value over the complete frequency range, in terms 
of the free-field response, pressure response and sound calibrator response.  

The response of the sound level meter, when placed in an acoustic field of approximately 
plane progressive waves (free-field) with where possible a measured level equal to the stated 
level for the recommended sound calibrator, shall be measured for the range of frequencies 
appropriate for the class of sound level meter. The level stated for the sound calibrator is 
indicated as level L1 in Figure A.1. Where it is not possible to generate a measured free-field 
level equal to that generated by the sound calibrator, the difference between the achievable 
free-field level and that generated by the sound calibrator shall be determined and allowance 
made for this difference in the subsequent calculations. The sensitivity of the sound level 
meter shall be adjusted to minimise the averaged deviation in the indicated level from the 
sound pressure level of the incident progressive wave in a free sound field at different 
frequencies. The tolerance limits, which are stated in IEC 61672-1, vary with frequency and 
these differences shall be taken into account by the manufacturer when determining the 
adjustment value to optimize performance over the complete frequency range. In Figure A.1, 
the free-field response for the sound level meter is shown as (2) and the sound pressure level 
of the incident progressive wave in a free sound field as (1). 

After adjustment of the sensitivity using the method above, the microphone of the sound level 
meter shall be exposed to the sound from the sound calibrator. The indicated value is shown 
as level L4 in Figure A.1. 
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Key 

1 design goal for the free-field response 

2 free-field response 

3 pressure response 

L1 reference sound pressure level  

L2 indicated level when the instrument is exposed to a free-field sound at the reference level and calibration check 
frequency 

L3 indicated level when the instrument is exposed to a sound pressure at the reference level and calibration check 
frequency 

L4 indicated level when the instrument is exposed to the sound pressure from a sound calibrator producing the 
reference level at the calibration check frequency 

fR calibration check frequency in hertz 

NOTE The difference (L3 – L4) can be either positive or negative, due to the loading of the sound calibrator by the 
microphone of the sound level meter. 

Figure A.1 – Diagrammatic representation of factors for consideration 
in optimising adjustment value at the calibration check frequency 

The adjustment value to be added to the indication of the sound level meter when exposed to 
the sound generated by the sound calibrator is ΔL = L1 – L4. The instruction manual for the 
sound level meter shall state this value as a fixed number without associated expanded 
uncertainty of measurement. 

In Figure A.1, a typical pressure field response for a sound level meter, at different 
frequencies, when the microphone is exposed to a sound pressure with a level equal to the 
stated level for the recommended sound calibrator is shown as (3). The difference between 
the free-field level (1) and the indicated levels when the sound level meter is exposed to the 
pressure field (3) shall be the pressure-to-free-field correction for the sound level meter.  
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Annex B  
(normative) 

 
Determination of the effects of reflections from the case of the sound 

level meter and diffraction of sound around the microphone 
 

B.1 General 

Measurements to determine the effects of reflections from the case of the sound level meter, 
and diffraction of sound around the microphone, shall be performed using a comparison 
technique. Guidelines for comparison techniques are given in Annex G. 

B.2 Measurements 

One of the methods given in Annex G shall be used.  

For the methods given in Annex G, the configurations shall be as follows: 

• set-up 1 is with the microphone from the sound level meter alone; 

• set-up 2 is with the complete sound level meter with the microphone fitted  
or with the microphone fitted with a dummy sound level meter case; 
or with the microphone connected to the sound level meter via an extension cable as 

applicable for the configuration under test.  

For some of the methods given in Annex G an a.c. output needs to be available.  

Any dummy case shall be constructed from material similar to that used for the case of the 
actual sound level meter.  

The reference point of the microphone of the sound level meter in set-up 2 shall occupy the 
same position as that previously occupied by the reference point of the microphone alone in 
set-up 1.  

Where the same preamplifier is not used for both measurements, corrections shall be applied 
to account for any differences in the frequency responses of the two preamplifiers, or for 
differences in the gain. 

For the method given in G.4 any reflections shall travel at least 1,5 m further to the 
microphone than the direct sound, with the exception of reflections from the sound level meter 
mounting rod. 

For both class 1 and class 2 sound level meters, the frequency intervals and frequency 
ranges over which measurements shall be performed are given in IEC 61672-1. The results of 
the measurements shall be valid for, and reported at, exact frequencies (base 10), as given in 
Annex H. 
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Annex C  
(normative) 

 
Determination of the effects of the use  

of windscreens and similar accessories 
 

C.1 General 

Measurements to determine the effects of accessories, including windscreens, shall be 
performed using a comparison technique. Guidelines for comparison techniques are given in 
Annex G. 

C.2 Measurements 

For the methods given in Annex G, the configurations shall be as follows: 

• set-up 1 is either with the microphone from the sound level meter alone or the complete 
sound level meter; 

• set-up 2 is with the accessory fitted to the microphone or with the accessory fitted to the 
complete sound level meter, as applicable.  

Whether a microphone, rather than the sound level meter, can be used will depend on the 
accessory under test. 

For each accessory, including outdoor enclosures, measurements shall be performed on three 
samples of the accessory, apart from where the accessory is a windscreen in which case five 
samples shall be used.  

The frequency interval for the measurement of accessories shall not be greater than one-third 
octave. The frequency range to be tested for both class 1 and class 2 sound level meters 
shall be that given in IEC 61672-1 for the appropriate accessory. The results of the 
measurements shall be valid for, and reported at, exact frequencies (base 10), as given in 
Annex H. 

NOTE Different frequency ranges can apply for different accessories, as IEC 61672-1 provides a more limited 
frequency range for testing of windscreens. 
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Annex D  
(informative) 

 
Determination of corrections for use with sound calibrators to determine 

equivalent free-field response at all frequencies of interest 
 

D.1 Principle of measurement methodology 

Free-field corrections valid for a model of sound level meter and a model of sound calibrator 
may be determined by the method below. The method requires a laboratory standard 
microphone (IEC 61094-1, LS2P), for which the free-field corrections are known, but it 
requires neither absolute measurements nor an absolutely calibrated sound level meter and 
sound calibrator. Four measurements are to be performed, as shown in Figure D.1. The 
Equations (D.1), (D.2), (D.3) and (D.4) describe the levels indicated by the sound level meter 
and the reference microphone channel and what they represent. Considering the free-field 
levels and the pressure levels, respectively, to be equal, the resulting correction can be 
calculated from the four indicated levels and from the reference microphone free-field 
correction (given in IEC/TS 61094-7).  

An LS2P microphone should be used regardless of the size of microphone fitted to the sound 
level meter. 

 

Key 
A measurement sequence 
B indicated levels 
C free progressive sound field 
SLM sound level meter 
RM reference microphone 
SC sound calibrator 

Figure D.1 – Measurement steps using a sound calibrator 
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∆LF,SLM – ∆LP,SLM = Lind1 – Lind2 – Lind3 + Lind4 – Lp,F1 + Lp,F2 + Lp,P1 – Lp,P2 + ∆LF,RM – 
∆LP,RM (D.5) 

∆LF,SLM – ∆LP,SLM = (Lind1 – Lind3) – (Lind2 – Lind4) – (Lp,F1 – Lp,F2) + (Lp,P1 – Lp,P2) + ∆LF,RM 
– ∆LP,RM (D.6) 

CFF,SLM = (Lind1 – Lind3) – (Lind2 – Lind4) – (Lp,F1 – Lp,F2) + (Lp,P1 – Lp,P2) + CFF,RM (D.7) 

NOTE 1 Equations (D.5), (D.6) and (D.7) have been written in expanded form to demonstrate fully the components 
for which contributions are required in the calculation of the uncertainty of measurement. Also although some 
components are intended to be equal, for example, Lp,F1 and Lp,F2, it is possible there can be some small discrepancy 
between them which is to be included in the calculation. 

where  

Lind1, Lind2,  are the levels indicated during measurements 1, 2, 3 and 4 respectively; 
Lind3, Lind4 

Lp,F1, Lp,F2  are the free-field sound pressure levels during measurements 1 and 2 
respectively; 

Lp,P1, Lp,P2  are the sound pressure levels measured with sound calibrator applied during 
measurements 3 and 4 respectively; 

∆LF,SLM  is the deviation between free-field level and level indicated by SLM 
(measurement 1); 

∆LF,RM  is the deviation between free-field level and level indicated by reference 
microphone channel (measurement 2); 

∆LP,SLM  is the deviation between sound calibrator pressure level and level indicated by 
SLM (measurement 3); 

∆LP,RM  is the deviation between sound calibrator pressure level and level indicated by 
reference microphone channel (measurement 4); 

CFF,SLM  is the free-field correction valid with applied SLM and sound calibrator; 
CFF,RM  is the free-field correction of reference microphone (given in IEC/TS 61094-7). 

NOTE 2 The levels Lp,F1 and Lp,F2 can either, with a stable sound source, be considered to be equal or the 
difference can be determined with a monitor microphone placed in front of and close to the sound source. 

NOTE 3 The levels Lp,P1 and Lp,P2 are, with a stable sound calibrator, defined to be the same. 

NOTE 4 Measured levels are expressed in decibels (dB). 

D.2 Measurement methodology 

Step 1 – The sound level meter in the configuration in which it is to be tested (e.g. with or 
without extension cable), with the grid in place on the microphone, is placed in a free 
progressive sound field. The output from the sound level meter is measured (in decibels) 
either via the display of the sound level meter, or preferably by using a suitable device to 
measure the output from the meter, at each frequency where corrections are given in the 
instruction manual for the sound level meter. Where a free progressive sound field is not 
available, other techniques such as those described in Annex G, may be used. 

Step 2 – Without changing the level of the free progressive sound field, the sound level meter 
is replaced by a reference laboratory standard (LS2P) microphone (as described in 
IEC 61094-1), for which the pressure-to-free-field correction is known at all the frequencies of 
interest (from IEC/TS 61094-7). The reference point of the microphone should occupy the 
same position as that previously occupied by the reference point of the microphone of the 
sound level meter. The level of the sound field (in decibels) is measured using the reference 
microphone at all required frequencies, by measuring the level of the output voltage from the 
microphone. 
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Step 3 – The sound calibrator, of a model recommended by the sound level meter 
manufacturer for use during periodic testing, is applied to the sound level meter and the 
output from the sound level meter (in decibels) noted at all required frequencies using the 
same method and instrumentation as in Step 1. The nominal sound pressure level of the 
sound calibrator is the reference sound pressure level. In some cases, depending on the 
construction of the multi-frequency calibrator and the particular model of microphone on the 
sound level meter, it will be necessary to replace the microphone protection grid with the 
adaptor ring specified by the sound level meter manufacturer to avoid resonances at the 
higher frequencies. Any adaptor used with the sound calibrator should be clearly identified, 
and referred to in the corrections. 

Step 4 – The same sound calibrator is applied to the reference microphone and the output 
from the microphone (in decibels) noted using the same method and instrumentation as in 
Step 2. 

Step 5 – For each measurement, the correction at each frequency is calculated according to 
Equation (D.7). 

Step 6 – Steps 1 to 5 are repeated for each other combination of microphone and sound 
calibrator, required as described in Clause 7, to give a minimum of nine measurements, using 
one source to receiver distance only. The correction for each combination of microphone and 
sound calibrator, at each required frequency, is calculated as the mean of these 
measurements. 

NOTE For practical reasons it can be easier to perform the measurements with the first microphone and the three 
calibrators described in Clause 7, and then change to the second microphone etc. 
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