
ΑΝΣΙ Ν42.32−2003

IE
E

E
 S

ta
n

d
ar

d
s Ν42.32

Αµεριχαν Νατιοναλ Στανδαρδ

Περφορµανχε Χριτερια φορ Αλαρµινγ

Περσοναλ Ραδιατιον ∆ετεχτορσ φορ

Ηοµελανδ Σεχυριτψ

Πυβλισηεδ βψ 

Τηε Ινστιτυτε οφ Ελεχτριχαλ ανδ Ελεχτρονιχσ Ενγινεερσ, Ινχ.

3 Παρκ Αϖενυε, Νεω Ψορκ, ΝΨ 10016−5997, ΥΣΑ

30 ϑανυαρψ 2004

Accredited by the American National Standards Institute

Sponsored by the
National Committee on Radiation Instrumentation, N42

IE
E

E
 S

ta
n

d
ar

d
s

Πριντ:  ΣΗ95203

Π∆Φ:  ΣΣ95203

Authorized licensed use limited to: Tsinghua University. Downloaded on February 27,2026 at 02:37:26 UTC from IEEE Xplore.  Restrictions apply. 

Full document details: IEEE N42.32-2003

http://www.avadocuments.com/doc/ieee-n42-32-2003
http://www.avadocuments.com/doc/ieee-n42-32-2003


 

ANSI N42.32-2003

 

American National Standard 
Performance Criteria for Alarming 
Personal Radiation Detectors for 
Homeland Security

 

Sponsor

 

National Committee on Radiation Instrumentation, N42

 

Accredited by the 

 

American National Standards Institute

 

Secretariat

 

The Institute of Electrical and Electronics Engineers, Inc.

 

Approved 23 December 2003

 

American National Standards Institute

 

Abstract:

 

 Performance specifications, design criteria, and testing methods are provided for the

evaluation of radiation detection instruments that are pocket sized and carried on the body.

 

Keywords:

 

 alarming, design criteria, performance specifications, pocket-sized, personal radiation

detectors, radiation, radiation detection, radiation instrumentation

Authorized licensed use limited to: Tsinghua University. Downloaded on February 27,2026 at 02:37:26 UTC from IEEE Xplore.  Restrictions apply. 

Full document details: IEEE N42.32-2003

http://www.avadocuments.com/doc/ieee-n42-32-2003
http://www.avadocuments.com/doc/ieee-n42-32-2003


 

The Institute of Electrical and Electronics Engineers, Inc.
3 Park Avenue, New York, NY 10016-5997, USA

Copyright © 2004 by the Institute of Electrical and Electronic Engineers, Inc.
All rights reserved. Published 30 January 2004. Printed in the United States of America.

 

Print:

 

 ISBN 0-7381-3956-X SH95203

 

PDF:

 

 ISBN 0-7381-3937-8 SS95203

 

No part of this publication may be reproduced in any form, in an electronic retrieval system or otherwise, without the prior 
written permission from the publisher.

 

TERMS OF USE 

 

Please Read Carefully

T

 

he Institute of Electrical and Electronics Engineers, Inc., (“IEEE”) owns the copyright to this Document in all forms of

media. Copyright of the text retrieved, displayed, or output from this Document is owned by IEEE and is protected by

the copyright laws of the United States and by international treaties. The IEEE reserves all rights not expressly granted

to the user.

Except as allowed by the copyright laws of the United States of America, applicable international treaties, or any license

or agreement the user or the user’s employer may have entered into with the IEEE or one of its authorized distributors,

the user may not copy and/or distribute copies of this Document, nor significant portions of the document, in any form,

nor may the user post this document on any intranet, website, or database without prior written permission from the

IEEE.

Permission and/or requests for licenses should be directed to: 

 

Manager, Standards Licensing and Contracts

+1-732-562-3804

 

or in writing at:

 

IEEE Standards Association

Manager, Standards Licensing and Contracts

445 Hoes Lane

Piscataway, NJ 08854

Authorized licensed use limited to: Tsinghua University. Downloaded on February 27,2026 at 02:37:26 UTC from IEEE Xplore.  Restrictions apply. 

Full document details: IEEE N42.32-2003

http://www.avadocuments.com/doc/ieee-n42-32-2003
http://www.avadocuments.com/doc/ieee-n42-32-2003


 

American National Standard

 

An American National Standard implies a consensus of those substantially concerned with its scope and provisions. An

American National Standard is intended as a guide to aid the manufacturer, the consumer, and the general public. The

existence of an American National Standard does not in any respect preclude anyone, whether he has approved the

standard or not, from manufacturing, marketing, purchasing, or using products, processes, or procedures not conforming

to the standard. American National Standards are subject to periodic reviews and users are cautioned to obtain the latest

editions.

 

CAUTION NOTICE:

 

 This American National Standard may be revised or withdrawn at any time. The procedures of

the American National Standards Institute require that action be taken to affirm, revise, or withdraw this standard no

later than five years from the date of publication. Purchasers of American National Standards may receive current

information on all standards by calling or writing the American National Standards Institute.

Authorization to photocopy portions of any individual standard for internal or personal use is granted by the Institute of

Electrical and Electronics Engineers, Inc., provided that the appropriate fee is paid to Copyright Clearance Center. To

arrange for payment of licensing fee, please contact Copyright Clearance Center, Customer Service, 222 Rosewood

Drive, Danvers, MA 01923 USA; +1-978-750-8400. Permission to photocopy portions of any individual standard for

educational classroom use can also be obtained through the Copyright Clearance Center.

Authorized licensed use limited to: Tsinghua University. Downloaded on February 27,2026 at 02:37:26 UTC from IEEE Xplore.  Restrictions apply. 

Full document details: IEEE N42.32-2003

http://www.avadocuments.com/doc/ieee-n42-32-2003
http://www.avadocuments.com/doc/ieee-n42-32-2003


 

iv

 

Copyright © 2004 IEEE. All rights reserved.

 

Introduction

 

(This introduction is not part of ANSI N42.32-2003, American National Standard Performance Criteria for Alarming
Personal Radiation Detectors for Homeland Security.)

This standard is the responsibility of the Accredited American Standards Committee on Radiation Instrumentation, N42.

The standard was approved on N42 letter ballot of July–August 2003.

 

Participants

 

At the time it approved this standard, the Accredited Standards Committee on Radiation Instrumentation, N42, had the

following members:

 

Louis Costrell,

 

 

 

Chair

 

Michael P. Unterweger,

 

 

 

Vice Chair

 

Sue Vogel,

 

 

 

Administrative Secretary

 

Organization Represented ..............................................................................................................Name of Representative

 

American Conference of Governmental Industrial Hygienists................................................................... Jesse Lieberman

Bartlett Services ................................................................................................................................................Morgan Cox

Canberra...........................................................................................................................................................Larry Darken

Chew, M.H. ................................................................................................................................................... Jack M. Selby

Commerce Dept, U.S., NIST ..........................................................................................................Michael P. Unterweger 

........... ...................................................................................................................................................Louis Costrell (Alt.)

Consultant ....................................................................................................................................................Frank X. Masse

Entergy-ANO .................................................................................................................................................Ron Schwartz

Femo-TECH Inc. .......................................................................................................................................... Richard Straub

Gamma-Metrics ......................................................................................................................................... Ernesto A. Corte

General Activities Inc. ...................................................................................................................................... Karl Reinitz

Health Physics Society ..................................................................................................................................Joseph Stencel

Institute of Electrical & Electronics Engineers, Inc. ..................................................................................... Louis Costrell

........... ....................................................................................................................................................Julian Forster (Alt.)

..........................................................................................................................................................Anthony Spurgin (Alt.)

................................................................................................................................................ Michael P. Unterweger (Alt.)

Lawrence Berkeley National Laboratory..................................................................................................Edward J. Lampo

Lawrence Livermore National Laboratory ....................................................................................................Gary Johnson

NASA, GFSC....................................................................................................................................H. Sachidananda Babu

Nuclear Standards Unlimited .................................................................................................................... Al N. Tschaeche

Oak Ridge National Laboratory ...............................................................................................................Peter J. Chiaro, Jr

....................................................................................................................................................... .Charles L. Britton (Alt.)

Ortec Corp. ..............................................................................................................................................Ronald M. Keyser

Overhoff Technology Corp..........................................................................................................................Mario Overhoff

Pacific NW Laboratories......................................................................................................................Joseph C. McDonald

Swinth Associates ..................................................................................................................................Kenneth L. Swinth

Tennessee, University of...........................................................................................................................William M. Bugg

Thermo-electron.......................................................................................................................................Richard P. Oxford

Translucent..................................................................................................................................................G. Laurie Miller

U. S. Army ..................................................................................................................................................Edward Groeber

Wisconsin Public Service Group ................................................................................................................. Tim Martinson

Members-At-Large ...................................................................................................................................Joseph G. Bellian

........... ........................................................................................................................................................Edward Fairstein

........................................................................................................................................................................ Paul L. Phelps

........................................................................................................................................................................ Lee J. Wagner

Authorized licensed use limited to: Tsinghua University. Downloaded on February 27,2026 at 02:37:26 UTC from IEEE Xplore.  Restrictions apply. 

Full document details: IEEE N42.32-2003

http://www.avadocuments.com/doc/ieee-n42-32-2003
http://www.avadocuments.com/doc/ieee-n42-32-2003


 

Copyright © 2004 IEEE. All rights reserved.

 

v

 

At the time this standard was approved, Subcommittee N42.RPI had the following members:

 

Morgan Cox,

 

 

 

Co-Chair

 

Jack M. Selby,

 

 

 

Co-Chair

 

At the time this standard was approved, the ANSI 42.32 Working Group had the following members:

 

Joseph C. McDonald,

 

 

 

Chair 

 

and

 

 Project Leader

 

Andrew Ickowicz

 

IEEE Standards Project Editor

Dru Carson
Peter J. Chairo, Jr.
Jack Cooley
Leo Faust
Edward Groeber

Jerry Hiatt
Mark M. Hoover
Ron Keyser 
Joseph C. McDonald
Robert Murphy
Cheryl Olson

Mario Overhoff
Scott Rogers
Michael P. Unterweger
Ed Walker 
Chuan-Fu Wu

Paul Bailey
Peter Beck
Brooke Buddemeier
Bill Casson
Lt. Steve Donahoo
John Gutman

Guy Harkins
Chief Robert J. Ingram
Siraj Khan
Sergio Lopez
Craig Marianno

Chris Passmore
Bill Quam
Joseph Rotunda
Jack Selby
Chris Soares
Claire J. Sullivan

Authorized licensed use limited to: Tsinghua University. Downloaded on February 27,2026 at 02:37:26 UTC from IEEE Xplore.  Restrictions apply. 

Full document details: IEEE N42.32-2003

http://www.avadocuments.com/doc/ieee-n42-32-2003
http://www.avadocuments.com/doc/ieee-n42-32-2003


 

vi

 

Copyright © 2004 IEEE. All rights reserved.

 

Contents

 

1. Overview.............................................................................................................................................. 1

1.1 Scope............................................................................................................................................ 1

1.2 Purpose......................................................................................................................................... 1

1.3 Need ............................................................................................................................................. 1

1.4 Relationship to other standards.................................................................................................... 2

1.5 Special word usage ...................................................................................................................... 2

2. References............................................................................................................................................ 2

3. Definitions............................................................................................................................................ 2

4. General considerations......................................................................................................................... 6

4.1 Reference conditions and standard test conditions ...................................................................... 6

5. Performance requirements ................................................................................................................... 7

5.1 General requirements ................................................................................................................... 7

5.2 Mechanical requirements ............................................................................................................. 8

5.3 Electrical and electronic requirements......................................................................................... 9

5.4 Radiological ............................................................................................................................... 11

5.5 Environmental............................................................................................................................ 12

6. Performance tests ............................................................................................................................... 13

6.1 General performance test information ....................................................................................... 13

6.2 Mechanical tests......................................................................................................................... 13

6.3 Electrical and electronic tests..................................................................................................... 13

6.4 Radiological tests ....................................................................................................................... 15

6.5 Environmental tests.................................................................................................................... 17

7. Documentation................................................................................................................................... 19

7.1 Type test report .......................................................................................................................... 19

7.2 Certificate................................................................................................................................... 19

7.3 Operation and maintenance manuals ......................................................................................... 19

Annex A (informative) Bibliography.............................................................................................................. 20

Annex B (informative) Summary of test information..................................................................................... 23

Annex C (informative) Performance requirements......................................................................................... 24

Annex D (informative) Detector tests............................................................................................................. 25

Authorized licensed use limited to: Tsinghua University. Downloaded on February 27,2026 at 02:37:26 UTC from IEEE Xplore.  Restrictions apply. 

Full document details: IEEE N42.32-2003

http://www.avadocuments.com/doc/ieee-n42-32-2003
http://www.avadocuments.com/doc/ieee-n42-32-2003


 

Copyright © 2004 IEEE. All rights reserved.

 

1

 

American National Standard 
Performance Criteria for Alarming 
Personal Radiation Detectors for 
Homeland Security

 

1. Overview

 

1.1 Scope

 

This standard describes design and performance criteria along with testing methods for evaluating the per-

formance of instruments for homeland security that are pocket-sized and carried on the body for the purpose

of detecting the presence and magnitude of radiation. This standard specifies the performance criteria for

radiation detection and measurement instruments that may be used in a variety of environmental conditions.

The performance criteria contained in this standard are meant to provide a means for verifying the capability

of these instruments to reliably detect significant changes above background levels of radiation and alert the

user to these changes.

 

1.2 Purpose 

 

The purpose of this standard is to specify performance criteria and test methods used to evaluate self-read-

ing, alarming radiation detection instruments that are pocket-sized, carried on the body and used to detect

the presence of ionizing radiation.

 

1.3 Need

 

Methods and devices are needed to detect the presence of radioactive sources that may be illegally trans-

ported, deliberately placed, or dispersed to cause harm. 

Radiation detection instruments are used to determine the presence and magnitude of radioactive material or

respond to incidents involving the release of radiation. One of the methods employed to detect and measure

radiation relies on the use of self-reading, alarming instruments that are pocket-sized and carried on the

body. These instruments are required to alert the user to the presence of a source of radiation that is distinctly

above the level of local background radiation. Dose or dose rate measuring instruments may also be carried

to evaluate the potential for harmful biological effects of the radiation, but specifications and tests for these

types of instruments are provided in other ANSI standards listed and in the Bibliography in Annex A.
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1.4 Relationship to other standards

 

This standard is one of a group of standards along with ANSI N42.33-2003 [B11], ANSI N42.34-2003

[B12], and ANSI PN42.35 [B13]

 

1

 

 that deal with other radiation detection, measurement and identification

instrumentation for Homeland Security applications. This standard is generally consistent with standards

being developed by Subcommittee 45B (SC 45B) of IEC Technical Committee 45 (IEC TC45) on Nuclear

Instrumentation and SC 2 of ISO TC 85 on Nuclear Energy, but it does not use the International Commission

on Radiation Units and Measurements (ICRU) operational quantities given in those documents because they

have not yet been adopted in the United States.

This standard does not apply to the performance of health physics instrumentation, which is covered in

ANSI N42.17A-1989 [B16], N42.17C-1989 [B18] and N42.20-2003 [B19]. The instruments covered by this

standard are not intended to measure the dose equivalent for radiation workers. This standard does not super-

sede ANSI N42.17A-1989, ANSI N42.17C-1989, and ANSI N42.20-2003.

 

1.5 Special word usage

 

The following word usage applies:

— The word “shall” signifies a mandatory requirement (where appropriate a qualifying statement is

included to indicate that there may be an allowable exception).

— The word “may” signifies an acceptable method or an example of good practice.

— The word “should” signifies a recommended specification or method.

 

2. References

 

This standard shall be used in conjunction with the following publications.

ANSI N42.22-1995 (R2002), American National Standard—Traceability of Radioactive Sources to the

National Institute of Standards and Technology (NIST) and Associated Instrument Quality Control.

 

2

 

ANSI N42.23-1996, American National Standard Measurement and Associated Instrumentation Quality

Assurance for Radioassay Laboratories.

IEC 61000-4, Electromagnetic Compatibility (EMC)—Part 4: Testing and Measurement Techniques. (All

Sections.)

 

3

 

3. Definitions 

 

The following definitions apply for ANSI N42.32-2003, ANSI N42.33-2003 [B11], ANSI N42.34-2003

[B12], and ANSI PN42.35 [B13] that have been developed at the request of the Department of Homeland

Security (DHS) for instruments to be used by DHS and emergency responders.

 

1

 

The numbers in brackets correspond to those of the bibliography in Annex A.

 

2

 

ANSI publications are available from the Sales Department, American National Standards Institute, 25 West 43rd Street, 4th Floor,
New York, NY 10036, USA (http://www.ansi.org/).

 

3

 

IEC publications are available from the Sales Department of the International Electrotechnical Commission, Case Postale 131, 3, rue
de Varembé, CH-1211, Genève 20, Switzerland/Suisse (http://www.iec.ch/). IEC publications are also available in the United States
from the Sales Department, American National Standards Institute, 11 West 42nd Street, 13th Floor, New York, NY 10036, USA.
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3.1 A-weighted sound level:

 

 The frequency weighting of an acoustic spectrum according to a standardized

frequency response curve based on the frequency response of the human ear.

 

3.2 acceptance test:

 

 Evaluation or measurement of performance characteristics to verify that certain stated

specifications and contractual requirements are met.

 

3.3 accepted ambient photon background:

 

 The background radiation as measured using a high pressure

ionization chamber, an energy compensated Geiger-Mueller (G-M) tube, an energy compensated propor-

tional counter, a tissue equivalent plastic scintillator, a scintillator with spectral compensation, or any other

exposure rate meter having a nearly constant energy response (±30% in the energy range from 200 keV to

1.5 MeV).

 

3.4 accredited testing laboratory:

 

 Testing laboratory that has been accredited by an authoritative body with

respect to its qualifications to perform verification tests on the type of instruments covered by this standard.

 

3.5 accuracy:

 

 The degree of agreement of the observed value with the conventionally true value of the quan-

tity being measured.

 

3.6 adjust:

 

 To alter the reading of an instrument by means of a built-in variable (hardware or software)

control.

 

3.7 alarm:

 

 An audible, visual, or other signal activated when the instrument reading or response exceeds a

preset value or falls outside of a preset range.

 

3.8 calibrate:

 

 To adjust and/or determine the response or reading of a device relative to a series of conven-

tionally true values. 

 

3.9 calibration:

 

 A set of operations under specified conditions that establishes the relationship between val-

ues indicated by a measuring instrument or measuring system, and the conventionally true values of the

quantity or variable being measured.

 

3.10 check source:

 

 A not necessarily calibrated source that is used to confirm the continuing functionality of

an instrument.

 

3.11 conventionally true value (CTV):

 

 The commonly accepted best estimate of the value of that quantity.

This and the associated uncertainty will preferably be determined by a national or transfer standard, or by a

reference instrument which has been calibrated against a national or transfer standard, or by a measurement

quality assurance (MQA) interaction with the National Institute of Standards and Technology (NIST) or an

accredited calibration laboratory. (See ANSI N42.22-1995 and ANSI N42.23-1996.)

 

3.12 decade:

 

 A range of values for which the upper value is a power of ten above the lower value.

 

3.13 detection limits:

 

 The extremes of detection or quantification for the radiation of interest. The lower

detection limit is the minimum statistically quantifiable instrument response or reading. The upper detection

limit is the maximum level at which the instrument meets the required accuracy.

 

3.14 detector:

 

 A device or component designed to produce a quantifiable response to ionizing radiation nor-

mally measured electronically.

 

3.15 effective center:

 

 For a given set of irradiation conditions, the point within a detector where the

response is equivalent to that which would be produced if the entire detector were located at the point.

 

3.16 effective range of measurement:

 

 Range of measurements within which the requirements of this stan-

dard are met.
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