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Preface

This preface is included for information purposes and is not part of ANSI/ISA-S82.03.

This standard has been prepared as part of the service of ISA toward a goal of uniformity in the
field of instrumentation. To be of real value, this document should not be static, but should be
subject to periodic review. Toward this end, the Society welcomes all comments and criticisms,
and asks that they be addressed to the Secretary, Standards and Practices Board, ISA, 67
Alexander Drive, P.O. Box 12277, Research Triangle Park, NC 27709, telephone (919) 549-
8411, e-mail: standards@isa.org.

The ISA Standards and Practices Department is aware of the growing need for attention to the
metric system of units in general, and the International System of Units (SI) in particular, in the
preparation of instrumentation standards. The Department is further aware of the benefits to
U.S.A. users of ISA standards of incorporating suitable references to the Sl (and the metric
system) in their business and professional dealings with other countries. Toward this end, this
Department will endeavor to introduce Sl-acceptable metric units in all new and revised
standards to the greatest extent possible. The Metric Practice Guide, which has been published
by the Institute of Electrical and Electronics Engineers as ANSI/IEEE Std. 268-1982, and future
revisions will be the reference guide for definitions, symbols, abbreviations, and conversion
factors.

It is the policy of ISA to encourage and welcome the participation of all concerned individuals and
interests in the development of ISA standards. Participation in the ISA standards-making
process by an individual in no way constitutes endorsement by the employer of that individual, of
ISA, or of any of the standards that ISA develops.

The information contained in the preface, footnotes, and appendices is included for information
only and is not a part of the standard.

The development of this standard dates back to 1958. The need for the standard arose from
requests that recording instruments meet the requirement of the American National Standard,
the National Electrical Code. At that time there was also the beginning of the need for
: examination of measuring instruments by testing laboratories. The initial version of this standard
- was approved in 1964 after several years of careful development, review, and trial use.

- Work began on safety requirements for electrical measuring instruments at the international level
- at about the same time. While consideration of specific safety requirements for measuring

. apparatus was begun in 1965, resulting first editions of IEC Publications 348 and 414 became

- available in 1971 and 1973, respectively.

" American National Standard C39.5-1964 was reaffirmed in 1969 and revised in 1974. In 1982,
responsibility for C39.5-1964 was transferred to the ISA and the document was renumbered ISA-
S$82.01.

This 1988 edition reflects four major considerations:

» The scope has been expanded to include more equipment types. The scope and
organization now readily allow future inclusion of more types of related equipment.

* A major goal was harmonization — to the extent possible — with worldwide standards,
especially North American and IEC Standards. Not only were the IEC clause and multi-
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part formats adopted, but also many of the IEC requirements; many requirements were
further defined and developed from the work of IEC Subcommittee 66E.

« Digital and microelectronic innovations have narrowed the one-time separation between
digital and analog technologies and prompted commonality of safety requirements.

« Significant technical contributions were made by industry organizations and independent

certifying laboratories.

The following are significant features incorporated in this ongoing edition:

 Constructional requirements.

« Measurement of conformance to requirements is through the use of specific compliance
statements. This allows the user of the standard to determine product compliance and to
better understand the nature and intent of the requirements.

» Expansion of requirements for protection against fire and personal injury.

The following people served as members of ISA Subcommittee SP82.03, which prepared this

standard:
NAME

Bruce J. Feikle, Chairman
William Calder, Manager Director
Abraham Abramowitz
David Braudaway
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Al Kanode
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Donald A. Mader
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Frank J. McGowan
Richard Nute

Phillip A. Painchaud
William A. Phillips
William E. Rich

John N. Stanley
Robert Wallace

COMPANY

OTIS

The Foxboro Company
Retired

Sandia Laboratories

IBM Instruments, Inc.

Gen Rad Inc.

Underwriters Laboratories
John Fluke Mfg. Co., Inc.
LFE Corporation

Material Safety Eng. Div.
Biddle Instruments

Retired

Hewlett-Packard Company
Factory Mutual Research
Underwriters Laboratories, Inc.
Honeywell, Inc.

Bailey Controls Co.

The Foxboro Company
Tektronix, Inc.

Retired

Leeds & Northup Company
Westinghouse Electric Corp.
Leeds & Northup Company
Tektronix, Inc.
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The following people served as members of ISA Committee SP82 during the review of this

standard:
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Donald A. Mader
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William E. Rich

DeWayne B. Sharp, P.E.

Jack V. Stegenga
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National Bureau of Standards
OTIS

Underwriters Laboratories, Inc.
LFE Corporation

Retired

Underwriters Laboratories, Inc.
Casella Postale No.11

Havti

Retired

Tektronix, Inc. DS 78-531
Westinghouse Electric Corp.
IBM Corporation

Yokogawa Corp. of America

This standard was approved for publication by the ISA Standards and Practices Board in

January 1988.
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L. N. Combs* Consultant

R. L. Gailey* Consultant

T. J. Harrison* Florida State University

O. P. Lovett, Jr.* Consultant

E. C. Magison* Honeywell, Inc.

W. B. Miller* Moore Products Company

J. W. Mock* Bechtel Western Power Corporation

G. Platt* Consultant

J. R. Williams* Stearns Catalytic Corporation

*Director Emeritus D
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- SPECIFIC CLAUSE TREATMENTS -

The SCOPE includes environmental conditions envisioned for the equipment. DEFINITIONS
have extensive additions to reduce misinterpretations. MARKINGS are expanded and clarified
by inclusion of internationally recognized symbols. X-radiation considerations are added while
several other EMANATIONS are identified as "under consideration" due to lack of recognized
limits and standardized measurements. The clause for PROTECTION FROM ELECTRIC
SHOCK deletes requirements for resistance tests, clarifies leakage current measurement
procedures, details dielectric tests and includes requirements for measuring terminals and
routine tests. TESTING UNDER FAULT CONDITIONS is new. PROTECTION FROM FIRE is
an approach to measuring the likelihood of spread of fire. EXTRA LOW VOLTAGE AND
POWER LIMITED CIRCUITS defines the circuits which could cause electric shock or the
likelihood of fire and for which protection requirements of the standard apply.

Understanding the Appendix material of ISA-S82.01 under Clause 9 is also necessary for this
edition.
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