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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies (ISO
member bodies). The work of preparing International Standards is normally carried out through ISO technical
committees. Each member body interested in a subject for which a technical committee has been established has
the right to be represented on that committee. International organizations, governmental and non-governmental, in
liaison with ISO, also take part in the work. ISO collaborates closely with the International Electrotechnical
Commission (IEC) on all matters of electrotechnical standardization.

Intetihational Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 3.

Draff International Standards adopted by the technical committees are circulated to the member bodies for voting.
Publication as an International Standard requires approval by at least 75 % of the member bodies casting a vote.

Attention is drawn to the possibility that some of the elements of this International Standard may be the subject of
patent rights. ISO shall not be held responsible for identifying any or all such patent rights.

International Standard 1SO 15089 was prepared by Technical Committee ISO/TC 147, Water quality,
Subcommittee SC 2, Physical, chemical, biochemical methods.

Annexes A and B of this International Standard are for information only.
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INTERNATIONAL STANDARD ISO 15089:2000(E)

Water quality — Guidelines for selective immunoassays for the
determination of plant treatment and pesticide agents

1 Scope

This International Standard specifies a guide for the selective quantitative analysis by immunoassays of
environmental chemicals such as pesticides (including insecticides) or their metabolites in drinking, ground and
surface water.

The application range of the procedure for the analysis of pesticides in drinking water applies to mass
concentrations > 0,05 pg/l. Therefore, the determination limit should be in this case < 0,05 ng/l.

2 Normative references

The following normative documents contain provisions which, through reference in this text, constitute provisions of
this International Standard. For dated references, subsequent amendments to, or revisions of, any of these
publications do not apply. However, parties to agreements based on this International Standard are encouraged to
investigate the possibility of applying the most recent editions of the normative documents indicated below. For
undated references, the latest edition of the normative document referred to applies. Members of ISO and IEC
maintain registers of currently valid International Standards.

ISO 5667-1:1980, Water quality — Sampling — Part 1. Guidance on the design of sampling programmes.
ISO 5667-2:1991, Water quality — Sampling — Part 2: Guidance on sampling techniques.
ISO 5667-3:1994, Water quality — Sampling — Part 3: Guidance on the preservation and handling of samples.

ISO/TR 13530:1997, Water quality — Guide to analytical quality control for water analysis.

3 Terms and definitions
For the purposes of this International Standard, the following terms and definitions apply.

3.1
affinity
strength of binding of antibody to analyte

NOTE The strength is defined by the equilibrium constant (K) of the reaction Ab + H = AbH, where Ab = antibody
combining site and H = hapten; K is given by the mass action equation K = capn/(Cap % CH)-

3.2
analyte
substance to be determined

3.3

antibodies

serum proteins produced in vertebrates in response to immunization and which selectively bind the antigen or
hapten, respectively
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NOTE 1  Monoclonal antibodies (mAb) are uniform populations of antibodies which are produced from a single cell clone of
hybridoma cells.

NOTE 2  Polyclonal antibodies (pAb) are a mixed population of antibodies which are produced by several clones of plasma
cells.

NOTE 3  Recombinant antibodies (rAb) are produced using recombinant techniques established in gene technology.

3.4
antibody conjugate
antibody covalently linked to a label such as an enzyme or a fluorochrome

35
antigen
substance that stimulates the production of antibodies and reacts with them

3.6

antiserum

immune serum obtained from the blood of immunized vertebrates after removal of cellular components and
coagulation factors

NOTE It usually contains a number of different antibodies which can exhibit different affinities to the antigen/hapten.

3.7

coating conjugate

macromolecule bound to the hapten (also known as a hapten-carrier conjugate), which is immobilized to a solid
phase

NOTE It is used to bind those antibody binding sites which are not occupied by the analyte.

3.8
competitive immunoassay
test which detects the proportion of antibody binding sites which have been occupied by the sample analyte

NOTE This is achieved by adding a tracer which binds to the unoccupied antibody binding sites and produces the
measuring signal after a further reaction.

3.9
cross-reactivity
extent, to which an antibody or an antiserum reacts with a substance which structurally differs from the analyte

NOTE 1  The cross-reactivity of an antibody or an antiserum with this substance is determined by comparing the calibration
curves. The reference curve obtained with the analyte is used as reference quantity (= 100 % cross-reactivity). The cross-
reactivity is usually determined at the ICso. The selectivity of an antibody or an antiserum, respectively, is inversely related to the
cross-reactivities. An antibody or an antiserum, respectively, can display different affinities to different substances. With a given
substance, the cross-reactivity of an antiserum can also vary within the measuring range. Usually the structure of the
immunogen essentially determines the selectivity (the so-called specificity) of an antiserum. If cross-reactivities are due to a
mixed population of antibodies as often occurs in an antiserum, the undesired antibodies may be removed by cross-absorption.

NOTE 2  All compounds (present in relevant concentrations) that exhibit cross-reactivity will create false positive results.

3.10

enzyme immunoassay

EIA

immunochemical analysis which detects the occupancy of antibody binding sites by the analyte with the aid of a
tracer (an enzyme-labelled hapten or an enzyme-labelled antibody) and consequently can be used to detect the
analyte concentration in the medium

NOTE The detection procedure is based on the measurement of the enzyme activity of the tracer by means of substrate
conversion.
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