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Foreword

[SO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out through
ISO technical committees. Each member body interested in a subject for which a technical committee
has been established has the right to be represented on that committee. International organizations,
governmental and non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely
with the International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are described
in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the different types
of ISO document should be noted. This document was drafted in accordance with the editorial rules of the
[SO/IEC Directives, Part 2 (see www.iso.org/directives).

[SO draws attention to the possibility that the implementation of this document may involve the use of (a)
patent(s). ISO takes no position concerning the evidence, validity or applicability of any claimed patent
rights in respect thereof. As of the date of publication of this document, ISO had not received notice of (a)
patent(s) which may be required to implement this document. However, implementers are cautioned that
this may not represent the latest information, which may be obtained from the patent database available at
www.iso.org/patents. ISO shall not be held responsible for identifying any or all such patent rights.

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and expressions
related to conformity assessment, as well as information about ISO's adherence to the World Trade
Organization (WTO) principlesin the Technical Barriers to Trade (TBT), see www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 146, Air quality, Subcommittee SC 6, Indoor air.
Alist of all parts in the ISO 16000 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

An indoor microbial environment is important to the health of occupants, particularly with regard to
increased time spent indoors.

Air purifiers are used to reduce the concentration of microorganisms in indoor air.

The efficiency of such air purifiers to reduce airborne microorganisms can be investigated in test chambers
at constant temperature and relative air humidity.
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Indoor air —

Part 43:
Standard method for assessing the reduction rate of
culturable airborne fungi by air purifiers using a test chamber

WARNING — The test given in this document shall be performed by persons who are familiar
with techniques in connection with microorganisms. The test fungus Penicillium roqueforti is a
common mould widespread in nature. It has been used for cheese making for a long time. However, it
produces spores which can cause an allergic response in people who are sensitive to mould spores.
Users of this document shall be aware of national and international safety procedures for working
with allergic mould spores, to prevent any exposure in the test environment. The examination and
preparation of the cultures should be carried out in a Class II Biological Safety Cabinet.

1 Scope

This document specifies a standard method to evaluate the capacity of air purifiers to reduce the
concentration of airborne fungi and clean the air in the indoor environment.

The test is applicable to air purifiers which are commonly used in single room space.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content constitutes
requirements of this document. For dated references, only the edition cited applies. For undated references,
the latest edition of the referenced document (including any amendments) applies.

ISO 16000-9:2024, Indoor air — Part 9: Determination of the emission of volatile organic compounds from
samples of building products and furnishing — Emission test chamber method

3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.

[SO and IEC maintain terminology databases for use in standardization at the following addresses:

— ISO Online browsing platform: available at https://www.iso.org/obp

— IEC Electropedia: available at https://www.electropedia.org/

31

air purifier

electrically-powered device that is basically built of a fan and a set of components possessing the ability to
capture and/or (partially or totally) destroy air pollutants

3.2

colony forming unit

cfu

unit by which the number of culturable fungi is expressed

[SOURCE: ISO 16000-36:2018, 3.2, modified — “Bacteria” was changed to “fungi”.]
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3.3
fungal background concentration
concentration of culturable fungi inside the test chamber prior to testing

3.4

natural decay rate

reduction rate of airborne culturable fungi, which is measured by comparing the concentration of fungi
immediately after nebulizing a fungal suspension inside the chamber with the concentration counted after a
defined time (testing time) without running the air purifier (3.1)

Note 1 to entry: Natural decay rate is expressed in percent.

3.5

fungal reduction rate

reduction rate of airborne culturable fungi, which is measured by comparing the concentration of fungi
immediately after nebulizing a fungal suspension inside the chamber with the concentration counted after a
defined running time (testing time) of the air purifier (3.1)

Note 1 to entry: Fungal reduction rate is expressed in percent.

3.6

impaction

sampling of airborne culturable fungi by inertial separation on a solid agar surface (culture medium or
adhesive-coated slides)

Note 1 to entry: See ISO 16000-18.

Note 2 to entry: Sampling is carried out using either round-hole or slitimpactors, for instance. As the air passes through
the orifices, it is accelerated, and the particles are impacted on the medium located directly behind the nozzles as a
result of their inertia, while the air flows around the culture medium and exits the sampler. Impaction samples are
only suitable for direct analysis without further resuspension of the sample.

4 Principle

The efficiency of air purifiers is tested using nebulized fungal suspensions inside a test chamber at constant
temperature and relative humidity. The efficiency is calculated by the reduction rate of airborne culturable
fungi in a defined period of time, considering homogeneity and natural decay rate of the fungi.

5 Apparatus and materials
5.1 Apparatus

5.1.1 Testchamber.

The static chamber shall be made from suitable material, i.e. one that emits minimal pollutant, is corrosion
proof, such as stainless steel, and shall maintain sufficient airtight capacity.

The volume of the chamber should reflect the later application of the air purifier. The minimum volume shall
not be below 8 m3 and is typically between 15 m3 and 30 m3.

The inside of test chamber shall be kept clean and free from microbial contamination. It shall have a suitable
environmental control system to maintain a constant temperature and humidity. To achieve this, the test
chamber should include the following:

— asystem capable of removing contamination and maintaining aseptic condition inside the chamber, such
as a UV-C lamp;

— afacility to transfer items into and out of the chamber without cross-contamination (this can include a
special system such as a glove box on a rail system);
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