
 

 

 

 

 

Reference number
ISO 17372:2008(E)

© ISO 2008
 

 

 
 

INTERNATIONAL 
STANDARD 

ISO
17372

First edition
2008-02-01

Animal feeding stuffs — Determination of 
zearalenone by immunoaffinity column 
chromatography and high performance 
liquid chromatography 

Aliments des animaux — Dosage de la zéaralénone par 
chromatographie à colonne à immunoaffinité et par chromatographie 
liquide haute performance 

 

Full document details: ISO 17372-2008

http://avadocuments2026.com/doc/iso-17372-2008
http://avadocuments2026.com/doc/iso-17372-2008


ISO 17372:2008(E) 

PDF disclaimer 
This PDF file may contain embedded typefaces. In accordance with Adobe's licensing policy, this file may be printed or viewed but 
shall not be edited unless the typefaces which are embedded are licensed to and installed on the computer performing the editing. In 
downloading this file, parties accept therein the responsibility of not infringing Adobe's licensing policy. The ISO Central Secretariat 
accepts no liability in this area. 

Adobe is a trademark of Adobe Systems Incorporated. 

Details of the software products used to create this PDF file can be found in the General Info relative to the file; the PDF-creation 
parameters were optimized for printing. Every care has been taken to ensure that the file is suitable for use by ISO member bodies. In 
the unlikely event that a problem relating to it is found, please inform the Central Secretariat at the address given below. 

 

 COPYRIGHT PROTECTED DOCUMENT 
 
©   ISO 2008 
All rights reserved. Unless otherwise specified, no part of this publication may be reproduced or utilized in any form or by any means, 
electronic or mechanical, including photocopying and microfilm, without permission in writing from either ISO at the address below or 
ISO's member body in the country of the requester. 

ISO copyright office 
Case postale 56 • CH-1211 Geneva 20 
Tel.  + 41 22 749 01 11 
Fax  + 41 22 749 09 47 
E-mail  copyright@iso.org 
Web  www.iso.org 

Published in Switzerland 
 

ii © ISO 2008 – All rights reserved
 

 

Full document details: ISO 17372-2008

http://avadocuments2026.com/doc/iso-17372-2008
http://avadocuments2026.com/doc/iso-17372-2008


ISO 17372:2008(E) 

© ISO 2008 – All rights reserved iii

Contents Page 

Foreword............................................................................................................................................................ iv 
1 Scope ......................................................................................................................................................1 
2 Normative references ............................................................................................................................1 
3 Principle..................................................................................................................................................1 
4 Reagents.................................................................................................................................................2 
5 Apparatus ...............................................................................................................................................4 
6 Sampling.................................................................................................................................................5 
7 Preparation of test sample....................................................................................................................5 
8 Procedure ...............................................................................................................................................5 
9 Calculation of results ............................................................................................................................9 
10 Precision...............................................................................................................................................10 
11 Test report ............................................................................................................................................11 
Annex A (normative)  Confirmation using normal phase chromatography.................................................12 
Annex B (informative)  Results of an interlaboratory test..............................................................................14 
Bibliography ......................................................................................................................................................16 
 

Full document details: ISO 17372-2008

http://avadocuments2026.com/doc/iso-17372-2008
http://avadocuments2026.com/doc/iso-17372-2008


ISO 17372:2008(E) 

iv © ISO 2008 – All rights reserved
 

Foreword 

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies 
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO 
technical committees. Each member body interested in a subject for which a technical committee has been 
established has the right to be represented on that committee. International organizations, governmental and 
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the 
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization. 

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2. 

The main task of technical committees is to prepare International Standards. Draft International Standards 
adopted by the technical committees are circulated to the member bodies for voting. Publication as an 
International Standard requires approval by at least 75 % of the member bodies casting a vote. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. ISO shall not be held responsible for identifying any or all such patent rights. 

ISO 17372 was prepared by Technical Committee ISO/TC 34, Food products, Subcommittee SC 10, Animal 
feeding stuffs. 
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Animal feeding stuffs — Determination of zearalenone by 
immunoaffinity column chromatography and high performance 
liquid chromatography 

1 Scope 

This International Standard is applicable to the analysis of zearalenone in animal feed and feed ingredients, 
including barley, corn, oats, rye, wheat, soybean meal, canola (rapeseed) meal, corn gluten, dried distillers' 
grains, lentils, and sugar beet pulp. The limit of quantification is 0,05 mg/kg (50 µg/kg). A lower limit of 
quantification may be achievable subject to appropriate validation being conducted by the user laboratory. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 565, Test sieves — Metal wire cloth, perforated metal plate and electroformed sheet — Nominal sizes of 
openings 

ISO 648, Laboratory glassware — Single volume pipettes 

ISO 1042, Laboratory glassware — One-mark volumetric flasks 

ISO 3696, Water for analytical laboratory use — Specification and test methods 

ISO 4788, Laboratory glassware — Graduated measuring cylinders 

ISO 6498, Animal feeding stuffs — Preparation of test samples 

3 Principle 

Samples are extracted with diluted acetonitrile and clarified by filtration. Then an aliquot of the filtrate is diluted 
with water or phosphate-buffered saline (PBS) and purified using immunoaffinity column (IAC) 
chromatography. The purified extracts are analysed by reverse-phase high performance liquid 
chromatography (HPLC) with fluorescence detection. Suspect positive samples can be confirmed by 
wavelength ratioing, by using normal phase HPLC analysis, or by using diode-array detection. 
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4 Reagents 

Use only reagents of recognized analytical grade, unless otherwise specified. 

WARNING — Handle all solvents and solutions under a fume hood. Wear safety glasses, protective 
clothing, and avoid skin contact. 

4.1 Water, complying with ISO 3696, grade 1. 

4.2 Acetonitrile (CH3CN), HPLC grade. 

4.3 Methanol (CH3OH), HPLC grade. 

4.4 Sodium chloride (NaCl), of purity not less than 99 % by mass. 

4.5 Extraction solvent, volume fraction, φ(CH3CN) = 90 %. 

Mix 900 ml of acetonitrile (4.2) with 100 ml water (4.1). Mix well. 

4.6 Dilute acetonitrile, volume fraction, φ(CH3CN) = 50 %. 

Combine 1 volume of acetonitrile (4.2) with 1 volume of water (4.1). Mix well. This solution is used for the 
autosampler syringe, if applicable. 

4.7 Dilute methanol, volume fraction, φ(CH3OH) = 30 %. 

Combine 75 ml methanol (4.3) with 175 ml water (4.1). Mix well. 

4.8 Disodium hydrogenphosphate (Na2HPO4), purity not less than 99 % mass fraction. 

4.9 Potassium dihydrogenphosphate (KH2PO4), purity not less than 99 % mass fraction. 

4.10 Potassium chloride (KCl), purity not less than 99 % mass fraction. 

4.11 Sodium hydroxide (NaOH), purity not less than 99 % mass fraction. 

4.12 Phosphate-buffered saline (PBS). 

Dissolve 8 g sodium chloride (4.4), 1,16 g disodium hydrogenphosphate (4.8), 0,2 g potassium 
dihydrogenphosphate (4.9), and 0,2 g potassium chloride (4.10) in 1 l water (4.1). Adjust pH to 7,4 with 
sodium hydroxide solution (4.13). Alternatively, prepared concentrated PBS can be purchased, then diluted for 
use. 

4.13 Sodium hydroxide solution, c(NaOH) = 0,2 mol/l. 

Dissolve 8 g sodium hydroxide (4.11) in 1 l water (4.1). 

4.14 HPLC mobile phase. 

Add 460 ml acetonitrile (4.2) to 1 l reagent flask, add 460 ml water (4.1) and 80 ml methanol (4.3). Mix well 
and filter through a filter with a pore size of 0,45 µm (5.14). 

4.15 Zearalenone stock standard solution, ρ(C18H22O5) ≈ 50 µg/ml. 

WARNING — Zearalenone is an oestrogen. Handle with due regard to its biological activity. 

Weigh 5,0 mg zearalenone to the nearest 0,1 mg. Transfer into a 100 ml one-mark volumetric flask (5.1.2). 
Dissolve in acetonitrile (4.2) and make up to the mark with the same solvent. 
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Calibrate the standard solution as follows. Pipette (5.1.3) 4,0 ml of stock standard into a 25 ml one-mark 
volumetric flask (5.1.2) and make up to the mark with acetonitrile (approximately 8 µg of zearalenone per 
millilitre). 

Measure the ultraviolet (UV) absorbance using a quartz cuvette of pathlength 10 mm. 

Determine the concentration, ρ(C18H22O5), in milligrams per millilitre, by Equation (1): 

r
18 22 5

1000 25
(C H O )

4
M A

ρ
ε

× × ×
=

×
 (1) 

where 

Mr is the relative molecular mass, 318,4, of zearalenone; 

A is the UV absorbance; 

ε is the emissivity, 12 623 ± 111, at 274 nm. 

Record the result to three significant figures. 

The stock standard solution is stable for at least 1 year if stored under refrigeration and tightly sealed. 
Recalibrate whenever fresh diluted standard solutions (4.16 and 4.17) are prepared. 

4.16 Spiking standard solution, ρ(C18H22O5) = 5,0 µg/ml. 

Dilute 10,0 ml stock standard solution (4.15) to 100 ml with extraction solvent (4.5). Store in a refrigerator. 
Prepare fresh every 6 months. 

4.17 HPLC standard solutions. 

Prepare five standard solutions of zearalenone concentrations shown in Table 1 by diluting the spiking 
standard solution (4.16) or HPLC standard solution (4.17.1) with HPLC mobile phase (4.14). 

Table 1 — Preparation of HPLC standard solutions 

HPLC standard 
solution 

Standard solution to 
dilute Volume to dilute Final volume Zearalenone 

concentration 

  ml ml µg/ml 

4.17.1 4.16 2,0 50 0,20 

4.17.2 4.16 1,5 50 0,15 

4.17.3 4.16 1,0 50 0,10 

4.17.4 4.16 1,0 100 0,050 

4.17.5 4.17.1 5,0 50 0,020 

 

Store all HPLC standard solutions in a refrigerator. Prepare fresh every 6 months. 
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