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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1.  In particular the different approval criteria needed for the 
different types of ISO documents should be noted.  This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).  

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights.  Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see www.iso.org/patents). 

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation on the meaning of ISO specific terms and expressions related to conformity 
assessment, as well as information about ISO’s adherence to the WTO principles in the Technical 
Barriers to Trade (TBT) see the following URL:  Foreword - Supplementary information

The committee responsible for this document is ISO/TC 206, Fine ceramics.

This second edition cancels and replaces the first edition (ISO 17562:2001), which has been technically 
revised.
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INTERNATIONAL STANDARD� ISO 17562:2016(E)

Fine ceramics (advanced ceramics, advanced technical 
ceramics) — Test method for linear thermal expansion of 
monolithic ceramics by push-rod technique

1	 Scope

This International Standard specifies a method for the determination of the linear thermal expansion 
and the linear thermal expansion coefficient of monolithic ceramics from near liquid nitrogen 
temperature up to a maximum temperature of 2 000 °C.

2	 Normative references

The following documents, in whole or in part, are normatively referenced in this document and are 
indispensable for its application. For dated references, only the edition cited applies. For undated 
references, the latest edition of the referenced document (including any amendments) applies.

ISO  3611:2010, Geometrical product specifications (GPS)  — Dimensional measuring equipment: 
Micrometers for external measurements — Design and metrological characteristics

IEC  13385-1, Geometrical product specifications (GPS)  — Dimensional measuring equipment  — 
Part 1: Callipers; Design and metrological characteristics

IEC  13385-2, Geometrical product specifications (GPS) — Dimensional measuring equipment  — 
Part 2: Calliper depth gauges; Design and metrological characteristics

3	 Terms and definitions

For the purposes of this document, the following terms and definitions apply.

3.1
linear thermal expansion
between temperatures T1 and T2 is the ratio ΔL/L0, where ΔL = (L2 – L1) and L0 = specimen length at 
room temperature

Note 1 to entry: When the temperature has changed from T1 to T2, assume that the length of specimen changes 
from L1 to L2.

3.2
mean linear thermal expansion coefficient
α
linear thermal expansion (3.1) divided by ΔT = (T2 – T1) to produce the quotient α = ⋅∆ ∆L L T/ ( )0

3.3
instantaneous linear thermal expansion coefficient
α
value of α  (3.2) at the limit of T2 → T1

α α= 


→

lim
T T
2 1
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4	 Principle

A specimen of known size is heated/cooled to a specific temperature at a controlled temperature 
rate in a known atmosphere under a minimal load. During the heating and cooling, the length and the 
temperature of the specimen are monitored. The change in dimension of the specimen across a given 
temperature region is used to calculate a linear thermal expansion coefficient or an instantaneous 
linear thermal expansion coefficient against temperature.

5	 Apparatus

5.1	 Micrometer callipers, in accordance with ISO  3611 or vernier callipers in accordance with 
IEC 13385-1 and IEC 13385-2 for measuring the specimen length, L0, to an uncertainty of 0,1 % at 20 °C, 
(see ISO 3611:2010, Clause 2).

5.2	 Displacement measuring device, for determining the specimen length change accompanying the 
temperature change having a sensitivity of 1 × 10−5 × L0 (see 6.1). The contact force of the push-rod to 
the specimen shall be adjustable. Typical values for the contact force are between 0,1 N and 1 N.

5.3	 Specimen support system, to ensure that the specimen is held firmly in position by a contact force 
not exceeding 1 N [see Clause 7 c)], in order to maintain mechanical stability throughout measurement.

5.4	 Heating or cooling device, having the capability of attaining a temperature homogeneity within 
±2 °C below 1 000 °C and ±5 °C between 1 000 °C and 2 000 °C over the whole specimen length.

NOTE	 There is no device available that covers the full temperature range from near liquid nitrogen 
temperature up to a maximum temperature of 2 000 °C. It is necessary to choose the equipment according the 
required temperature range. Furnaces are available for different temperature ranges as from −150 °C to 1 000 °C 
and from room temperature to 1 500 °C or to 2 000 °C.

Liquid nitrogen is the most practical coolant for the cooling device. To realize defined heating or cooling 
rates, the furnace should be equipped with a cooling coil and a heating element. By means of the cooling 
coil, a constant cooling can be achieved and by means of the heating element, defined heating or cooling 
rates can be realized.

5.5	 Temperature controlling device, to enable the temperature of the specimen to be controlled, 
upon heating or cooling to 5  °C/min or preferably lower rate or step-wise temperature changes (see 
[Clause 7 e)] over the whole measurement range.

5.6	 Temperature measuring device, to allow the temperature of the specimen to be measured 
with an uncertainty of less than 2  °C within the measurement range. A thermocouple of appropriate 
type is usually used. Care shall be taken to ensure that the thermocouple tip is in close proximity to the 
specimen.

The contact force of the push-rod to the specimen shall be adjustable between 0,1 N and 1 N.

6	 Specimens

6.1	 Test specimen

The shape and dimension of the test specimen usually depend on the type of specimen support 
system. However, its shape is usually in the form of a square or circular rod. For the case of a square 
rod, the width and thickness shall be approximately 5 mm. If a circular rod is being used, the diameter 
shall be approximately 5 mm. In both cases, the length of the rod shall be at least 1 × 105 times the 
sensitivity of the displacement measuring device (see 5.2) calculated as at least 10  mm in the case 
of 0,1 μm sensitivity device. The end faces of the test specimen shall be appropriate to the design of 
the measurement apparatus and should either be flat, parallel and perpendicular to length or gently 
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