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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1.  In particular the different approval criteria needed for the 
different types of ISO documents should be noted.  This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2.  www.iso.org/directives

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights.  Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received.  www.iso.org/patents

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

The committee responsible for this document is ISO/TC 45, Rubber and rubber products, Subcommittee 
SC 2, Testing and analysis.

This second edition cancels and replaces the first edition (ISO 18899:2004), of which it constitutes a 
minor revision with the following change:

—	 inclusion of a code-letter for the classes of calibration interval.
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Rubber — Guide to the calibration of test equipment

1	 Scope

This International Standard outlines the principles of calibration of rubber test equipment and gives 
guidance on the general requirements for ensuring measurement traceability, establishing the basis for 
deciding calibration intervals, and estimating measurement uncertainty.

Methods of calibration for a range of parameters applicable to rubber test equipment are briefly 
described with reference to relevant standards where appropriate.

2	 Normative references

The following documents, in whole or in part, are normatively referenced in this document and are 
indispensable for its application. For dated references, only the edition cited applies. For undated 
references, the latest edition of the referenced document (including any amendments) applies.

ISO 9000, Quality management systems — Fundamentals and vocabulary

ISO  10012, Measurement management systems  — Requirements for measurement processes and 
measuring equipment

ISO/IEC 17025, General requirements for the competence of testing and calibration laboratories

3	 Terms and definitions

For the purposes of this document, the (metrological) terms and definitions given in ISO  9000 and 
ISO 10012 and the following apply.

NOTE	 The terminology used in this International Standard is also in line with the terms and definitions given 
in ISO Guide 30.

3.1
calibration
process of establishing the relationship between the values of a quantity indicated by a measuring 
instrument and the corresponding values indicated by a reference instrument

3.2
verification
activity whereby measuring or test equipment is subjected to a specified examination or calibration and 
found to perform within stipulated tolerances

3.3
metrological confirmation
set of operations required to ensure that an item of measuring equipment is in a state of compliance 
with the requirements for its intended use

3.4
calibration system
part of a quality system which includes the calibration and metrological confirmation of test equipment 
and any reference standards held
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4	 Principles of calibration

Generally, metrological confirmation involves calibration and also any necessary adjustment, repair, 
recalibration, sealing, or labelling. Confirmation can also involve the verification of a value, for 
example a length, of some feature of a test apparatus. In common terminology, the whole process of 
confirmation is considered as the service performed by a calibration laboratory and, frequently, the 
action of “calibrating” test equipment is more correctly providing metrological confirmation that it 
meets specified requirements.

Calibration is based on the principle of there being established values of measurement, represented by 
reference standards (sometimes called transfer standards), against which other measurements can be 
compared. The calibration value is transferred in turn from an internationally recognized standard to 
a nationally recognized standard (often called a primary standard), to a series of secondary or transfer 
standards, and then to the measurement or test equipment. Measurement traceability is being able to 
relate a measurement through an unbroken chain of comparisons to a primary standard.

Each stage of the transfer of calibration by comparison down the chain results in an increasing uncertainty 
in the measurement and, hence, a lowering of the accuracy which can be guaranteed. Hence, it is essential 
to establish that the measurement standard used has a sufficiently small uncertainty for the purpose.

5	 Calibration systems

Requirements for measurement processes and measuring equipment are given in ISO 10012, and the 
general criteria for the operation of test laboratories are given in ISO/IEC 17025.

Where test laboratories carry out their own calibrations, they shall operate a management system 
conforming to ISO 10012. Where an outside calibration laboratory is used, it shall, wherever possible, 
be accredited by the relevant national accreditation body.

NOTE	 Information on accreditation of test and calibration laboratories can be obtained from national 
accreditation bodies.

6	 Traceability

The calibration results for measuring instruments shall be traceable, wherever possible, to national 
standards.

7	 Calibration intervals

Test equipment and measurement standards shall be calibrated at appropriate intervals established 
on the basis of the stability, purpose, and frequency of use of the equipment/standards. The intervals 
between calibrations shall be such as to ensure the reliability of the measurements made.

Because of differences in instrument performance, frequency of use, etc., it is not possible to give specific 
intervals in all cases. However, for the purposes of this International Standard, four classes of calibration 
interval are recognized for test equipment (a code-letter corresponds to each class):

a)	 C: requirement to be confirmed but no measurement;

b)	 N: initial verification only;

c)	 S: “standard” interval as given in this International Standard;

d)	 U: in use.

Regardless of the class of interval, equipment shall also be re-verified after any probable change in 
the accuracy of the equipment such as would be caused by disturbance, relocation, or repairs due to 
damage or wear.
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