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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out
through ISO technical committees. Each member body interested in a subject for which a technical
committee has been established has the right to be represented on that committee. International
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work.
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the
different types of ISO documents should be noted. This document was drafted in accordance with the
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of
any patent rights identified during the development of the document will be in the Introduction and/or
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and
expressions related to conformity assessment, as well as information about ISO’s adherence to the
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT) see www.iso.org/
iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 34, Food products, in collaboration with
AOAC INTERNATIONAL. It is being published by ISO and separately by AOAC INTERNATIONAL. The
method described in this document is equivalent to the AOAC Official Method 2016.02: Determination
of Total Biotin by Liquid Chromatography Coupled with Immunoaffinity Column Cleanup Extraction:
Multilaboratory Testing, Final Action 2016.02.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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INTERNATIONAL STANDARD ISO 23305:2020(E)

Fortified milk powders, infant formula and adult
nutritionals — Determination of total biotin by liquid
chromatography coupled with immunoaffinity column
clean-up extraction

WARNING — The use of this method can involve hazardous materials, operations and equipment.
This method does not purport to address all the safety problems associated with its use. It is the
responsibility of the user of this method to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use.

1 Scope

This document specifies a method for the quantitative determination of biotin and/or biocytin in
fortified milk powders, infant formula and adult nutritionals in solid (i.e. powders) or liquid (i.e.
ready-to-feed liquids and liquid concentrates) forms using liquid chromatography coupled with
immunoaffinity column clean-up extraction.

Precision data from an interlaboratory study is given in Annex B. A comparison between data obtained
with the method in this document and EN 15607 is given in Annex C.
2 Normative references

There are no normative references in this document.

3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.
ISO and [EC maintain terminological databases for use in standardization at the following addresses:

— ISO Online browsing platform: available at https://www.iso.org/obp

— IEC Electropedia: available at http://www.electropedia.org/

31

adult nutritional

nutritionally complete, specially formulated food, consumed in liquid form, which may constitute the
sole source of nourishment, made from any combination of milk, soy, rice, whey, hydrolysed protein,
starch and amino acids, with and without intact protein

3.2

infant formula

breast-milk substitute specially manufactured to satisfy, by itself, the nutritional requirements of
infants during the first months of life up to the introduction of appropriate complementary feeding

[SOURCE: Codex Standard 72-1981]

4 Principle

The sample is dispersed in sodium phosphate buffer and autoclaved at 121 °C + 2 °C for 25 min. The
sample is cooled to room temperature and then diluted to 100 ml in a volumetric flask. The extract
is centrifuged and filtered using a glass microfibre filter. Clear filtrate is collected for clean-up and
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extraction. A biotin immunoaffinity column is mounted onto a solid phase extraction (SPE) manifold. A
disposable syringe barrel is connected to the immunoaffinity column as a reservoir. The buffer in the
affinity column is drained and the sample filtrate is loaded through the reservoir and allowed to flow
through by gravity. The column is washed with phosphate-buffered saline (PBS) followed by water. Air
is passed through the column to remove residual liquid.

Biotin and/or biocytin from the column is eluted with methanol and collected in a vial. The eluate is
evaporated to dryness using a heating block set at 85 °C = 5 °C under a gentle stream of nitrogen and
the sample is re-constituted in 1 ml of water. The biotin and biocytin in the reconstituted sample are
analysed simultaneously by HPLC using a photodiode array (PDA) set at 200 nm. Identification of peaks
is based on absolute retention time. Quantification is by multipoint external calibration using peak area
responses of the analytes. A spectrum scan (200 nm to 350 nm) can be used for the purity and identity
confirmation as required.

5 Reagents and materials

5.1 General

During the analysis, unless otherwise stated, only use reagents of recognized analytical grade and
distilled or demineralized water or water of equivalent purity.

5.1.1 Laboratory reagent grade water.

5.1.2 Sodium dihydrogen phosphate dihydrate (CAS # 13472-35-0).

5.1.3 Disodium hydrogen phosphate dihydrate (CAS # 10028-24-7).

5.1.4 Sodium hydroxide (CAS #1310-73-2).

5.1.5 Methanol, HPLC grade (CAS # 67-56-1).

5.1.6 Acetonitrile, HPLC grade (CAS # 75-05-8).

5.1.7 Ortho-phosphoric acid, mass fraction w (H;P0,) = 85 % (CAS # 7664-38-2).
5.1.8 PBS, pH = 7,4 (Thermo Scientificl) or equivalent).

5.1.9 Biotin, purity = 99 % (Cat. No. B4501 Sigma Chemicall) or equivalent).
5.1.10 Biocytin, purity = 98 % (Cat. No. B4261 Sigma Chemicall) or equivalent).
5.2 Reagent preparation

5.2.1 Sodium hydroxide, substance concentration ¢ = 2 mol/l.

Weigh 80 g of sodium hydroxide into a 1 1 volumetric flask, dissolve and make up to the mark with water.

1) Thisis an example of a suitable product available commercially. This information is given for the convenience of
users of this document and does not constitute an endorsement by ISO of this product. Equivalent products may be

used if they can be shown to lead to the same results. Docu ments
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5.2.2 Sodium phosphate buffer, c = 0,15 mol/l.

Weigh 9,15 g of sodium dihydrogen phosphate dihydrate and 16,31 g of disodium hydrogen phosphate
dihydrate into a 1 I volumetric flask, dissolve and make up to the mark with water. Adjust the pH to 7
with 2 mol/] sodium hydroxide.

5.2.3 Phosphoric acid, w = 0,1 %.

Into a 1 I volumetric flask, transfer 500 ml water. Add 1,2 ml of ortho-phosphoric acid. Mix and make up
to the mark with water.

5.2.4 Mobile phase A, 0,1 % phosphoric acid in water.
5.2.5 Mobile phase B, 100 % acetonitrile.

5.2.6 Mobile phase C, 80 % acetonitrile.

5.3 Standard preparation

5.3.1 Stock standard biotin, mass concentration p = 100 pg/ml.

Weigh 25 mg biotin standard in a 250 ml amber volumetric flask. Add 150 ml water and sonicate at
room temperature for 90 min with occasional shaking. Make up to volume with water.

5.3.2 Stock standard biocytin, p = 100 pg/ml.

Weigh 10 mg biocytin standard in a 100 ml amber volumetric flask. Add 60 ml water and sonicate at
room temperature for 90 min with occasional shaking. Make up to volume with water.

5.3.3 Mixed intermediate standard, p = 100 pg/100 ml.

Dilute 1 ml each of stock standards to 100 ml with water.

5.3.4 Calibration standard 1, p = 1,0 ug/100 ml.

Dilute 100 pl mixed intermediate standard to 10 ml with water.

5.3.5 Calibration standard 2, p = 2,5 pg/100 ml.

Dilute 250 pl mixed intermediate standard to 10 ml with water.

5.3.6 Calibration standard 3, p = 5,0 ug/100 ml.

Dilute 500 ul mixed intermediate standard to 10 ml with water.

5.3.7 Calibration standard 4, p = 7,5 pg/100 ml.

Dilute 750 pl mixed intermediate standard to 10 ml with water.

5.3.8 Calibration standard 5, p = 10 pg/100 ml.

Dilute 1 ml mixed intermediate standard to 10 ml with water.

5.3.9 Calibration standard 6, p = 20 pg/100 ml

Dilute 2 ml mixed intermediate standard to 10 ml with water.
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