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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see http://www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see http://www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and 
expressions related to conformity assessment, as well as information about ISO's adherence to the 
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see http://www.
iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 219, Floor Coverings.

This second edition cancels and replaces the first edition (ISO 24335:2006), which has been technically 
revised.

The main changes are as follows:

—	 replacement of the impact resistance test method for small ball impact by the new method of 
EN 17368;

—	 modification of the foam underlayment material for the impact test by large diameter ball.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at http://www.iso.org/members.html.

iv 	 ﻿� © ISO 2022 – All rights reserved
�

Full document details: ISO 24335-2022

http://avadocuments2026.com/doc/iso-24335-2022
http://avadocuments2026.com/doc/iso-24335-2022


INTERNATIONAL STANDARD ISO 24335:2022(E)

Laminate floor coverings — Determination of impact 
resistance

1	 Scope

This document specifies how to determine the impact resistance of laminate floor covering elements. 
The test described measures the ability of the surface layer to withstand impact from both small and 
large objects dropped on the floor covering. The testing is destructive by means of the impact on the 
surface layer from one small and one larger steel ball simulating different scenarios. The falling height 
of both the small and the large steel ball is used to define the ability for a laminate floor covering 
element to withstand impacts. Both tests are generally carried out on parts of the laminate floor panels 
with suitable sizes.

The precision of the large-diameter ball method is not known. When interlaboratory data become 
available, a precision statement will be added in subsequent revisions. The precision regarding the 
small diameter method is stated in Clause 8.

2	 Normative references

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) applies.

EN 16354, Laminate floor coverings — Underlays — Specification, requirements and test methods

3	 Terms and definitions

For the purposes of this document, the following terms and definitions apply.

ISO and IEC maintain terminology databases for use in standardization at the following addresses:

—	 ISO Online browsing platform: available at https://​www​.iso​.org/​obp

—	 IEC Electropedia: available at https://​www​.electropedia​.org/​

3.1
test panel
laminate panel used for testing

3.2
test specimen
part of the test panel used for testing

3.3
test field
part of test surface affected by the impact stress and evaluated
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4	 Apparatus

4.1	 Small-diameter ball apparatus

4.1.1	 General

Test apparatus with the following characteristics and parameters (see Figure 1):

4.1.2	 Cylindrical impactor, with a diameter of (25  ±  1)  mm with spherical impact head with 
(10 ± 0,5) mm diameter of sphere, which is mounted to a falling weight.

4.1.3	 Mass of impactor, including impact head: (100 ± 1) g.

4.1.4	 Guiding tube, to guide the falling weight. The tube has a height scale to determine the falling 
height and is mounted to the steel base with three feet (diameter (20 ± 1) mm, thickness (3,0 ± 0,1) mm 
(see Figure 2). The total mass of the steel base is (2 520 ± 20) g. The steel base has a marking hole to 
mark the impact spot.

4.1.5	 Adjustable ring, which is guided outside the tube, and can be fixed by a knurled screw and 
works as stop for the plug on the side of the falling weight to adjust the falling height.
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