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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization. 

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement. 

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and 
expressions related to conformity assessment, as well as information about ISO's adherence to 
the World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see 
www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC  135, Non-destructive testing, 
Subcommittee SC 9, Acoustic emission testing.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

The proposed method of determining the receiving sensitivity spectra of a piezoelectric acoustic 
emission sensor is based on a setup where the face of the sensor under test is directly coupled via a 
thin layer of coupling agent to the active face of a piezoelectric transmitter. The transmitter, usually an 
ultrasonic probe, stimulates the sensor under test by a particle displacement pulse in normal direction 
to the sensor’s face. The displacement pulse is measured by a vibrometer at a number of positions on the 
active area of the transmitter. This allows determining the transmitting sensitivity of the transmitter 
in absolute units of nm/V and the receiving sensitivity of the sensor under test in absolute units of V/
nm.

The aim is to establish uniformity of acoustic emission testing, to form a basis for data correlation, 
and to provide a basis for the uniform interpretation of results obtained by different acoustic emission 
testing organizations at different times. For more information about the verification methods for 
piezoelectric sensors, see Annex C.
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Non-destructive testing — Acoustic emission testing 
— Verification of the receiving sensitivity spectra of 
piezoelectric acoustic emission sensors

1	 Scope

This document specifies a method for the determination of the receiving sensitivity spectra of a 
piezoelectric acoustic emission sensor, in absolute units of volts output per motion input, whereby 
the motion can be particle displacement (e.g. in nanometres) or particle velocity (e.g. in millimetres 
per second) over a frequency range used for acoustic emission testing, from 20 kHz to about 1,5 MHz, 
whereby the sensor is stimulated by a motion pulse in normal direction to the sensor’s face from a 
directly coupled piezoelectric transmitter.

This document also specifies a method for the determination of the transmitting sensitivity spectrum 
of a piezoelectric transmitter in absolute units, for example, in nanometres output per volt input, by 
measuring both the particle displacement pulse over the transmitter’s active face and the transmitter’s 
input voltage spectrum, using a scanning laser vibrometer.

This document does not include the known cancellation effects on a sensor’s response, when the angle 
of incidence differs from normal (90°) or when the length of the wave passing across the sensor’s 
sensitive face is shorter than about 10 times the dimension of the sensor’s sensitive face.

This document does not specify a method to measure the influence of different materials on a sensor’s 
sensitivity, but this effect is addressed in Annex F.

NOTE	 The methods described in this document can be considered for use with other than piezoelectric 
sensors, which detect motion at a flat face and work in the same frequency range.

2	 Normative references

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) applies.

ISO 12716, Non-destructive testing — Acoustic emission inspection — Vocabulary

3	 Terms and definitions

For the purposes of this document, the terms and definitions given in ISO 12716 and the following apply.

ISO and IEC maintain terminology databases for use in standardization at the following addresses:

—	 ISO Online browsing platform: available at https://​www​.iso​.org/​obp

—	 IEC Electropedia: available at https://​www​.electropedia​.org/​

3.1
transmitter
TM
piezoelectric device that converts an electrical signal to particle motion or pressure

Note  1  to  entry:  A single-letter TM identifier (TM-id A to Z) may be appended to identify a certain unit of 
transmitter.
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3.2
sensor under test
SUT
piezoelectric acoustic emission sensor whose receiving sensitivity (3.8, 3.9) spectra are verified

Note 1 to entry: A double-digit SUT identifier (SUT-id 00 to 99) may be appended to identify a type of SUT.

3.3
function generator
FG
electronic device for generating the stimulation pulse for the transmitter (3.1)

3.4
transient recorder
TRA
electronic device for waveform capture at two or more signal inputs with trigger input, pre-trigger 
capability and personal computer interface

3.5
scanning laser vibrometer
LVM
instrument for non-contacting measurement of particle motion in absolute units of nanometres at a 
number of positions on a surface in normal direction

3.6
face-to-face setup
arrangement where the active face of a transmitter (3.1) is directly coupled to the sensitive face of a 
sensor under test (3.2) for a reproducible stimulation by an electrical pulse

3.7
laser vibrometer setup
LVM setup
arrangement where a scanning laser vibrometer (3.5) is used to measure the particle displacement pulse 
at multiple positions at the free active face of a transmitter (3.1)

3.8
receiving displacement sensitivity
RD
output voltage spectrum of a sensor in dB minus the particle displacement input spectrum in dB

Note 1 to entry: In this document, 0 dB of particle displacement sensitivity (RD) refers to 1 V/nm,

Note 2 to entry: When the term "sensitivity" is clearly related to a sensor under test (3.2), the word "receiving" 
can be omitted.

3.9
receiving velocity sensitivity
RV
output voltage spectrum of a sensor in dB minus the particle velocity input spectrum in dB

Note 1 to entry: In this document, 0 dB of particle velocity sensitivity (RV) refers to 1 Vs/mm.

Note 2 to entry: When the term "sensitivity" is clearly related to a sensor under test (3.2), the word "receiving" 
can be omitted.

3.10
transmitting displacement sensitivity
TD
output displacement spectrum of a transmitter (3.1) in dB minus its input voltage spectrum in dB

Note 1 to entry: In this document, 0 dB of particle displacement sensitivity (TD) refers to 1 nm/V.
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Note 2 to entry: When the term "sensitivity" is clearly related to a transmitter, the word "transmitting" can be 
omitted.

3.11
transmitting velocity sensitivity
TV
output velocity spectrum of a transmitter (3.1) in dB minus its input voltage spectrum in dB

Note 1 to entry: In this document, 0 dB of particle velocity sensitivity (TV) refers to 1 mm/Vs.

Note 2 to entry: When the term "sensitivity" is clearly related to a transmitter, the word "transmitting" can be 
omitted.

3.12
Han2SQ
designation of a specific time window function applied to the input of the fast Fourier transform on the 
response of an acoustic emission sensor or of a laser vibrometer to a displacement pulse

Note 1 to entry: See D.2.3.

4	 Symbols and abbreviated terms

D displacement signal measured by LVM and converted to a spectrum with 0 dB referring to 1 pm 
peak; “D” may be appended by a TM-id (A to Z), a ring-id (1 to 5), and a window-id, see W7 below

FFT fast Fourier transform, a method to convert a time-series signal into a frequency spectrum

MS/s mega samples per second; “1 MS” means "1 million samples"
NOTE: If a quantity of memory is given in "MS", "1 MS" usually means "220" (1 048 576) samples.

NR number of a ring of measurement positions in range 1 to 5, see 8.2

NRL largest ring number NR of measurement positions (see Figure 6) covering the sensitive face of 
a type of SUT, for correct TD selection, recorded in Table A.2

rR radius of ring number NR in mm, see 8.2

RSS signal-to-stimulation ratio spectrum in dB, see Formula (4); the recommended naming of a 
specific RSS data file begins with "S", followed by the SUT-id (00 to 99), the TM-id (A to Z) and 
a window-id, see W7 below

RVDD1 drift detection sensitivity spectrum of drift detection sensor 1, for the verification of a trans-
mitting sensitivity drift, see 8.7 c) 1)

RVDD2 drift detection sensitivity spectrum of drift detection sensor 2, for the verification of a trans-
mitting sensitivity drift, see 8.7 c) 1)

RVDR1 drift reference sensitivity spectrum of drift detection sensor 1, determined with a transmitter’s 
sensitivity determination according to 8.7 a)

RVDR2 drift reference sensitivity spectrum of drift detection sensor 2, determined with a transmitter’s 
sensitivity determination according to 8.7 a)

RVΔ1 spectrum difference RVDD1 minus RVDR1 of drift detection sensor 1, see 8.7 c) 2)

RVΔ2 spectrum difference RVDD2 minus RVDR2 of drift detection sensor 2, see 8.7 c) 2)

© ISO 2022 – All rights reserved	 ﻿
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UF transmitter voltage in face-to-face setup, stimulated by a function generator and measured by 
a transient recorder in the time domain, then transformed into the spectrum F(UF) in dB, with 
0 dB referring to a sine wave of 1 mV peak

UL transmitter voltage in LVM setup, stimulated by a function generator and measured by the 
LVM in the time domain, then transformed into the spectrum F(UL) in dB, with 0 dB referring 
to a sine wave of 1 mV peak

US sensor output voltage, also called “sensor response”, measured by a transient recorder in the 
time domain, then converted into the spectrum F(US) in dB, with 0 dB referring to a sine wave 
of 1 mV peak

USAV% average of 4 or 6 responses US from one SUT, stimulated by 4 or 6 transmitters, in per cent of 
its maximum peak-to-peak voltage, see Figure 7

USΔ% deviation of the response US from USAV%, with US in per cent of its maximum peak-to-peak 
voltage, see Figure 7

F(D) FFT of the time signal D

F(UF) FFT of the time signal UF

F(UL) FFT of the time signal UL

F(US) FFT of the time signal US

W5 identifier for a 4 µs main-pulse time window

W7 identifier for a 50 µs time window

W8 identifier for a 100 µs time window

W9 identifier for a 200 µs time window

5	 Overview

5.1	 Face-to-face setup — Block diagram

The block diagram of the face-to-face setup is shown in Figure 1 a). Numerical keys identify the blocks 
and alphabetical keys the interfaces. In this clause, the keys of Figure 1 are referenced in brackets.

The function generator (1) delivers the stimulation pulse UF at the signal output (A) with a constant 
repetition rate.

The signal UF (A) is connected to the input (D) of transmitter (2), and to the input channel B (J) of 
transient recorder (4). The electrical pulse stimulates a motion pulse at the transmitter’s active face 
(E). This face is acoustically coupled via a thin layer of coupling agent (F) to the sensitive face (G) of the 
sensor under test (3). The sensor’s signal output (H) delivers the sensor response US, which is connected 
to the input channel A (I) of transient recorder (4). The transient recorder signal capture is triggered 
at (K) by trigger output signal “Sync” (B) of function generator (1). The transient recorder (4) is under 
control of a personal computer (5) via interfaces (L) and (M).

The data captured of each trigger are read out via (L) and (M) by personal computer (5) and shown at 
the PC display in the time interval of the stimulation pulse, usually 200 milliseconds.

Stimulation pulse UF (A) is shown in Figure D.1.

Examples of sensor responses US (H) of three types of sensors are shown in Figure D.6. to Figure D.8.
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Not shown in Figure 1 is the fixture needed to align the centres of sensor and transmitter and to apply 
a force on the interface (E–F–G). The force required depends on properties of the coupling agent and on 
other forces that can apply, e.g. from the cable. A force of 10 N is recommended.

The operator may manipulate the fixture in order to see, if the coupling is stable or can be improved.

If satisfied with the reproducibility of the signal, the operator stops the capture repetition and stores 
the latest acquired signal into a properly named file.

a) Face-to-face setup b) Laser vibrometer setup

Key
1 function generator (FG) with signal output key 

A, sync output key B and trigger input key C
  F coupling agent at the TM-to-SUT interface, also called 

"couplant", see ISO 12716:2001, 2.15
2 transmitter with pulse input key D and 

displacement output at its active face key E
  G SUT input motion at its sensitive face, from key E in 

face-to-face setup
3 sensor under test (SUT) with displacement 

sensitive input key G and response voltage 
output key H

  H SUT output signal US to key I in face-to-face setup

4 transient recorder (TRA) with channel A input 
key I, channel B input key J, trigger input key K, 
and PC interface key L

  I TRA input channel A, measures US from key H

5 personal computer (PC) with interface key M   J TRA input channel B, measures UF from key A
6 laser scan positioning unit for 21 positions at the 

active transmitter face key E
  K TRA trigger input from key B

7 scanning laser vibrometer (LVM) with optical 
input key N, reference voltage input key O, and 
trigger output key P

  L TRA to PC interface, TRA-side

A FG output signal UF in face-to-face setup, UL in 
LVM setup, the stimulation pulse

  M PC in-/output from/to key L in face-to-face setup or 
key Q in LVM setup

B FG trigger output “Sync” to key K, open in LVM 
setup

  N LVM laser beam sequentially positioned by key 6 to 
one of 22 positions at the TM face key E

C FG trigger input, from key P, open in face-to-face 
setup

  O LVM reference voltage input signal UL, from key A

D transmitter input signal UF from key A   P LVM trigger output to FG, key C
E transmitter output motion at its active face to 

key G in face-to-face setup, to key 6 in LVM setup
  Q LVM to PC interface, LVM side

Figure 1 — Block diagrams of the face-to-face setup and the laser vibrometer setup

The face-to-face setup as described in Figure 1 can be used for sensors with and without integral pre-
amplifier, see 6.6.3.

5.2	 Laser vibrometer setup — Block diagram

The laser vibrometer technique should be used for determining the transmitting sensitivity of a 
transmitter to be used in the face-to-face setup.
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This shall be performed:

a)	 after a transmitter’s purchase;

b)	 whenever the transmitter has been exposed to extraordinary conditions, e.g. to a mechanical or 
thermal shock; and

c)	 once every year.

The block diagram of the laser vibrometer setup is shown in Figure 1 b). It is similar to 1 a). Instead of a 
sensor under test (3), a laser vibrometer (7) measures the motion pulse at the transmitter’s active face 
whereby the laser beam is sequentially positioned by (6) to one of 22 measurement positions, whereby 
position 22 is the same as position 1, see Figure 6.

The stimulation pulse UL is generated by function generator (1) at signal output (A) in response to 
trigger input (C), generated by laser vibrometer (7), output (P). The transmitter input UL is usually the 
same as UF in the face-to-face setup.

If a post-amplifier is used to drive the transmitter, for a better signal-to-noise ratio of the displacement 
result, the voltage (O) shall be measured at the post-amplifier output.

The laser vibrometer is under control of a personal computer (5) which reads out the acquired data via 
(Q) and (M).

For the improvement of the signal-to-noise ratio, the laser vibrometer measurements shall be repeated 
and averaged ten thousand times for each measurement position, followed by a de-noising Savitzky-
Golay filter 3rd order, 41 samples.

Then a displacement of about 2  picometer can be separated from noise. This is about 0,2  % of the 
displacement maximum of about 1 nm peak-to-peak with the function generator amplitude set to the 
maximum (10 V peak-to-peak).

6	 General requirements related to hardware

6.1	 General

This clause defines general requirements related to hardware items for the face-to-face setup for 
achieving optimal results for the determination of receiving sensitivity spectra of a sensor under 
test (SUT). For the requirements related to the hardware of the laser vibrometer setup, see 8.2. For 
examples of the equipment, see Annex B.

6.2	 Requirements related to the function generator (FG)

The requirements in the following list are tuned to specified characteristics of a commercially available 
function generator. For an example, see B.1.

A function generator PC board of comparable functionality and specifications, e.g. controllable by 
software only, may be chosen alternatively.

a)	 The function generator shall be controllable by software via a standard interface, e.g. USB or LAN.

b)	 The output impedance shall be 50 Ω, the maximum amplitude setting 10 V peak-to-peak or more. 
The amplitude setting shall apply at 50 Ω termination. If the output is open, the output voltage shall 
be twice the voltage setting.

c)	 The function generator shall support the generation of a sine wave in a single-cycle burst mode 
with a starting phase of 90°, so the output moves once per trigger from +10 V to -10 V and back to 
+10 V.
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d)	 A burst shall be generated in response to an internal trigger in a user defined time interval (in face-
to-face setup) and to an external trigger (in laser vibrometer setup) and to a software command.

e)	 The function generator shall provide a trigger output (“Sync”), when it is internally triggered.

f)	 The harmonic distortion at 1 MHz 10 V peak-to-peak shall be -45 dB maximum.

g)	 The inaccuracy of the output signal shall be ±1 % setting ±1 mV maximum at 1 kHz.

h)	 The amplitude flatness relative to 1 kHz shall be 0,15 dB maximum at 1 MHz.

i)	 The output sampling rate shall be at least 40 MS/s.

j)	 For the avoidance of ground loop noise in the measurement chain, the function generator’s internal 
ground, usually connected to the shielding of the output and sync connectors, shall remain isolated 
from protective earth for at least ±5 V. A terminal for the internal ground shall be available for an 
optional external protective ground connection.

k)	 Periodic calibration of the function generator is recommended but not a requirement, since the 
signal output is measured by the transient recorder, which shall be periodically calibrated.

6.3	 Requirements related to the transmitter

The following requirements a) and b) related to the transmitter describe an ideal example.

This document recommends the use of a commercially available ultrasonic probe, see B.2.

The accuracy and reproducibility of the results of the face-to-face setup is limited by variations of 
properties of the used transmitter, especially during the reverberation phase that follows the active 
pulse.

An important objective of this document is to initiate the development of a transmitter type which 
comes close to the ideal.

a)	 The transmitter shall employ a piezo element with almost perfect rear-side damping for the 
reflection-free absorption of particle motion.

b)	 The diameter of the active face of the piezo element shall be sufficient to stimulate the sensitive face 
of up to 25 mm diameter of a sensor under test (SUT) by a particle motion, usually a displacement 
pulse, evenly distributed from centre to edge.

c)	 Using a unipolar cosine-shaped pulse of 20  V peak shall generate a displacement pulse of about 
1 nm, see Figure E.2 a).

d)	 The capacitance of the piezo element, measured at 1 kHz, shall not exceed 2 nF.

e)	 For each transmitter unit to be used, the transmitting sensitivity shall be determined according to 
Clause 8, or another procedure of equivalent accuracy, so that the displacement spectra at the input 
of the SUT in the face-to-face setup can be reconstructed from the spectrum of the stimulation 
pulse and the spectra of the transmitting sensitivities.

f)	 If the motion across the active area of the transmitter is not uniformly distributed and varies with 
the centre distance, different transmitting sensitivities for different diameters of the sensitive 
areas of different types of SUTs shall be determined.

g)	 Details about each transmitter unit shall be kept in a transmitter list. See A.1 for a template of such 
lists.

h)	 Some manufacturers of piezoelectric transmitters recommend not to apply a permanent DC 
voltage at the transmitter. In such a case, it is recommended to insert a DC blocker (a shielded, non-
polarized capacitor of 10 µF/50 V) between the cable and the terminal of the transmitter, see key D 
in Figure 1 a) and b).
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6.4	 Requirements related to the coupling agent between transmitter and sensor under 
test

The coupling agent shall:

a)	 provide an optimal coupling quality within 15  s after application (some sorts of grease exhibit 
delays that can last hours);

b)	 provide a coupling quality that remains constant over the intended duration of a verification job, 
usually a few minutes;

c)	 be highly fluid (low viscosity) to achieve requirement a);

d)	 not be toxic for the skin, to avoid the need for protective gloves;

e)	 not be toxic for the eyes or other organs;

f)	 neither cause a damage at the sensor, nor the transmitter nor the holding fixture;

g)	 be easily removable from any surface.

6.5	 Requirements related to the sensor-to-transmitter fixing tool

6.5.1	 General

Figure 2 shows an example solution to provide alignment of the centres of sensor and transmitter.

Figure 2 a) shows the parts needed for a sensor of about 20 mm diameter (key 5); and Figure 2 b) shows 
a complete fixture whereby a sensor of about 6  mm diameter is mounted on top of the transmitter, 
aligned by a diameter-matching sensor fixing ring and pressed down by a leaf spring.

The distance ring (key 3 in Figure 2 a) is to separate the sensor fixing ring (key 4) from the transmitter 
in order to avoid disturbances in the sensor response spectra.

6.5.2	 Requirements

The sensor-to-transmitter fixing tool shall:

a)	 fix the centre of the sensor aligned to the centre of the transmitter and put a force of at least 10 N 
on the coupling agent between sensor and transmitter;

b)	 allow for a small movement between sensor and transmitter to let the operator see at the signal on 
the PC display that coupling quality is good and stable;

c)	 provide a defined angular relation between sensor and transmitter, e.g. zero degrees between both 
sideward mounted connectors;

d)	 not influence or hinder the motion transfer from transmitter to sensor, e.g. by design or material 
properties of the fixing tools.
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a) Parts of a sensor-to-transmitter fixture b) Fixture holding a small-diame-
ter sensor

Key
1 transmitter with active face looking upward    
2 ring to be put over the transmitter face for centring the other rings    
3 distance ring ensuring 1 mm distance between transmitter and sensor fixing ring    
4 sensor fixing ring (such a ring is needed for each diameter of sensors to be verified)    
5 sensor under test    

Figure 2 — Example of a sensor-to-transmitter fixing tool

The recommended dimensions of keys 2 to 4 in Figure 2 are as follows.

e)	 The inner diameter of key 2 should equal the diameter of the cylindric part visible around the active 
face of key 1 plus (0,05 mm to 0,15 mm); and this should equal the outer diameters of key 3 and key 
4.

f)	 The outer diameter of key 2 should equal the inner diameter plus (9 mm to about 20 mm); and the 
thickness should equal twice the height of the cylindric part of key 1 minus 0,1 mm, in order to 
allow for a direct contact with a SUT of same geometry as key 1.

g)	 The inner diameter of key 3 should equal its outer diameter minus (2 mm to 4 mm).

h)	 The inner diameter of key 4 should equal the diameter of the SUT plus (0,05 mm to 1,5 mm).

i)	 The thickness of key 4 should equal 5 mm minus (0 mm to 0,5 mm).

j)	 The mentioned tolerances of the outer diameter of key 2 and the inner diameter of key 4 allow for a 
small movement of the SUT on the TM.

k)	 Key 3 may be realized by an O-ring of 1 mm diameter of the cord and an inner diameter of key 1 
diameter minus 2  mm. Its purpose is to hinder the coupling of the TM's motion to key  4, which 
would disturb the sensitivity result for a SUT of small diameter at high frequencies.

All parts of the prototype rings shown in Figure 2 a) are produced by a 3D-printer.

6.6	 Requirements related to the sensor under test (SUT)

6.6.1	 General

The most commonly used acoustic emission sensors are of single-ended construction and employ a 
coaxial cable connector. Sensors of differential construction are often equipped with an integral cable 
ending in a two-pole plus shielding connector. An adapter for the connection of a differential sensor to a 
single-ended input of the transient recorder can then be required.

6.6.2	 Pyroelectric effect

Piezoelectric sensors are subject to the pyroelectric effect, meaning that a change of temperature acts 
like a change of pressure and causes electric charge. If a sensor does not employ a discharge resistor in 
range 10 MΩ to 100 MΩ, a change of the temperature can cause a high voltage stored in the capacitance 
of the piezo element. When the sensor is then connected to the transient recorder, it can be damaged by 
the discharge current.

If the presence of such discharge resistor is unknown, the resistance of the sensor can be measured. If 
no discharge resistor is present, it is good practice to discharge stored energy by shortly connecting a 
standard 50 Ω terminator to the sensor, before connecting the sensor to an instrument. Sensors with 
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integrated pre-amplifiers are usually internally protected against a damage from the pyroelectric 
effect.

6.6.3	 Integrated pre-amplifier

For sensors with integrated pre-amplifier, the normal power supply for that sensor should be used.

If the power voltage is fed-in via the signal output, a BNC-T-piece may be used for the connection of the 
cable to the transient recorder.

The amplitude of the stimulation pulse shall be set for 50  % to 90  % of the full-scale pre-amplifier 
output.

The amplitude of the stimulation pulse is measured and considered in the formula for sensitivity 
calculation, see Formula (4).

Only for the verification of sensors with integral pre-amplifier, a verified AE system (stand alone or PC 
board) may be used instead of a transient recorder (see 6.9).

6.6.4	 Influence of the pre-amplifier input impedance

If the sensor is normally used with an external pre-amplifier of less than 1 MΩ input impedance, the 
sensitivity of the combination of sensor and pre-amplifier is lower than determined by the normal face-
to-face setup due to the additional load. In the case of an input impedance of 10 KΩ, the reduction in 
sensitivity has been determined to 0,5 dB at 100 kHz; 1,7 dB at 50 kHz; 3,8 dB at 25 kHz; 6 dB at 20 kHz.

The sensitivity spectrum of the combination of sensor and pre-amplifier can also be influenced by the 
spectrum of the pre-amplifier's gain.

6.6.5	 Requirements for a list of sensors under test

Each sensor type to be verified shall be registered in a SUT list with all information required for the use 
in the face-to-face setup and for selecting the suited transmitting sensitivity according to the size of the 
sensitive face. For a template of a SUT list, see A.2.

6.7	 Requirements related to the signal cable from sensor to transient recorder

6.7.1	 General

The sensor cable is usually a coaxial cable with coaxial connectors. The sensor cable can be removable 
or non-removable at the sensor side. Differential sensors usually use an integral shielded two-pole cable 
with a two-pole plus shielding connector. Since the capacitance of the sensor cable decreases the voltage 
generated by the piezo electric effect, the length of the sensor cable influences the sensor’s sensitivity.

6.7.2	 Requirement

If the sensor cable is removable from the sensor, the measurements shall be made using a cable length 
between 20 cm and 30 cm in order to obtain comparable sensitivity spectra.

A cable longer than 30 cm may be used, if the influence on the sensitivity result has proven to be less 
than 1 dB.

6.8	 Requirements related to the signal cable from the function generator to the 
transmitter and to the transient recorder

The total length of these two coaxial cables is not problematic, because the voltage source is of low 
impedance, compared to a piezoelectric element, and the transmitter voltage (UF) is measured and 
considered for sensitivity determination.
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However, the voltage pulse from function generator drives about 200  mA peak-to-peak. The voltage 
then drops off about 18 mV peak-to-peak at the cable shield at the transmitter side against the function 
generator side in the case of a 75 cm long cable.

Depending on the shield crosstalk of the SUT, a crosstalk of that pulse can reach the sensor output and 
disturb the results. See 7.4.6 for a crosstalk test.

6.9	 Requirements related to the transient recorder for measuring US and UF

6.9.1	 General

For minimizing uncertainties concerning the coupling quality, the use of a transient recorder with PC 
display and sufficient storage capabilities is recommended. Such combination presents the captured 
waveforms immediately at the PC screen in a convenient time interval. The operator may manipulate 
the sensor to transmitter coupling and select the best coupling situation for permanent data storage.

The requirements given in 6.9.2 to 6.9.6 match the technical data provided for a commercially available 
model of an oscilloscope front-end, see B.3.

Instead of a transient recorder, a verified AE system (stand alone or PC board) and a verified wide-band 
pre-amplifier may be used.

But be aware that at the time of the stimulation pulse, the pre-amplifier draws a short high-supply 
current pulse which causes a disturbing voltage drop on the signal output.

Therefore, this document does not recommend the use of an acoustic emission pre-amplifier for the 
sensitivity verification of passive sensors. See 6.6.3.

6.9.2	 Input impedance

As mentioned in 6.7 for the sensor cable, the capacity in parallel to the sensor’s piezo element and also 
the resistance can influence the obtained sensitivity. Therefore, the input impedance shall be specified 
close to 1 MΩ parallel to 13 pF.

6.9.3	 Range, resolution, accuracy, sampling rate and buffer length

The following requirements shall be met.

a)	 The input voltage range shall be specified from ±10 mV to ±20 V full scale.

b)	 The protection against overvoltage shall not load the input for signals below ±50 V.

c)	 A measurement mode with 15-bit vertical resolution and two active input channels shall be 
selected.

d)	 The DC inaccuracy shall be specified close to ±1 % of full scale, for the measurement range of 50 mV 
or more, at 20 °C to 30 °C environmental temperature.

AC mode should be selected for both channels.

e)	 A sampling rate of 40 MS/s and a data buffer of 8 KS is sufficient to obtain 40 samples over 1 µs 
width of the stimulation pulse and about 200 µs signal data.

f)	 With the recommended model, the sampling rate depends on the selected combination of channel 
numbers, digitizer resolution, and buffer length.

For the recommended sampling rate of 125 Ms/s (8 ns interval), 2 active channels, 15-bit digitizer 
resolution, a buffer length of 500 µs and 64 K samples should be selected.

g)	 For very low-voltage measurements, the vertical axis scaling shall be supported by an additional 
factor (e.g. 10 or 20) for a zoom into the selected full-scale range, e.g. ±10 mV, see 7.4.6.
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6.9.4	 Bandwidth

For minimum noise, a low-pass filter with a corner frequency between 4  MHz and 8  MHz should be 
selected.

6.9.5	 Trigger settings

The trigger shall be set to repeat mode, external input (from the "Sync" output of the function 
generator), 100  mV trigger level, rising edge, 1  % pre-trigger. The pre-trigger data are used for DC-
offset determination and compensation.

6.9.6	 Verification — Calibration

The transient recorder shall be periodically calibrated, or its accuracy shall be verified according to the 
instructions of the manufacturer.

7	 Determination of the receiving sensitivity spectra

7.1	 General

The stimulation signal UF from the function generator (FG), fed into the transmitter, generates a particle 
displacement pulse D of sufficient amplitude and frequency content.

This document recommends a single-cycle sine-wave pulse of 1 MHz, starting at 90°. This results in a 
negative going cosine pulse. For details about the stimulation signal, see Annex D.

The sensor under test (SUT), when directly coupled to the transmitter, using a coupling agent in-
between, converts the particle displacement pulse to the output signal US. Both signals, UF and US, 
are digitized by the transient recorder and stored to hard disk. The digitized data are then DC-offset 
compensated. For details see D.1.2.

Since the sampling interval of the used transient recorder is 8 ns, the digitized data are down-sampled 
to a 25  ns interval and by FFT transformed to the frequency domain. For details, see D.1.3 and D.2. 
For examples of responses of a wide-band sensor, a 150 kHz narrow-band sensor and a low-frequency 
sensor, see D.3.

7.2	 Formulae for the determination of receiving sensitivity spectra RD and RV

The term receiving displacement sensitivity (RD) of a sensor defines the difference between the output 
voltage spectrum and the input displacement spectrum, both converted to dB.

In this document, 0 dB of receiving displacement sensitivity (RD) refers to 1 V/nm, which equals 1 mV/
pm.

Formula (1) follows from the above: the sensitivity spectrum RD in dB, with 0 dB referring to 1 mV/
pm, equals the spectrum of the sensor output US in dB, with 0 dB referring to 1 mV, subtracted by the 
spectrum of the displacement input D in dB, with 0 dB referring to 1 pm.

R F U F D
D S

= ( ) − ( ) 	 (1)

The displacement spectrum D can be determined by Formula (2). The displacement spectrum F(D) in 
dB, with 0 dB referring to 1 pm, equals the spectrum of the stimulation pulse F(UF) in dB, with 0 dB 
referring to 1  mV, added by the transmitting displacement sensitivity TD in dB, with 0  dB referring 
to 1 pm/mV. The transmitting displacement sensitivity of the used transmitter can be determined as 
described in Clause 8.

F D F U T( ) = ( ) +
F D

	 (2)
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R F U F U T
D S F D

= ( ) − ( ) − 	 (3)

R F U F U
SS S F

= ( ) − ( ) 	 (4)

R R T
D SS D

= − 	 (5)

Replacing F(D) in Formula (1) by the right side of Formula (2) leads to Formula (3).

The spectral difference F(US) – F(UF) in Formula (3) is called “signal-to-stimulation ratio” (RSS), see 
Formula (4), which leads to Formula (5).

The signal-to-stimulation ratio RSS is obtained from face-to-face setup and the transmitting 
displacement sensitivity TD from laser vibrometer setup, see Formula (9) in 8.1.

For determination of the receiving velocity sensitivity RV, Formula (5) is converted to Formula (6) 
where RD and TD are replaced by RV and TV, respectively. The transmitting velocity sensitivity TV is 
the differentiation of TD, which is obtained by Formula (7), see 7.5.5 in Reference [5].

R R T
V SS V

= − 	 (6)

T T f
V D

= + × ( ) −( )20 2 120lg π 	 (7)

R R f
V D

20 lg= − × ( ) −( )2 120π 	 (8)

where f is the frequency in kHz.

Applying Formula  (7) to Formula  (6) leads to Formula  (8), which delivers the receiving velocity 
sensitivity RV in dB, with 0 dB referring to 1 Vs/mm. The subtraction of 120 dB in Formula (7) causes 
the change of “nm” to “mm” in the unit of TV, with 0 dB referring to 1 mm/sV.

7.3	 Relevant spectra for sensor sensitivity verification

Key
M magnitude of FFT, in dB
f frequency, in kHz

receiving displacement sensitivity spectrum RD in dB, with 0 dB referring to 1 V/nm
receiving velocity sensitivity spectrum RV in dB, with 0 dB referring to 1 Vs/mm
signal-to-stimulation ratio RSS in dB, with 0 dB referring to 1, +20 dB curve shift up
transmitting displacement sensitivity spectrum TD in dB, with 0 dB referring to 1 nm/V, +20 dB curve 
shift up

Figure 3 — Relevant spectra for the sensor sensitivity determination of a wide-band sensor
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Figure 3 shows the relevant spectra for sensor sensitivity verification from 20 kHz to 1 600 kHz for the 
following conditions:

—	 transmitter used: TMA;

—	 sensor under test: SUT01;

—	 transmitting sensitivity TD derived from positions 1 to 13 (rings 0 to 3, see Figure 6);

—	 LVM data filter applied: Savitzky-Golay filter of 3rd order, 41 samples, over the reverberation phase;

—	 FFT window for RSS and TD: W7 (Han2SQ, 50 µs length, see D.2.3).

In Figure 3:

—	 the dot and dash line shows the receiving displacement sensitivity RD, defined by Formula (5);

—	 the solid line shows the receiving velocity sensitivity RV, defined by Formula (8);

—	 the dashed line shows the transmitting sensitivity TD, defined by Formula (9) in 8.1, shifted up by 
20 dB;

—	 the dotted line shows the signal-to-stimulation ratio RSS, defined by Formula (4), also shifted up by 
20 dB into the vertical scale optimized for RD and RV;

—	 the dot and dash line RD corresponds to the dotted line minus the dashed line.

The apparent receiving sensitivity is more or less influenced by the difference of the acoustic 
impedances of the sensor material and of the material the sensor is mounted to. More information 
about this can be found in Annex F.

7.4	 Procedure for sensor sensitivity verification

7.4.1	 Preparation

The following steps shall be performed.

a)	 For the requirements related to the transmitter, see 6.3.

1)	 Before a first sensitivity verification can be done, at least one verified transmitter shall be 
made available.

2)	 The transmitting sensitivity of that transmitter shall be determined according to Clause 8 for 
five diameters of the active transmitter area. The reason for this is the non-uniform motion 
distribution across the transmitter's active area.

3)	 The designations of the transmitting sensitivities to be used are listed in Table 1 and explained 
in 8.2.

b)	 The third character in the last column of Table 1 addresses the transmitter (TMA).

For the procedure to determine the transmitting sensitivity, see 8.3.

c)	 Decide on a transmitter-to-sensor fixing tool (see 6.5).

The main purpose of the fixing tool is to achieve a precise alignment of the centre points of the 
faces of sensor and transmitter and the application of a constant pressure on the coupling agent 
between sensor and transmitter.

A horizontal setup of the TM to SUT interface avoids that low-viscosity couplant, e.g. light oil, runs 
out.
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d)	 Decide on a coupling agent.

Light oil or even hand milk have proven to provide stable coupling conditions within a few seconds.

Higher-viscosity coupling agents, like silicon grease, can need hours to stabilise.

e)	 Get all other items ready which are listed in Figure  1, keys 1, 3, 4 and 5 according to the 
corresponding requirements in Clause 6.

f)	 If the SUT employs a pre-amplifier, refer to 6.6.3.

g)	 It is recommended to manage a list of sensor types to be (and have been) verified, including the SUT 
type identifier (00 to 99), the serial number, the manufacturer and the diameter of the sensitive 
face of each sensor type. See the example in A.2.

h)	 It is recommended to manage a list of transmitter units, which includes the transmitter identifier 
(A to Z). the transmitter type and serial no, and the temperature at the time of displacement 
measurements for the laser vibrometer setup, usually about 24 °C to 26 °C. See the example in A.1.

i)	 Since the transmitting sensitivity is slightly temperature dependent, an optimum reproducibility 
is obtained, when the pair of transmitter and SUT is settled to the average of the temperatures 
before and after the displacement measurements with the laser vibrometer setup, as recorded in 
the transmitter list.

j)	 Some simple software scripts shall be prepared for the conversion of UF (stimulation pulse) and US 
(sensor response) into the spectra F(UF), F(US) and RSS (signal-to-stimulation ratio) according to 
Formula (5).

k)	 For most SUT types a window length of 50 µs applies; for low-frequency sensors of 100 µs.

For details about the signal processing in the time domain, see D.1. For relevant effects of the FFT, see 
D.2. For examples of result spectra of different types of SUT, see D.3.

7.4.2	 Cable connections for the face-to-face setup

Connect cables as indicated in Figure 1.

a)	 Connect the function generator signal output (key A) via a T-piece at the function generator output 
to the transmitter (key D), and to the transient recorder input channel B (key J), by using 2 coaxial 
cables.

b)	 If the SUT provides a cable connector instead of an integral cable, use a 20 cm to 30 cm long coaxial 
cable with proper connectors from the sensor output (key H) to the transient recorder input 
channel A (key I).

Otherwise connect the integral sensor cable to the transient recorder.

NOTE	 Using a 100  cm coaxial cable, instead of 30  cm, causes about 2  dB lower sensor response at 
100 kHz, and about 3 dB at 1,5 MHz due to the higher cable capacitance.

c)	 Use a coaxial cable to connect the function generator output "Sync" (key B) to the transient 
recorder’s trigger input (key K).

d)	 Connect the transient recorder (key L) to the PC (key M).

e)	 Connect the power cables of the function generator, PC, and transient recorder to the power outlet 
and switch on all devices.

7.4.3	 Settings of the function generator in the face-to-face setup

The following applies for a function generator model given in B.1.
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