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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out
through ISO technical committees. Each member body interested in a subject for which a technical
committee has been established has the right to be represented on that committee. International
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work.
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the
different types of ISO documents should be noted. This document was drafted in accordance with the
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of
any patent rights identified during the development of the document will be in the Introduction and/or
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and
expressions related to conformity assessment, as well as information about ISO's adherence to the
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see www.iso.org/
iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 113, Hydrometry.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

The management of a natural environment requires knowledge, by measurement, of what is happening.
Only then can effective action be taken and the effectiveness of the action assessed. Much depends on
the quality of the knowledge itself.

The quality of measurable knowledge is stated in terms of measurement uncertainty. The
internationally agreed method for assessing measurement quality is the guide to the estimation of
uncertainty in measurement (GUM). Without this uniformity of measurement standards, equitable
sharing of the environment is not possible and international obligations to care for the environment
would be weakened.

The essential purpose of the GUM is for a statement of the quality of a measurement result to be
presented with all measurements described in technical standards. Without this, no two measurements
can be compared, or standards set. Whereas the GUM is a reference document serving the universal
requirements of metrology, the Hydrometric uncertainty guidance (HUG) document is specific to
hydrometry, i.e. to the measurement of the components of the hydrological cycle. It borrows from
the GUM the methods that are the most applicable to hydrometry and applies them to techniques and
equipment used in hydrometry.

In the past, error analysis has provided an indication of measurement quality, but such statements
cannot properly convey the quality of the result because it presupposes knowledge of a true, error-free,
value against which the measured result can be compared. The true value can never be known and
uncertainty remains. For this reason, the GUM uses the concept of uncertainty and uses it for all stages
and components of the measurement process. This ensures consistency.

The GUM defines standard uncertainty of a result as being equivalent to a standard deviation. This can
be the standard deviation of a set of measured values or of probable values. This is broadly similar to the
approach used in error analysis that preceded the uncertainty technique. However, the GUM provides
additional methods of estimating uncertainty based on probability models. The two approaches are
equivalent, but uncertainty requires only a knowledge or estimate of the dispersion of measurement
about its mean value, and not the existence of a true value. It is assumed that a careful evaluation of the
components of measurement uncertainty brings the mean value close to a probable true value, at least
well within its margin of uncertainty:.

In more general terms, uncertainty is a parameter that characterizes the dispersion of measurable
values that can be attributed to their mean value.

By treating standard deviations and probability models as if they approximated to Gaussian (or normal)
distributions, the GUM provides a formal methodology for combining components of uncertainty in
measurement systems where several input variables combine to determine the result.

Within this formal framework, the GUM can be consistently applied to a range of applications and,
thereby, be used to make meaningful comparisons of results.

The HUG seeks to promote an understanding of the nature of measurement uncertainty and its
significance in estimating the ‘quality’ of a measurement or a determination in hydrometry.

Hydrometry is principally concerned with the determination of flow in rivers and man-made channels.
This includes:

— environmental hydrometry, i.e. the determination of the flow of natural waters (largely concerned
with hydrometric networks, water supply and flood protection);

— industrial hydrometry, i.e. the determination of flows within industrial plants and discharges into
the natural environment (largely concerned with environment protection and also irrigation).

Both are the subject of international treaties and undertakings. For this reason, measured data is
intended to conform to the GUM to assure that results can be compared.
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Hydrometry is also concerned with the determination of rainfall, the movement/diffusion of
groundwater and the transport by water flow of sediments and solids. This version of the HUG is
concerned with flow determination only.

The results from hydrometry are used by other disciplines to regulate and manage the environment.
If knowledge is required of biomass, sedimentary material, toxins, etc., the concentration of these
components is determined and their uncertainty estimated. The uncertainty of mass-load can then be
determined from the uncertainty of flow determination. The components of this calculation are made
compatible through compliance with the GUM.

For practitioners of hydrometry and for engineers, the GUM is not a simple document to refer to. The
document has been drafted to provide a legal framework for professional metrologists with a working
knowledge of statistical methods and their mathematical representation. A helpful document, see
Reference [2], is an abbreviated version of the GUM written to be more accessible to engineers and to
specialists in fields other than metrology.

The HUG, although simplifying the concepts, in no way conflicts with the principles and methods
of the GUM. Accordingly, the HUG interprets the GUM to apply its requirements to hydrometry in a
practical way, and, hopefully, in a way accessible to engineers and those responsible for managing the
environment.

In addition, the HUG introduces and develops the Monte Carlo Simulation, a complementary technique,
which has benefits for hydrometry, insomuch as complex measurement systems can be represented
realistically.

The HUG summarizes basic hydrometric methods defined in various technical standards. The
HUG develops uncertainty estimation formulae from the GUM for these basic methods. The basic
hydrometric methods described in the HUG might not be identical to those recited in the published
technical standards. In such cases, the methods described in these standards are to be taken as
authoritative. However, clauses in technical standards that concern uncertainty should be adapted to
be in accordance with the HUG.

NOTE1 There is no unified definition of space coordinates within the hydrometric standards. The textbook
conventional axes are adopted in this document when describing open channel flow: the x axis being horizontal
and positive in the mean flow direction, the y axis being orthogonal to the x axis in the horizontal plane and the z
axis being vertical positive.

NOTE 2  For a complete appreciation of the scope of definitions used in measurement uncertainty, the reader is
referred to the GUMMI or to NIST Technical Note 1297I21,
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Hydrometric uncertainty guidance (HUG)

1 Scope

This document provides an understanding of the nature of measurement uncertainty and its
significance in estimating the "quality" of a measurement or a determination in hydrometry.

This document is applicable to flow measurements in natural and man-made channels. Rainfall
measurements are not covered.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies. For
undated references, the latest edition of the referenced document (including any amendments) applies.

ISO 772, Hydrometry — Vocabulary and symbols

3 Terms and definitions
For the purposes of this document, the terms and definitions given in ISO 772 apply.
ISO and IEC maintain terminological databases for use in standardization at the following addresses:

— ISO Online browsing platform: available at https://www.iso.org/obp

— IEC Electropedia: available at http://www.electropedia.org/

4 Symbols
Symbols Explanations Units
a coefficient representing the effects of non-uniform energy (velocity) b
in a channel
A angles between boat axes and the x axis rad
XX’ Ixy’ixz
o standard deviation a
A, Ay dispersion of measurement from the mean value of the set of x,y a
measurements for a symmetric distribution:
7.
A'x=0,5(x, . —X_ i ), etc.
At Ax~ + dispersion about the mean value, X, for an asymmetric distribution a
of measurements where
A'xt=(x . —X)and A’x™ =(X-x_. )
A small difference in a measured quantity AQ, Ah, AT, etc. a
Ay, Az notional small distances in the y and z directions at a cross-section m
in the channel
Dc, in the dilution method, the downstream mixed change (c,, - ¢;,) mg/l
of concentration of the tracer
A, A(2), A(h) cross-section area (in the y, z plane) of the flow m?
a Dimensional order depends on its meaning in context.
b Non-dimensional quantity.
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2

Symbols Explanations Units
channel width m
b contracted channel width or flume throat width m
Ch dilution method, the background concentration of tracer mg/1
[ dilution method, the feed concentration of tracer mg/l
Cm dilution method, the downstream mixed concentration of the tracer mg/l
C discharge coefficient b
C, velocity coefficient b
d; deviation of a measurement (the ith measurement of a series) a
from the mean value of that series
E datum elevation of a range measuring device m
f(h) general function of parameter h a
F F, multiplying factors to be applied to the summation of velocity-area b
elements to account for the approximation of a summation process
to a true integration of continuously varying parameters
g gravitation acceleration m/s?
h head of water relative to a defined datum level in the channel m
H total head relative to a defined datum level in the channel m
ij indices of a counti=1ton, orj=1tomofa series a
] false measurement detection factor b
K constant of a flow determination formula for a weir or flume b
ki k, constants for the determination of flow by the dilution method b
M dilution method, the mass of tracer introduced into the stream g
n exponent of a flow determination formula for a weir or flume b
n,m number of measurement in a series a
p(x) probability function b
Q flow m3/s
Qp estimated flow passing close to boundaries or any region where m3/s
measurement cannot be determined by the primary means
Qr dilution method, the flow of tracer into the stream m3/s
S sampling standard deviation of a set of measurements a
t, factor to be applied to small numbers of samples to enable the standard b
deviation to be representative of large numbers of samples (see Annex A)
t1, ty in the dilution method, the interval during which a change in concentra- S
tion is detectable
T absolute temperature, in Kelvin °C
T, Grubbs’ test parameter °C
Ux), u(y) uncertainty of measured variables x, y, etc. a
u.(p), u(q) the combined uncertainty of determined results p, g, etc. a
u* (x) the percentage uncertainty of a measurement of any quantity x a
Ugs measurement uncertainty expanded to the 95 % level of confidence a
V. mean velocity through a yx plane intersecting a channel cross-section of m/s
X the channel
v (y’ z) velocity in the x direction at point y, z in the channel m/s
v water velocity vector relative to channel m/s
a Dimensional order depends on its meaning in context.
b Non-dimensional quantity.
pocuments
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Symbols Explanations Units

I7b boat velocity vector relative to the channel m/s
vV’ water velocity vector relative to boat m/s
VX’ , V): , VZ’ water velocity components relative to boat along boat coordinate axes m/s
Vb,x , Vb,y , Vb,z components of boat velocity relative the boat axes m/s
Your Vs Y. angles between boat axes and the channel x axis rad

XX Xy XZ
X,z channel coordinates m
xy,z' boat coordinates m
Xy measurable variables a
a Dimensional order depends on its meaning in context.
b Non-dimensional quantity.

In this document, the term “uncertainty” refers to measurement uncertainty and the following formulae
are used to signify

n

— asum of n values of x Xq Xy +Xg+.X; X, =2i=1 X7 ;

— adifference, df (x) in the function, f(x), due to a small change, Ax in the value x df(x)=3—fAX ;
X

X
— avalue of an integral, F, of a function, f(x), between, x =x;,andx=x, F=| " f(x)dx.
!

5 ISO/IEC Guide 98-3 (GUM) — Basic definitions and rules

5.1 General

This clause summarizes the methods described in the GUM for the expression of uncertainty in
measurement. For a general introduction to measurement uncertainty, refer to Annex A.

5.2 Uncertainty of sets of measurements

The GUM describes measurement uncertainty as a value that characterizes the dispersion of
measurements that could reasonably be attributed to the result. The GUM goes on to define standard
uncertainty as uncertainty expressed as a standard deviation, s.

From this definition, it follows that uncertainty only deals with the natural spreading in a series of
measurement results. It should, therefore, be emphasized that uncertainty does not describe any
constant (systematic) deviations of these measurements from the true value. The difference between
random and systematic effects is further elaborated upon in 5.3.

So, for a set of n measurements, uncertainty is related to the difference between each measured value,
x;, from the average value, x of the set. The standard deviation, and hence the uncertainty, u(x) is:

where component d, = X —x;, is the deviation of the ith measurement, x;, from the mean value, x.

Documents

] Document SharingsHub
© IS0 2020 - All rights reserved

Full document details: ISO 25377-2020


http://www.avadocuments.com/doc/iso-25377-2020
http://www.avadocuments.com/doc/iso-25377-2020

ISO 25377:2020(E)

Or, more concisely:

u(x)=s= i :dlz (1

where di =X-x; is the deviation of the ith measurement from the mean value, X shown as Formula (2):

_ 1
X:;z:lzlxi (2)

Formula (1) for the uncertainty of x only applies to steady, stationary stochastic processes, where the
mean value and the standard deviation of the sampled process remain unchanged during the whole
measurement process.

The uncertainty of the mean value, u(x) decreases as the number of measurements, n, increases. The
GUM relationship for this is shown as Formula (3):

u(®)=—u(x) 3)

It should be noted that Formula (3) applies only for uncorrelated measurements, which means that
there is no mutual relationship or connection among these measurements.

5.3 Random and systematic effects

Formula (3) applies only to the random variations of the measured quantity. This random effect is
determined from the measured data and, as such, is evaluated after a set of measurements have been
taken. Random effects can be determined from analysis of the historic data or by the instrumentation
itself if it is designed to analyse the data in real time. Random effects diminish the uncertainty in the

1 -
average value of a set of n uncorrelated measurements by the factor — . Random conditions often

Jn

exist as natural turbulence. However, random variation can sometimes occur through human
interpretation of a reading of an indicator, such as a staff gauge.

Constant deviations in the measurements that are inherent to the measurement equipment or to the
method are called systematic effects. They should be clearly distinguished from the hereto described
stochastic or random deviations as described by the term uncertainty. Systematic effects cannot be
diminished by the use of Formula (3). During each measurement session, systematic effects can usually
be taken as constant for the measurement device. Systematic components:

a) should be assessed as part of an installation or commissioning procedure, and/or
b) can be specified beforehand for the equipment by the manufacturer. Refer to Clause 9

c) cansometimes be detected and quantified by a careful comparison of a few independent measuring
techniques.

Refer to A.6 for more information on random and systematic effects.

For the evaluation of the uncertainty of a continuous stochastic process, include the presence of
any unsteady effects also as a random component. This is only allowed, however, if the physical
quantity being measured is varying slowly and in a relatively small manner during the measurement
process. Such a procedure will of course widen the dispersion of measured values and hence add to
the assessment of the random component. Such variation becomes then part of the randomness of
the measurement. If during the measurement process the rate and amount of change are such that it
significantly exceeds the natural dispersion of measurements, then the result shall be discarded.
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5.4 Uncertainty models — Probability distributions

In hydrometry, measurements are often made manually or using automated instruments. They have a
margin within which measured values can vary randomly in steady conditions. If they also have a steady
offset inherent to the measurement process, this is termed a systematic component. It is commonly
expressed as a probability distribution. Probability distributions have standard deviations about the
mean value which are equivalent to the standard deviation of discrete measurements as defined above.
The standard uncertainty equivalent to Formulae (1) and (2) are shown as Formulae (4) and (5):

X= AX Xx-p(x)dx 4)

and

()= [, () p(x)dx )
where

p(x) isaprobability density function;
d is the deviation from the mean;
Ax is the bin of discrete measurements.

Refer to Annex A for details.

5.5 Combining uncertainties — Law of propagation of uncertainties

The GUM also defines a rule for combining uncertainties from several sources. It is called "the law of the
propagation of uncertainties”. For a relationship, f, between aresult, y, and variables, x; x,....x,. defined

as, y= f(x1 Xo e ) the combined uncertainty, u, (y), of y is

i=n 2
RUSYEO

or

P o) [ o St oo 5wt ©

0x4 X, X,

where x; x,...x, are independent variables. This linear approximation with the first derivatives is
only allowed, however, when the deviations in the variables x; are relatively small compared with their
mean values.

Formula (6) applies only where the variables x; x,...x, are uncorrelated, i.e. if variable x; changes

value, no other x variable is affected by that change. If two or more variables x do influence each other
(i.e. they are correlated), then an additional component of uncertainty exists. Formula (6) then becomes

< 0 e o 9
Y El ,)+zzl Zlaf,af; (xx;) )
= J=it+

Almost all hydrometric uncertainty estimations require the use of the simpler form, i.e. Formula (6).
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: . R 9
The components can be random or systematic. The partial derivatives 9 are referred to as

Xn

sensitivity coefficients”, and u(xl.xj )=cov(xixj )
5.6 Expressing results

Formula (6) expresses the final result in terms of standard uncertainty. For the Gaussian probability,
used as a model distribution for general analysis, one standard deviation covers only 68 % of the range
of possible results. This means that for a result expressed as

Flow rate = 10,8 m3/s + 0,6 m3/s

or

Q=Q*u(Q)

only 68 % of the measurement will lie between 10,2 m3/s and 11,4 m3/s. Almost one third of the
measurement can be expected to lie outside this band. Such a statement is of little value in hydrometry.
A more meaningful statement is required that will cover a larger portion of possible results.

A9 defines expanded uncertainty. By expanding the margin of uncertainty, a greater portion of the
expected range of measurements is covered. For the Gaussian probability distribution, it can be shown
that by doubling the uncertainty margin, 95 % of expected measurements are covered. Subclause A.9
defines expanded uncertainty.

The same result expressed in the form

Flow rate = 10,8 m3/s + 1,2 m3/s at the 95 % confidence level

or

Q=Q+Uqs(Q)
means that 95 % of the measurements are expected to lie between 9,6 m3/s and 12,0 m3/s. This is a
more practical expression of the result.

In hydrometry, all measurements shall be expressed at the 95 % confidence level with a statement of
the form:

Quantity = Value + uncertainty at the 95 % confidence level

or

Quantity = Value *+ percentage uncertainty at the 95 % confidence level

Refer to A.9 for more detail.

6 Open channel flow — Velocity area methods

6.1 General

Figure 1 shows the coordinate system used in this document with orthogonal axes x, y, z. The mean
velocity is calculated in the x direction. The xy-plane is horizontal. The z axis is vertical. Note that a
velocity v vector representing the mean velocity does not have to align with the x axis. The flow in the
channel can be determined from velocities passing obliquely through an intersecting yz plaf3gcuments
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The origin of the coordinate system may be located at any point relative to the channel but is typically
located at the hydraulic datum for weirs and flumes or, for velocity-area methods, on a gauge datum
lower than the streambed.

For example, vertical measurement can be h(z), expressed from a hydraulic datum relative to the z,
coordinate system origin.

The determination of flow in open channels requires the following:
a) the determination of the mean velocity Vx across the channel section; and

b) the measurement of the cross-section area A(h), in the yz plane, through which the flow passes; h is
the water depth.

The product of these two quantities is the discharge, Q.

Q=VxA(h)

‘A

A (h(2))

X

Figure 1 — Coordinate relationship at a channel cross-section

6.2 Mean velocity, Vi

The evaluation of mean velocity shall deal with the variability V, y, z, to with respect to position, y,z,
across the channel and with respect to time, t. At the banks, friction slows the mainstream velocity to
zero which causes steep velocity gradients to occur, illustrated in Figure 2. Velocity gradients and shear
stress within the body of the flow induce vortices which causes turbulent conditions. Turbulence exists
in a moving body of water even when the water surface appears tranquil.

The evaluation shall therefore scan the cross-section while integrating and averaging the velocity
component in the x direction. The flow can be steady and hence Vx can be constant, but turbulence
causes the local value of V, (y,z,t) to be unsteady.
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Key
1  velocity in the x direction
2 lines of equal velocity

Figure 2 — Typical current profiles and contours in rectangular channels

6.3 Velocity-area method for discharge calculation

The quantity, I7X is determined across the channel from instantaneous point velocities, V,, y, z, t. In this

subclause, itis assumed that steady flow conditions prevail. If the flow does not vary with time, ¢, during
the integration process, then

Q=JA‘7X(y,Z)dA ®)

The “arithmetic” method of integration is summation of velocity through notional stream segments of
defined area.
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This is typically done by dividing the cross-section into a number of vertical segments, then measuring
velocity at frequent intervals along the centreline of each segment to determine the segment mean
velocity. Flow through the segment is the mean velocity through the segment multiplied by the segment
area. The flows through each segment are summed to give the total flow in the channel. Therefore,

Formula (8) becomes
m n
Q:FyFZZ1 21VX(yizj)AZJ A+, 9)
where

F, is afactor, often assumed to be unity, relating the discrete summation in the y direction to an
ideal integration of a true continuous velocity profile;

F, isafactor, often assumed to be unity, relating the discrete summation in the z direction to an
ideal integration of true continuous velocity profile; and

Q, represents perimeter flow passing between the region of segments and the channel boundary.

The summation method divides the area into mxn rectangular stream tubes of height, Azj , and width,
Ay;.Asetof Ay, stream segments makes up each horizontal segment, and a set of AZ ., stream segments
makes up each vertical segment. For small values of m or n, special consideration shall be given to the F,
and F, functions. The uncertainty of these factors is systematic to the summation process.

The term @, is the flow passing through a perimeter region that exists close to the streambed and banks
and the water surface where the velocity, V, (y; zj), cannot be reliably determined. This can be due to
the coarse y-z resolution of the measuring dev1ce the presence of steep velocity gradients through a
boundary region or interference from the banks on the measurement process (sonar reflections for
example). In the perimeter region, the flow is estimated by extrapolating velocity profiles determined
in the body of the flow.

6.4 Measurement of velocity
There are two methods of scanning the velocity profiles:

— currentmeterswherethescanningdeviceisstaticrelativetothex,y,zcoordinates when measurement
are made; and

— acoustic Dopper current profilers in which the scanning device moves across the channel at a known
velocity:.

Details for determining the velocity can be found in Annex F for using current meters and moving boat
ADCP methods.

6.5 Uncertainty associated with the velocity-area method

6.5.1 General

Formula (9) can be applied to point velocity meter methods e.g. rotating element(impellor),
electromagnetic (EM), ultrasonic Doppler methods, or moving boat methods mainly Acoustic Current
Doppler Profiles (ADCPs). Each segment Ay, ,Azj as a portion of area uncertainty together with the

uncertainty of each velocity determination, V, (y, z).

There is also uncertainty associated with the F, and F, factors that relate the discrete summations in

the y and z directions compared to the theoretical integration of true continuous velocity profiles. The

terms Fy and F, can also include any effects on the integration process of unsteadi ss of V. I%')I/ z, t{
nts
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The general uncertainty relationship is derived from Formulae (6) and (7). Refer to Annex A for
examples of combining uncertainties.

QP Z0 3, iz )iz, [ [ (5, o 6 F o
DI LA RO 5 U0 4 R 0 A A R R B
+2;[Azjz.{2;"vx(y,.zj)Ay,.}z.u*(mjf}u(czp)z

where
ut ( F ) is the percentage uncertainty inherent in the integration of a continuous velocity
Y profile by a summation of discrete determinations along a line in the y direction;
u (Fz ) is the percentage uncertainty inherent in the integration of a continuous velocity

profile by a summation of discrete determinations along a line in the z direction;

u [V (yizj )] is the total uncertainty of the velocity determination.

These include

i [V (v:2) )]2 =t [V, (317 )]2 [V, (52 )]2 (1D
where

is the uncertainty of the velocity measurement device specified by a calibration
certificate. Note that the value of u;: is a systematic effect which can vary with

v, . u: is a component of uncertainty relating to the unsteady nature of flow in chan-
nels: see below;

u* (Ayi ) is the total width measurement percentage uncertainty of the means and method used
to define channel width.

The same percentage can be applied to individual segments. Thus
u (Ay;)=u"(B) (12)
or can be estimated for each segment individually.

u* (AQP ) is the estimated uncertainty of flow passing outside the area of the segments;

ut (Az ) ) is the depth measurement uncertainty of the equipment and method used to define
segment depth.
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These include

2

u” (Az; )2 =u; (Az; )2“‘2 (Az; )" +ur (Az )2 (13)

where

. (Az . ) is the systematic effect of the depth measurement equipment specified by a
] . . p * .
calibration certificate; note that the value of Uy (Azj ) can vary with h(z);

* (AZj ) is the uncertainty of the datum setting of the depth measurement apparatus;

u* (AZ _ ) is a random component of uncertainty (see 6.5.1.2).
r J

6.5.2 Random and systematic effects

Random effects are determined by collecting sets of data from which a standard deviation can be
determined using Formula (1) or Formula (3). This applies to velocity component u" [VX (yi z; )] and the

depth of water u* (zj ) across the channel.

Systematic effects are u" (Fy ) u (F,),uy (Azj

and realistic measurement dispersion values are required. Refer to Clause 9.

) and u (AZ]) and for which a probability distribution

Refer to Annex A for more information on random and systematic effects.

A possible method of considering and determining ADCP uncertainties can be found in Annex F.

6.6 Integration uncertainties [u"(F,),u" (F,)]

6.6.1 General

ISO 748:—I3], Annex E provides tables of values for u” (Fy) and u’(F,) with ISO 748:—, Table E.4

stating the values of integration uncertainty for a range of numbers of point measurement within a
segment and with ISO 748:—, Table E.6 stating the values of integration uncertainty for a range of
numbers of segments across the channel.

These tables are to be used in Formula (9) and those derived from it.

6.6.2 Vertical scanning uncertainties

Manufacturers of equipment for scanning and integrating velocity profiles in vertical sections through
the flow shall provide:

a) u (FZ ): a calibration statement, estimations of measurement uncertainty derived by formal means

based on verifiable dispersions of measurement and probability distributions in accordance with
9.3 in terms of two-dimensional fully developed velocity profiles using mean-section velocity as
reference velocity;

b) Ultrasonic Doppler and echo correlation methods shall include a statement of the particle
characteristics to which the uncertainty statement applies;
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o u (Fy ): the one or several vertical scans have to be extrapolated horizontally to define a velocity

profile for the channel. This may be done by modelling the channel profile, usually a parabolic
relationship using a power coefficient, n. Factors determining the coefficient n include

1) channel length, geometry and aspect ratio,
2) channel wall roughness,
3) the Reynolds number of the flow in the channel.

Suppliers of such equipment shall provide data equivalent to ISO 748:—, Table E.4 for their recommended
method of interpolation/extrapolation, taking into account an appropriate range of factors listed above.

6.6.3 Horizontal scanning uncertainties

Manufacturers of equipment for scanning and integrating velocity profiles in horizontal sections
through the flow shall provide:

a) u (FZ ): a calibration statement, estimations of measurement uncertainty derived by formal means

based on verifiable dispersions of measurement and probability distributions in accordance with
9.3 in terms of two-dimensional fully developed velocity profiles using mean-section velocity as
reference velocity;

b) u (Fy ): the one or several horizontal scans have to be extrapolated vertically to define a velocity

profile for the channel. This may be done by modelling the channel profile, usually a parabolic
relationship using a power coefficient, n. Factors determining the coefficient n include.

1) channel length, geometry and aspect ratio,

2) channel wall roughness,

3) the Reynolds number of the flow in the channel.
Suppliers of such equipment shall provide data equivalent to ISO 748:—, Table E.4 for their recommended
method of interpolation/extrapolation, taking into account an appropriate range of factors listed above.
6.7 Perimeter flow uncertainties, u(Qp )

The velocity area method applies to the main part of the cross-section, the part in which the velocity is
measurable within the margins of uncertainty for the equipment used. The measurements from such
equipment may have to be discarded close to a boundary or where the shear rate is high.

In these situations, the velocity shall be estimated using other means. These are described in the
appropriate standard for that method.

The estimation of uncertainty in these regions is problematic. Any statement shall include the critical
thinking on which the estimate is based. It is unlikely that uncertainties below 20 % can be justified for
the total perimeter flow. A norm of 40 % can be taken as a safe estimation unless there is evidence to
the contrary.

Such estimates can overwhelm the estimated uncertainty of the main body of the flow. To minimize the
effect of u(Qp) on u(Q), equipment should be used that can minimize the perimeter region. This also

has the effect of minimizing the mean velocity with the perimeter area, thus minimizing Qp .
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7 Open channel flow — Critical depth methods

7.1 General

When flow passes through a hydrometric structure, a weir flume or notch, a unique relationship exists
between the upstream water level and the flow, and that relationship is largely independent of the
velocity profile approaching the structure and conditions downstream of it. Analysis shows that by
accelerating the flow at a hydrometric structure, the velocity distortions are greatly reduced and that,
for practical purposes, the velocities adopt a geometrically consistent pattern for each class of weir or
flume. This is shown in Figure 3 for a rectangular flume.

Key
H total head

h. critical depth

C

Figure 3 — Water surface profile and velocity profiles that are typical of a rectangular flume

A unique relationship therefore exists between the upstream water level, the cross-section of the
accelerated flow and the mean velocity in the accelerated section. This relationship is the basis of the
critical depth method.

7.2 Head and geometry determination

From critical depth theory, the flow through a flume or over a weir can be expressed using Formula (14)

Q=KC,Chh™ (14)

where

K isthe constant;

C isthe predetermined calibration or discharge coefficient;

C, isthe velocity coefficient;

b isthe geometric scale factor, which is effective width in weir Formula;
h isthe head of water;

m is a parameter with a normal value of m= 1,5 for rectangular cross-sections and m= 2,5
for v-shaped cross-sections.
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The uncertainty expression for Formula (14) follows the example given in Annex A for a formula of
the type r=Bxy™.

ut (@ =u" (€ +u” (¢, +u (b) +[nu” (W) (15)

The component C, is defined as

H 1,5
cv_(ﬂ (16)

where H is the total head.

In current standards, the u" (CV ) value is assumed to be zero. This is also the case in this version of the

HUG, but u” (CV ) should not be assumed to be negligibly small. Refer to 7.3 with respect to the variability
of energy distribution in the channel, a.

Formula (16) cannot be directly applied because H is not a directly measurable quantity (unless the
hydrometric structure is immediately downstream of a reservoir). Water surface level and hence h,
is substantially constant after the flow has travelled in a straight path for a short distance. For this
reason, it is normal practice to measure h; and then compute H from
[72
H=h +a-*1 (17)
29

where

V_l is the mean approach velocity;

hy isthe head of water in the upstream channel;

a  isacoefficient related to the velocity distribution in the approach channel and is defined by a
mass-weighted relationship:

1 1 3
O=—— [V (y,z)] dA (18)
3 x1 1
Vxl Al Al
where « is related to a non-uniform distribution of velocity in the approach channel.

7.3 Iterative calculation

In Formula (17), VX1 is derived from the relation.

vi=—2Q (19)

Because I7X1 is a function of the flow rate, Q, these formulae can only be solved by iteration. The process

begins by setting H = hy (h, being the measured quantity), then calculating Q from Formula (14), then
V, from Formula (19), and then re-estimating H from Formula (17) with a before repeating the cycle.

The process continues until converged values are achieved for H and for 171 for the given measured
quantity h;.

7.4 Evaluating uncertainty

Formula (15) defines the relationship for evaluation of u" (Q) for a weir, flume or notch.
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u" (C)  Thevalue u" (C) is defined by the characteristics of the particular hydrometric structure set

out in International Standards for each particular hydrometric structure. It quantifies a
systematic effect by the type B method, normally stated in hydrometric standards at the

95 % confidence level as a Gaussian distribution. The value shall be transformed to the 68 %
level of confidence (i.e. half the value) before being used for the calculation of uncertainty.

The value of u” (C) varies with head h, progressively increasing as h diminishes.

u (C,) Inthis version of the HUG, u" (C,)=0 (this may not be justifiable for flows with a high
approach velocity).

u* (b) This represents the uncertainty of the geometry of the hydrometric structure, throat width,
crest length and horizontal alignment, V-angle, etc. The value is determined by measurement
and should be stated as a dispersion and probability distribution.

u" (h) The value of head measurement uncertainty is related to the type of measurement system
used (float, ultrasonic, etc.), refer to Clause 9. The value is taken from the manufacturer’s
specification, specified in terms of probability distribution and dispersion of h.

The value of u” (h) shall include a component of datum uncertainty.

The percentage head measurement uncertainty increases steeply as the head approaches zero.

m This is a constant value, i.e. the exponent of h from Formula (14).

8 Dilution methods

8.1 General
There are two dilution methods:

1) a method that maintains a continuous feed of tracer of known concentration, the flow being
determined by the ratio of the known concentration with a measured fully mixed concentration in
the stream;

2) a method that determines the flow from the dilution of a known mass of tracer added
instantaneously to the stream, the flow being determined by integrating the mixed concentration
of the tracer to determine its mean dilution.

Both methods rely on the stream to thoroughly mix the tracer between the point where the tracer is
added and the point where its concentration is measured.

8.2 Continuous feed
The flow in the stream, Q, is determined by

cr.c
Q=Qrkyky —= (20)
€

where
Qr 1is the flow of tracer into the stream;
¢, Isthe background concentration of tracer;

cp Isthe feed concentration of tracer;
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¢ is the downstream mixed concentration of the tracer;

m

k; isamixing factor (approaching 100 %);

k, isafactor (approaching 100 %) to account for any degradation of the tracer while in contact
with the stream.

See Figure 4.

Dc,

e} D

al Q D < 2Ij‘> Q+Qr

Figure 4 — Continuous feed dilution method

The datum uncertainty of the measurement concentration, Dc,, can be eliminated if the difference
between the mixed stream concentration, ¢, and its background level, ¢, is measured: Dc, = ¢, - ¢},.
If the background concentration is very low compared to the feed concentration, i.e. ¢, << ¢y then

Formula (20) becomes.

c.—Dc
Ok k. L "2
QQT12 Dcz

(21)

For the purpose of estimating uncertainty, Formula (21) can be further simplified by assuming that
¢r>> c,,, from which it follows that

" (Q)F =u’ (Qp VP +u" (ky )P +u” (ky ) +u" (cp ) +u” (De, (22)

The value of all measured concentrations shall be tabulated from a prior calibration using procedures
described in Clause 10. The value of u* (CT ) can vary with the measured concentration, c.
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