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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization. 

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

ISO draws attention to the possibility that the implementation of this document may involve the use 
of (a) patent(s). ISO takes no position concerning the evidence, validity or applicability of any claimed 
patent rights in respect thereof. As of the date of publication of this document, ISO had not received 
notice of (a) patent(s) which may be required to implement this document. However, implementers are 
cautioned that this may not represent the latest information, which may be obtained from the patent 
database available at www.iso.org/patents. ISO shall not be held responsible for identifying any or all 
such patent rights.

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement. 

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and 
expressions related to conformity assessment, as well as information about ISO's adherence to 
the World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see 
www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 193, Natural gas, Subcommittee SC 1, 
Analysis of natural gas, in collaboration with the European Committee for Standardization (CEN) 
Technical Committee CEN/TC 408, Natural gas and biomethane for use in transport and biomethane for 
injection in the natural gas grid, in accordance with the Agreement on technical cooperation between 
ISO and CEN (Vienna Agreement).

A list of all parts in the ISO 2613 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

This document describes a method for the determination of the siloxane content of biomethane that is 
applicable to both laboratory and online analyses.

Siloxanes are a common contaminant in biogas, caused by their extensive use in common household 
products such as cosmetics and detergents. These products eventually become entrained in waste 
streams that are used to generate biogas. Additionally, siloxanes are sometimes added to digesters as 
anti-foaming agents to improve generation efficiency.

If not effectively removed, siloxanes can cause damage to gas processing and vehicle injection 
equipment through formation of silica deposits at high temperatures. Many gas distributors require 
measurement reports to demonstrate that the resultant biomethane conforms with their requirements, 
which typically includes siloxane content due to its potential to cause damage. Additionally, producers 
may wish to monitor siloxane content for process optimisation purposes.

The technique described in this document is commercially available and tailored specifically to 
measuring siloxanes within biomethane at low concentrations (for instance, as specified in EN 16723-
1[10] and EN 16723-2[11]). It is suitable for use both in the laboratory and field.
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