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Foreword 

ISO (the International Organization for Standardization) is a worldwide federation of 
national Standards bodies (ISO member bodies). The work of preparing International 
Standards is normally carried out through ISO technical committees. Esch member 
body interested in a subject for which a technical committee has been established has 
the right to be represented on that committee. International organizations, govern- 
mental and non-governmental, in liaison with ISO, also take part in the work. 

Draft International Standards adopted by the technical committees are circulated to 
the member bodies for approval before their acceptance as International Standards by 
the ISO Council. They are approved in accordance with ISO procedures requiring at 
least 75 % approval by the member bodies voting. 

International Standard ISO 5361-4 was prepared by Technical Committee ISO/TC 121, 
Anaesthetic and respira tory equipmen t. 

This second edition cancels and replaces the first edition (ISO 5361-4 : 19841, sub- 
clause 7.2 of which has been technically revised. 

Users should note that all International Standards undergo revision from time to time 
and that any reference made herein to any other International Standard implies its 
latest edition, unless otherwise stated. 

0 International Organkation for Standardkation, 1987 

Printed in Switzerland 
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INTERNATIONAL STANDARD ISO 5361-4 : 1987 (E) 

Tracheal tubes - 

Part 4: 
Cole type 

0 Introduction 

This part of ISO 5361 is one of a series of International Stan- 
dards dealing with anaesthetic equipment and medical 
breathing machines; it makes Provision for tracheal tubes of 
the Cole type, i.e. the type with a small Patient end for use with 
infants. The narrowest part of the infant airway is the non- 
distensible cricoid cartilage ring which is the main controlling 
factor during tracheal intubation. Consequently, the size of the 
tracheal Portion is the limiting factor which determines the 
choice of size of tube to be used. 

Provision is made for a large number of sizes of tubes at close 
intervals so that the laryngo-tracheal Portion of the Cole tube 
may easily fit the cricoid ring without causing trauma or undue 
resistance to gas flow. 

WARNING NOTE - Users are cautioned that in clinical 
practice the shoulder must not exert pressure on the 
laryngeal tissues. 

The larger lumen in the oral portion of the Cole type is provided 
mainly to enable the use of a tracheal tube connector of larger 
size than would otherwise be possible, to minimize resistance 
to gaseous flow and to facilitate the introduction of a suction 
catheter. 

1 Scope and field of application 

This part of ISO 5361 specifies general requirements for Cole 
tubes for use in infants. 

2 Reference 

ISO 5361-1, Tracheal tubes - Part I : General requiremen ts, 

3 Definitions 

For the purposes of this part of ISO 5361, the definitions given 
in ISO 5361-1 and the following definitions apply. 

3.1 Cole tube: Specialized tracheal tube combining a short 
laryngo-tracheal Portion of a small diameter and a longer oral 
Portion of larger diameter with transition from one to the other 
resulting in a shoulder. 

3.2 laryngo-tracheal Portion: That Portion of a Cole tube 
of small diameter extending from the bevel tip to the Point at 
which there is an increase in the outside diameter. 

3.3 oral Portion: That Portion of a Cole tube of a larger 
diameter extending from the machine end to the Point at which 
there is a decrease in the outside diameter. 

3.4 shoulder: That Portion of a Cole tube at which transition 
from the oral Portion to the laryngo-tracheal Portion occurs. 

4 General 

Cole tubes shall, unless otherwise specified, comply with the 
general requirements for tracheal tubes specified in 
ISO 5361-1. 

5 Size designation 

The size of Cole tubes shall be designated by the nominal inside 
diameter of the tracheal Portion of the tube, dl (sec the figure), 
expressed in millimetres. 

6 Size range 

The size range of Cole tubes shall be in accordance with the 
table. 

7 Dimensions 

7.1 The dimensions of Cole tubes shall be in accordance with 
the table and the figure. 

7.2 The inside diameter (ID) shall be the nominal diameter 
subject to a tolerante of +$25 mm. 

8 Bevel 

8.1 Cole tubes shall have a bevel of 45O k 5O in relation to 
the axis of the tube. 
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