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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies
(ISO member bodies). The work of preparing International Standards is normally carried out through 1SO
technical committees. Each member body interested in a subject for which a technical committee has been
established has the right to be represented on that committee. International organizations, governmental and
non-governmental, in liaison with 1ISO, also take part in the work. ISO collaborates closely with the International
Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2.

The main task of technical committees is to prepare International Standards. Draft International Standards
adopted by the technical committees are circulated to the member bodies for voting. Publication as an
International Standard requires approval by at least 75 % of the member bodies casting a vote.

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent
rights. 1ISO shall not be held responsible for identifying any or all such patent rights.

ISO 6145-4 was prepared by Technical Committee ISO/TC 158, Analysis of gases.

This second edition cancels and replaces the first edition (ISO 6145-4:1986), which has been technically
revised.

ISO 6145 consists of the following parts, under the general title Gas analysis — Preparation of calibration gas
mixtures using dynamic volumetric methods:
— Part 1: Methods of calibration

— Part 2: Volumetric pumps

— Part 4: Continuous syringe injection method
— Part 5: Capillary calibration devices

— Part 6: Critical orifices

— Part 7: Thermal mass-flow controllers

— Part 8: Diffusion method

— Part 9: Saturation method

— Part 10: Permeation method

— Part 11: Electrochemical generation

ISO 6145-3, entitled Periodic injections into a flowing gas, has been withdrawn.

Documents

) Document Sharing Hub
\Y, © 1SO 2004 — All rights reserved

Full document details: ISO 6145-4-2004


http://www.avadocuments.com/doc/iso-6145-4-2004
http://www.avadocuments.com/doc/iso-6145-4-2004

ISO 6145-4:2004(E)

Introduction

This part of ISO 6145 is one of a series of standards dealing with various dynamic volumetric methods used for
the preparation of calibration gas mixtures.
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Gas analysis — Preparation of calibration gas mixtures using
dynamic volumetric methods —

Part 4.
Continuous syringe injection method

1 Scope

This part of ISO 6145 specifies a method for continuous production of calibration gas mixtures, containing two
or more components, from pure gases or other gas mixtures by continuous injection of the calibration
component(s) into a complementary gas stream by means of a syringe.

If pre-mixed gases are used instead of pure gases (see Annex A), much lower volume fractions can be
obtained. The volume flow rates, from which the volume fractions are determined, can be calculated from the
individual flow rates and can be independently measured by a suitable method given in ISO 6145-1.

The merits of the method are that a substantial quantity of the gas mixture can be prepared on a continuous
basis and that multi-component mixtures can be prepared almost as readily as binary mixtures if the
appropriate number of syringes is utilized, or if the syringe already contains a multi-component mixture of
known composition. This method also provides a convenient means for increasing the volume fraction of the
calibration component in the mixture in small steps. It is therefore a useful method for evaluation of other
characteristics of gas analysers, such as minimum detection limit and dead zone, as well as accuracy. The
relative expanded uncertainty in the volume fraction obtainable for a binary mixture (at a coverage factor of 2) is
5 % and the range of applicability is 107> to 102.

2 Normative references

The following referenced documents are indispensable for the application of this document. For dated
references, only the edition cited applies. For undated references, the latest edition of the referenced document
(including any amendments) applies.

ISO 6143, Gas analysis — Comparison methods for determining and checking the composition of calibration
gas mixtures

ISO 6145-1, Gas analysis — Preparation of calibration gas mixtures using dynamic volumetric methods —
Part 1: Methods of calibration

3 Principle

The calibration component, either in the gaseous or liquid phase, is displaced from a syringe, through a
capillary which may be the needle of the syringe, the plunger of which is continuously driven by a suitable
variable-speed motor, into a complementary gas stream.

The volume fraction, ¢ 4 of calibration component, A, in a mixture with complementary gas, B, is given by
Equation (1):

A =qallqga +qB) (1)
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