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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www​.iso​.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see www​.iso​.org/patents).

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation on the voluntary nature of standards, the meaning of ISO specific terms and 
expressions related to conformity assessment, as well as information about ISO's adherence to the 
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT) see the following 
URL: www​.iso​.org/iso/foreword​.html.

This document was prepared by Technical Committee ISO/TC 106, Dentistry, Subcommittee SC 6, Dental 
equipment.

This third edition of ISO 7494-1 cancels and replaces ISO 7494-1:2011 and ISO 6875:2011, which has 
been technically revised.

A list of all parts in the ISO 7494 series can be found on the ISO website.
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Dentistry — Stationary dental units and dental patient 
chairs —

Part 1: 
General requirements

1	 Scope

This document specifies requirements and test methods for stationary dental units, dental patient 
chairs, and combinations of both regardless of whether they are or not electrically powered.

This document also specifies requirements for the instructions for use, for the technical description, for 
marking and for packaging.

Operator's stools, portable dental equipment and operating lights are not in the scope of this document.

2	 Normative references

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) applies.

ISO 1942, Dentistry — Vocabulary

ISO 4073, Dentistry — Information system on the location of dental equipment in the working area of the 
oral health care provider

ISO 7494-2, Dentistry — Dental units — Part 2: Air, water, suction and wastewater systems

ISO 8191-1, Furniture — Assessment of the ignitability of upholstered furniture — Part 1: Ignition source: 
smouldering cigarette

ISO 9168, Dentistry — Hose connectors for air driven dental handpieces

ISO  10993-1, Biological evaluation of medical devices  — Part  1: Evaluation and testing within a risk 
management process

ISO 11143, Dentistry — Amalgam separators

ISO  17664, Processing of health care products  — Information to be provided by the medical device 
manufacturer for the processing of medical devices

ISO 21530, Dentistry — Materials used for dental equipment surfaces — Determination of resistance to 
chemical disinfectants

IEC  60601-1:2005+AMD1:​2012, Medical electrical equipment  — Part  1: General requirements for basic 
safety and essential performance

IEC 62366-1, Medical devices — Part 1: Application of usability engineering to medical devices

IEC  62353, Medical electrical equipment  — Recurrent test and test after repair of medical electrical 
equipment

IEC 80601-2-60:2012, Medical electrical equipment — Part 2-60: Particular requirements for basic safety 
and essential performance of dental equipment
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3	 Terms and definitions

For the purposes of this document, the terms and definitions given in ISO 1942, ISO 4073, IEC 60601-
1:2005 + AMD1:​2012 and IEC 80601-2-60:2012 and the following apply.

ISO and IEC maintain terminological databases for use in standardization at the following addresses:

—	 IEC Electropedia: available at http:​//www​.electropedia​.org/

—	 ISO Online browsing platform: available at https:​//www​.iso​.org/obp

3.1
dental unit
assembly of devices designed to provide utilities and amenities for dental treatment, such as compressed 
air, water or other liquids, suction, electricity, hand- or foot-activated controllers, work surfaces, tray 
supports, cuspidor, and gasses

3.2
dental patient chair
device designed to support and position the patient for treatment and therefore provided with a range 
of movements

3.3
dental handpiece
handheld instrument used in dentistry for use in patient treatment and connected to the dental unit (3.1)

[SOURCE: IEC 80601-2-60:2012, 201.3.203]

4	 Classification

Classification according to IEC 60601-1:2005 + AMD1:​2012 and IEC 80601-2-60:2012 shall apply.

5	 Requirements

5.1	 General requirements

5.1.1	 Basic safety and essential performance

IEC 60601-1:2005 + AMD1:​2012 and IEC 80601-2-60:2012 shall apply to dental units, to electrical dental 
patient chairs and to non-electrical dental patient chairs.

Conformity shall be checked in accordance with IEC  60601-1:2005  +  AMD1:​2012 and IEC 80601-2-
60:2012.

5.1.2	 Controls and indicators

Controls and indicators shall be designed and located to minimize accidental activation. For 
arrangement of controls and indicators IEC 60601-1:2005 + AMD1:​2012, 15.1 shall apply.

NOTE	 Standardized graphical symbols for controls and indicators are specified in ISO 9687.

Conformity shall be checked in accordance with IEC 60601-1:2005 + AMD1:​2012.

5.1.3	 Function stop system

Electrically powered dental patient chairs shall incorporate at least one function stop system which is 
located so that it can be easily activated by the operating personnel and which, when activated, instantly 
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