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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO
technical committees. Each member body interested in a subject for which a technical committee has been
established has the right to be represented on that committee. International organizations, governmental and
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2.
The main task of technical committees is to prepare International Standards. Draft International Standards
adopted by the technical committees are circulated to the member bodies for voting. Publication as an

International Standard requires approval by at least 75 % of the member bodies casting a vote.

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent
rights. ISO shall not be held responsible for identifying any or all such patent rights.

ISO 8835-4 was prepared by Technical Committee ISO/TC 121, Anaesthetic and respiratory equipment,
Subcommittee SC 1, Breathing attachments and anaesthetic machines.

ISO 8835 consists of the following parts, under the general title Inhalational anaesthesia systems:
— Part 2: Anaesthetic breathing systems for adults

— Part 3: Anaesthetic gas scavenging systems — Transfer and receiving systems

— Part 4: Anaesthetic vapour delivery devices

— Part 5: Anaesthetic ventilators

NOTE ISO 8835-1 was withdrawn and has been revised as IEC 60601-2-13:2003, Medical electrical equipment —
Part 2-13, Particular requirements for the safety and essential performance of anaesthetic systems.
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Introduction

This part of ISO 8835 is a Particular Standard based on IEC 60601-1:1988, including Amendments 1 (1991)
and 2 (1995), hereafter referred to as the General Standard. The General Standard is the basic standard for
the safety of all medical electrical equipment used by or under the supervision of qualified personnel in the
general medical and patient environment; it also contains certain requirements for reliable operation to ensure
safety.

The General Standard has associated Collateral Standards and Particular Standards. The Collateral
Standards include requirements for specific technologies and/or hazards and apply to all applicable equipment,
such as medical systems, EMC, radiation protection in diagnostic X-ray equipment, software, etc. The
Particular Standards apply to specific equipment types, such as medical electron accelerators, high frequency
surgical equipment, hospital beds, etc.

NOTE 1 Definitions of Collateral Standards and Particular Standards can be found in IEC 60601-1:1988, 1.5 and A.2,
respectively.

To facilitate the use of this part of ISO 8835, the following drafting conventions have been applied.

This part of ISO 8835 uses the same main clause titles and numbering as the General Standard, for ease of
cross-referencing of the requirements. The changes to the text of the General Standard [ as supplemented by
the Collateral Standards], are specified by the use of the following words.

— “Replacement” means that the indicated clause or subclause of the General Standard is replaced
completely by the text of this Particular Standard.

— “Addition” means that the relevant text of this Particular Standard is a new element (e.g. subclause, list
item, note, table, figure) additional to the General Standard.

— “Amendment” means that existing text of the General Standard is partially modified by deletion and/or
addition as indicated by the text of this Particular Standard.

To avoid confusion with any amendments to the General Standard itself, a particular numbering has been
employed for elements added by this part of ISO 8835: clauses, subclauses, tables and figures are numbered
starting from 101; additional list items are lettered aa), bb), etc. and additional annexes are lettered AA, BB,
etc.

In this part of ISO 8835, the following print types are used:

— requirements, compliance with which can be verified, and definitions: roman type;
— notes and examples: smaller roman type;

— test methods: italic type;

— terms defined in the General Standard IEC 60601-1:1988, Clause 2, or in this Particular Standard: bold
type.

Throughout this International Standard, text for which a rationale is provided in Annex AA is indicated by an
asterisk ().

NOTE 2  Attention is drawn to ISO/TS 18835 concerning draw-over vaporizers.
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INTERNATIONAL STANDARD ISO 8835-4:2004(E)

Inhalational anaesthesia systems —

Part 4:
Anaesthetic vapour delivery devices

1 Scope
IEC 60601-1:1988, Clause 1 applies except as follows.
Addition:

This part of ISO 8835 specifies particular requirements for the essential performance of anaesthetic vapour
delivery devices (AVDDs), as defined in 3.1. This part of ISO 8835 is applicable to AVDDs which are a
component of an anaesthetic system and are intended to be continuously operator-attended. This part of
ISO 8835 gives specific requirements for AVDDs which are supplementary to the applicable general
requirements in IEC 60601-2-13.

This part of ISO 8835 is not applicable to AVDDs intended for use with flammable anaesthetics, as
determined by Annex CC, and AVDDs intended for use within anaesthetic breathing systems (e.g. draw-over
vaporizers).

The requirements of this part of ISO 8835 which replace or modify the requirements of IEC 60601-1:1988 and

its Amendments 1 (1991) and 2 (1995) are intended to take precedence over the corresponding general
requirements.

2 Normative references

The following referenced documents are indispensable for the application of this document. For dated
references, only the edition cited applies. For undated references, the latest edition of the referenced
document (including any amendments) applies.

ISO 4135, Anaesthetic and respiratory equipment — Vocabulary

ISO 5356-1, Anaesthetic and respiratory equipment — Conical connectors — Part 1: Cones and sockets

ISO 5360, Anaesthetic vaporizers — Agent-specific filling systems

ISO 8835-3, Inhalational anaesthesia systems — Part 3: Anaesthetic gas scavenging systems — Transfer
and receiving systems

ISO 11196, Anaesthetic gas monitors

IEC 60079-4, Electrical apparatus for explosive gas atmospheres. Part 4: Method of test for ignition
temperature

IEC 60079-11, Electrical apparatus for explosive gas atmospheres — Part 11: Intrinsic safety “i”
IEC 60601-1:1988, Medical electrical equipment — Part 1: General requirements for safety
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IEC 60601-1-2, Medical electrical equipment — Part 1-2: General requirements for safety — Collateral
standard: Electromagnetic compatibility — Requirements and tests

IEC 60601-1-6, Medical electrical equipment — Part 1-6: General requirements for safety — Collateral
standard: Usability

IEC 60601-2-13:2003, Medical electrical equipment — Part 2-13: Particular requirements for the safety and
essential performance of anaesthetic systems

3 Terms and definitions

For the purposes of this document, the terms and definitions given in ISO 4135, IEC 60601-2-13 and the
following apply.

3.1
anaesthetic vapour delivery device

AVDD
device which provides the vapour of an anaesthetic agent in a controllable concentration

3.2

legible

property of displayed qualitative or quantitative information, values, functions and markings that can be
discriminated and identified under a specific set of environmental conditions

NOTE See 6.101 for testing for legibility.

4 General requirements and general requirements for tests

IEC 60601-1:1998, Clauses 3 and 4 apply, except as follows
Addition:

4.101 Other test methods

Test methods other than those specified in this part of ISO 8835, but of equal or greater accuracy, may be
used to verify compliance with requirements.

5 Classification

IEC 60601-1:1988, Clause 5 applies.

6 Identification, marking and documents

IEC 60601-2-13:2003, Clause 6 applies, except as follows.
Additions:

6.1 aa) The AVDD shall be labelled with the words “before use read instructions for use”, or Symbol #14 from
IEC 60601-1:1988, Table D.1.
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