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Foreword 

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies 
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO 
technical committees. Each member body interested in a subject for which a technical committee has been 
established has the right to be represented on that committee. International organizations, governmental and 
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the 
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization. 

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2. 

The main task of technical committees is to prepare International Standards. Draft International Standards 
adopted by the technical committees are circulated to the member bodies for voting. Publication as an 
International Standard requires approval by at least 75 % of the member bodies casting a vote. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. ISO shall not be held responsible for identifying any or all such patent rights. 

ISO 9493 was prepared by Technical Committee ISO/TC 213, Dimensional and geometrical product 
specifications and verification. 
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Introduction 

This International Standard is a geometrical product specification (GPS) standard and is to be regarded as a 
general GPS standard (see ISO/TR 14638). It influences the chain link 5 of the chains of standards on size, 
distance, form of a line independent of datum, form of a line dependent of datum, form of a surface 
independent of datum, form of a surface independent of datum, orientation, location, circular run-out and total 
run-out in the general GPS matrix. 

When using this International Standard, see ISO 14978. 

For more detailed information on the relation of this International Standard to other standards and the GPS 
matrix, see Annex E. 
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Geometrical product specifications (GPS) — Dimensional 
measuring equipment: Dial test indicators (lever type) — Design 
and metrological characteristics 

1 Scope 

This International Standard specifies the most important design and metrological characteristics of dial test 
indicators (lever type). 

2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced 
document (including any amendments) applies. 

ISO 14253-1:1998, Geometrical Product Specifications (GPS) – Inspection by measurement of workpieces 
and measuring equipment — Part 1: Decision rules for proving conformance or non-conformance with 
specifications 

ISO 14253-2:—1), Geometrical product specifications (GPS) – Inspection by measurement of workpieces and 
measuring equipment — Part 2: Guidance for the estimation of uncertainty in GPS measurement, in 
calibration of measuring equipment and in product verification 

ISO 14978:2006, Geometrical product specifications (GPS) — General concepts and requirements for GPS 
measuring equipment 

ISO/IEC Guide 98-3, Uncertainty of measurement — Part 3: Guide to the expression of uncertainty in 
measurement (GUM:1995) 

ISO/IEC Guide 99, International vocabulary of metrology — Basic and general concepts and associated terms 
(VIM) 

3 Terms and definitions 

For the purposes of this document, the terms and definitions given in ISO/IEC Guide 99, ISO 14253-1, 
ISO 14253-2, ISO 14978 and the following apply. 

3.1 
dial test indicator  
〈lever type〉 measuring instrument in which the displacement of a pivoting stylus is transmitted and magnified 
by suitable mechanical means to a pointer which rotates in front of a circular scale 

 

1) To be published. (Revision of ISO/TS 14253-2:1999) 
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4 Design characteristics 

4.1 General design features 

4.1.1 The general design and workmanship of the dial test indicator shall be such that its metrological 
characteristics comply with the requirements of this International Standard under all orientations of operation. 

4.1.2 Dial test indicators indicate displacement in a direction normal to the axis of the stylus, and in the 
same plane as the rotational direction of the stylus, unless otherwise stated. See Figure D.1 as an example. If 
used at some other angle, a correction shall be made (see Annex D). 

4.1.3 Dial test indicators shall be capable of measuring when the stylus is displaced in either direction from 
its rest position. 

NOTE Some dial test indicators have the ability to measure in both directions without external adjustments and some 
dial test indicators are provided with a bias lever to change the measuring direction. 

4.2 Type 

Dial test indicators are commonly manufactured in three types [see Figure 1 a), b) and c)]. These types have 
the following names. 

⎯ Type S, Standard, where the dial face is mounted on the body of the dial test indicator, in a plane 
perpendicular to the plane in which the stylus moves. 

⎯ Type H, Horizontal, where the dial face is mounted on the body of the dial test indicator, in a plane 
parallel to the plane in which the stylus moves. 

⎯ Type V, Vertical, where the dial face is mounted at the end of the dial test indicator opposite that of the 
stylus. 

NOTE Although less common, configurations of dial test indicators, which do not fall into the above three categories, 
exist. The above-mentioned list of three named types includes those that are the most common. 
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