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ISO/TR 4869-3 : 1989 (E) 

Foreword 

ISO (the International Organization for Standardization) is a worldwide federation of 
national Standards bodies (ISO member bedies). The work of preparing International 
Standards is normally carried out through ISO technical committees. Esch member 
body interested in a subject for which a technical committee has been established has 
the right to be represented on that committee. International organizations, govern- 
mental and non-governmental, in liaison with ISO, also take part in the work. ISO 
collaborates closely with the International Electrotechnical Commission (IEC) on all 
matters of electrotechnical standardization. 

The main task of ISO technical committees is to prepare International Standards. In 
exceptional circumstances a technical committee may propose the publication of a 
technical report of one of the following types : 

- tYPe 1, when the necessary support within the technical committee cannot be 
obtained for the publication of an International Standard, despite repeated efforts; 

- type 2, 
exposure; 

when the su bject is still under technical development requiring wider 

- type 3, when a technical committee has collected data of a different kind from 
that which is normally published as an International Standard (“state of the art”, for 
example). 

Technical reports are accepted for publication directly by ISO Council. Technical 
reports types 1 and 2 are subject to review within three years of publication, to decide 
whether they tan be transformed into International Standards. Technical reports 
type 3 do not necessarily have to be reviewed until the data they provide are 
considered to be no longer valid or useful. 

ISO/TR 4869-3, which is a technical report of type 2, was prepared by Technical 
Committee ISO/TC 43, Acoustics. 

ISO 4869 will consist of the following 
Hearing pro tectors : 

- 

- 

- 

Parts, under the general title Acoustics - 

Part 7: Subjective method for the measurement of Sound attenuation 

Part 2: Estimated noise reduction 

Part 3: Simpfified method for the measurement of insertion Ioss of 
protectors for quality inspection purposes [Technical Report] 

Annex A of this Technical Report is for information only. 
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ISO/TR 4869-3 : 1989 (El 

Introduction 

During the preparation of ISO 4869 : 1981, Acoustics - Measurement of Sound at- 
tenuation of hearing pro tectors - Subjective method, the document contained at a 
certain time both a subjective and a purely physical measurement method. Based on 
member body comments it was decided to Split up the two methods in separate 
documents, giving priority to the subjective method which was issued in 1981 as 
ISO 4869. A first draft proposal for the physical method, document 43/1 N 367, was 
circulated to ISO/TC 43/SC 1 member bodies for comments in the period 1978-12-15 
to 1979-03-15 for presentation at the SC 1 meeting in May 1979 in Stockholm, 
Sweden, where a second draft proposal, document 43/1 N 390, was approved for 
DIS-circulation subject to amendments in response to comments made at the meeting. 
ISO/DIS 6290 was circulated for voting amongst all ISO member bodies in the period 
1983-01-06 to 1983-07-06. Upon recommendation from Working Group 17, the plenary 
SC 1 meeeting in April 1985 in Budapest, Hungary, approved that an amended text be 
submitted to ISO/TC 43 member bodies for adoption as a technical report. Such a pro- 
posal for a technical report was circulated for voting amongst ISO/TC 43 member 
bodies as document 43 N 749 in the period 1986-12-15 to 1987-01-20 with the following 
result: 12 approvals, 1 disapproval and 1 abstention. 

A subjective method for the measurement of the Sound attenuation of hearing protec- 
tors is given in ISO 4869-1. In Order to describe a simplified method for the measurement 
of the insertion loss using an objective method for production control and certification 
applications, an acoustic test fixture as specified in this Technical Report has been 
developed with the aim of achieving a simple but reproducible method of measurement. 

The acoustic test fixture was tested in a round robin test including hearing protectors 
of the ear-muff type tested at some laboratories (Germany, F.R., Sweden, UK). The 
results were encouraging. 

The new testing method has been used in two ind 
tests within the EEC and in the Nordic countries. 

ependent international round robin 

The reproducibility of the results from these tests is, however, not satisfactory. The 
major reasons for the deviations observed cannot be fully explained at present. There is 
a need for further experiments with the acoustic test fixture in Order to clarify the 
reasons for the deviations in the results. 

In Order to allow gathering of data and experience with this device to provide a 
background for resolving the present Problems and for issuing an International Stan- 
dard within a few years, it has been decided to publish a description of the test fixture 
and of the measurement procedure presented in ISO/DIS 6290 - revised in response 
to comments submitted during the DIS-voting - in the form of a technical report, 
under number ISO/TR 4869-3. 

The method specified in this Technical Report does not provide results which are the 
same as those obtained by the subjective method because of the requirements for 
simplicity and reproducibility of test results and other more basic considerations. 

The test fixture specified in this Technical Report is not intended to supplant those 
dummy heads which include Simulation of various anatomical features and which are 
used, for example, for development testing purposes. 
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