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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and 
expressions related to conformity assessment, as well as information about ISO's adherence to 
the World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see 
www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 106, Dentistry, Subcommittee SC 1, Filling 
and restorative materials.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

Adhesion in restorative dentistry is an important topic. It is the intention of this document to describe 
various laboratory procedures of tensile bond strength tests whereby the effect or quality of a bond 
between a dental material and tooth structure can be substantiated.

Adhesive materials are used in many types of restorative and preventive treatments. Even if the stress 
on the bond in most circumstances can be defined as either tensile, shear or a combination of these, 
there are no specific laboratory tests which can be valid for all the various clinical applications of 
adhesive materials.

The relative performance of materials that are claimed to bond to tooth structure is usually evaluated 
by laboratory assessment of bond strengths. While bond strengths are unable to predict clinical 
behaviour or performance, they are useful for comparing adhesive materials.

ISO 29022[1] prescribes the notched-edge shear bond strength test.

Annex A lists several published laboratory methods for tensile bond strength measurement.

Tensile bond strength testing is also common in general materials science, and a publication listing 
many test methods is provided for information in Reference [2].
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TECHNICAL SPECIFICATION ISO/TS 4640:2023(E)

Dentistry — Test methods for tensile bond strength to 
tooth structure

1	 Scope

This document gives guidance on substrate selection, storage and handling as well as essential 
characteristics of tensile bond strength test methods for quality testing of the adhesive bond between 
restorative dental materials and tooth structure, i.e. enamel and dentine. Some specific test methods 
for tensile bond strength measurements are given in Annex A.

This document does not include requirements for components of adhesive materials and their 
performance.

2	 Normative references

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) applies.

ISO 1942, Dentistry — Vocabulary

ISO 3696, Water for analytical laboratory use — Specification and test methods

ISO  6344-3, Coated abrasives — Determination and designation of grain size distribution — Part 3: 
Microgrit sizes P240 to P5000

3	 Terms and definitions

For the purposes of this document, the terms and definitions given in ISO 1942 and the following apply.

ISO and IEC maintain terminology databases for use in standardization at the following addresses:

—	 ISO Online browsing platform: available at https://​www​.iso​.org/​obp

—	 IEC Electropedia: available at https://​www​.electropedia​.org/​

3.1
adhere
to be in a state of adhesion (3.3)

3.2
adherend
body that is held or intended to be held to another body by an adhesive (3.4)

3.3
adhesion
state in which two surfaces are held together by chemical and/or physical forces with the aid of an 
adhesive (3.4)

3.4
adhesive
substance capable of holding materials together
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3.5
bond strength
force per unit area required to break a bonded assembly with failure occurring in or near the adhesive 
(3.4)/adherend (3.2) interface

3.6
substrate
material upon the surface of which an adhesive (3.4) is spread for any purpose, such as bonding or 
coating

4	 Sampling

The amount of test material shall be sufficient for all planned tests and be from the same batch.

5	 Test methods

5.1	 General

Adhesive materials are used for many different purposes in the oral cavity. This document describes 
tensile bond strength tests. When bond strength is to be measured, the raw data are in unit of force (N). 
It is necessary to convert this into stress unit, i.e. force per unit area (MPa). Hence, control of the area 
and roughness of the surface for application of the adhesive material are important.

Two critical variables or factors shown below shall be considered when designing test equipment and 
preparing specimens for tensile testing of bond strength:

a)	 alignment of the tensile forces acting on the specimen;

b)	 limitation of the bonding area.

5.2	 Tooth substrate and storage

5.2.1	 Substrate

5.2.1.1	 Types of the substrate

Use either human permanent premolars/molars or bovine mandibular incisors for the measurement of 
bond strength. The donor bovine shall not be more than five years old.

5.2.1.2	 Characteristics of the substrate

When measuring bond strength to human dentine, this document recommends to use the buccal 
superficial dentine that is as close to the enamel as possible in order to reduce variations. It is preferable 
to use third permanent molars from 16-year-old to 40-year-old individuals if possible.

5.2.2	 Time after extraction

There is increasing evidence that changes in dentine occur after extraction that can influence bond 
strength measurements. The effect can vary with different types of bonding materials. Ideally, bond 
strengths should be measured immediately post-extraction.

NOTE	 Teeth within six months after extraction can be used. Teeth extracted more than six months prior to 
use undergo degenerative changes in dentinal proteins.

	 ﻿� © ISO 2023 – All rights reserved
�﻿

2

Full document details: ISO TS 04640-2023

http://www.avadocuments.com/doc/iso-ts-04640-2023
http://www.avadocuments.com/doc/iso-ts-04640-2023

