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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization. 

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement. 

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and 
expressions related to conformity assessment, as well as information about ISO’s adherence to 
the World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see 
www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 276, Biotechnology.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at www.iso.org/members.html.
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Biotechnology — Bioprocessing — General requirements 
and considerations for equipment systems used in the 
manufacturing of cells for therapeutic use

1	 Scope

This document specifies minimum requirements and general considerations for equipment, consisting 
of hardware, software and consumables, used in the manufacturing of cells for therapeutic use. This 
includes equipment for processing cells for therapeutic use starting from cell isolation/selection, 
expansion, washing and volume reduction, from cell finish through to cryopreservation for the storage 
of cells for therapeutic use.

This document gives guidance on the design, use and maintenance of equipment and equipment systems 
to both suppliers and users from aspects including the target parties, i.e. supplier or user, and phase of 
involved task, i.e. design, use or maintenance.

This document is applicable to any unit operation system that is used, alone or in combination, for the 
manufacturing of cells for therapeutic use, meeting user requirements. It is applicable to devices used 
for the purpose of monitoring equipment status.

It does not apply to:

—	 processing equipment for cells for therapeutic use used at the point of care;

—	 devices used for analytical purposes;

—	 biosafety cabinets, general cell culture equipment (such as CO2 incubators, etc.), and software to 
control multiple equipment systems or multiple unit operations.

2	 Normative references

There are no normative references in this document.

3	 Terms and definitions

For the purposes of this document, the following terms and definitions apply.

ISO and IEC maintain terminological databases for use in standardization at the following addresses:

—	 ISO Online browsing platform: available at https://​www​.iso​.org/​obp

—	 IEC Electropedia: available at http://​www​.electropedia​.org/​

3.1
batch
quantity of material regarded as a single unit, and having a unique reference

Note 1 to entry: Batch is primarily a processing term.

[SOURCE: ISO 15270:2008, 3.3]
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3.2
cells for therapeutic use
product containing cells as the active substance

EXAMPLE	 A cell therapy medicinal product (allogenic, autologous, somatic, genetically modified), tissue 
engineered product.

Note 1 to entry: For the purpose of this document, “cells” mean human cells and tissues of autologous as well as 
allogeneic.

[SOURCE: ISO 21973:2020, 3.1, modified — The example has been replaced. Notes 2 and 3 to entry have 
been deleted.]

3.3
consumable
tubing, filter, culture vessel, bag or bottle used to transfer, culture or act as a container for the biologics 
or another consumable used in the production of cells for therapeutic use (3.2)

3.4
corrective action
action to eliminate the cause of a nonconformity and to prevent recurrence

Note 1 to entry: There can be more than one cause for a nonconformity.

Note 2  to entry: Corrective action is taken to prevent recurrence whereas preventive action (3.15) is taken to 
prevent occurrence.

[SOURCE: ISO 9000:2015, 3.12.2, modified — Note 3 to entry has been deleted.]

3.5
critical quality attribute
CQA
physical, chemical, biological or microbiological property or characteristic that is within an appropriate 
limit, range or distribution to ensure the desired quality and consistency of a cellular therapeutic 
product

Note 1 to entry: CQA is generally related to the clinical efficacy and safety of the product.

3.6
equipment
device or machine that performs a specific field operation

[SOURCE: ISO 11783-1:2017, 3.20, modified — Note 1 to entry has been deleted.]

3.7
equipment system
set of equipment (3.6) that act together in a common purpose of producing cells for therapeutic use (3.2)

3.8
impurity
constituent of the product not intended to be part of the final formulation

3.9
installation qualification
IQ
process of establishing by objective evidence that all key aspects of the process equipment (3.6) and 
ancillary system installation comply with the approved equipment specification

[SOURCE: ISO  11139:2018, 3.220.2, modified  — “approved equipment specification” has replaced 
“approved specification”.]

ISO/TS 23565:2021(E)

	 ﻿� © ISO 2021 – All rights reserved
�﻿

2

Full document details: ISO TS 23565-2021

http://avadocuments2026.com/doc/iso-ts-23565-2021
http://avadocuments2026.com/doc/iso-ts-23565-2021


3.10
line clearance
removal (line purge) of everything associated with the prior production run

[SOURCE: ISO 15378:2017, 3.5.4, modified — Note 1 to entry has been deleted.]

3.11
lot
unit of production that, as far as practicable, consists of production units of a single type, class, size and 
composition, manufactured under the same conditions, and at substantially the same time

[SOURCE: ISO 24408:2005, 3.1]

3.12
monitoring
continuous or repeated checking, supervising, critically observing, measuring or determining the 
status of a system to identify variance from an expected performance level or baseline, intended to 
control the system

3.13
operational qualification
OQ
process of obtaining and documenting evidence that installed equipment (3.6) operates within 
predetermined limits when used in accordance with its operational procedures

[SOURCE: ISO 11139:2018, 3.220.3]

3.14
performance qualification
PQ
process of establishing by objective evidence that the process, under anticipated conditions, consistently 
produces a product which meets all the required product specifications

[SOURCE: ISO 11139:2018, 3.220.4, modified — “all the required product specifications” has replaced 
“all predetermined requirements”.]

3.15
preventive action
action to eliminate the cause of a potential nonconformity or other potential undesirable situation

Note 1 to entry: There can be more than one cause for a potential nonconformity.

Note  2  to entry:  Preventive action is taken to prevent occurrence whereas corrective action (3.4) is taken to 
prevent recurrence.

[SOURCE: ISO 9000:2015, 3.12.1]

3.16
quality by design
QbD
systematic approach to development that begins with predefined objectives and emphasizes product 
and process understanding and process control, employing statistical, analytical and risk-management 
methodology in the design, development and manufacture of goods

3.17
risk-based approach
methodology that allows to prioritize activities based on a previous analysis of data

3.18
shelf life
specific time for which a product can be stored under recommended conditions and can maintain 
acceptable product quality
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3.19
software
all or part of the programs, procedures, rules, and associated documentation of an information 
processing system

[SOURCE: ISO/IEC 2382:2015, 2121278, modified — Notes 1 to 3 to entry have been deleted.]

3.20
stability
characteristic of a material, when stored under specified conditions, to maintain a value(s) for stated 
property(ies) within specified limits for a specified period of time

[SOURCE: ISO  Guide  30:2015, 2.1.15, modified — “material” has replaced “reference material”, “a 
value(s) for stated property(ies)” has replaced “a specified property value”. Note 1 to entry has been 
deleted.]

3.21
sterility
state of being free from viable microorganisms

Note 1 to entry: In practice, no such absolute statement regarding the absence of microorganisms can be proven.

[SOURCE: ISO 11139:2018, 3.274]

3.22
supplier
entity who manufactures cell processing equipment (3.6) for a user (3.25)

3.23
toxicity
ability of a substance to produce an adverse effect upon a living organism

[SOURCE: ISO 472:2013, 2.767]

3.24
unit operation
defined part of a manufacturing process

[SOURCE: ISO 11139:2018, 3.309]

3.25
user
sponsor
therapeutic manufacturer
entity who makes use of cell processing equipment (3.6) for the manufacturing of cells for therapeutic 
use (3.2)

3.26
validation
confirmation, through the provision of objective evidence, that the requirements for a specific intended 
use or application have been fulfilled

[SOURCE: ISO 9000:2015, 3.8.13, modified — Notes 1 to 3 to entry have been deleted.]

4	 General considerations

4.1	 General

This document specifies minimum requirements and general considerations for equipment and 
equipment systems, used in the manufacturing of cells for therapeutic use. There are regulatory 
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