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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out
through ISO technical committees. Each member body interested in a subject for which a technical
committee has been established has the right to be represented on that committee. International
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work.
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are
described in the ISO/IEC Directives, Part 1. In particular the different approval criteria needed for the
different types of ISO documents should be noted. This document was drafted in accordance with the
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of
any patent rights identified during the development of the document will be in the Introduction and/or
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation on the voluntary nature of standards, the meaning of ISO specific terms and
expressions related to conformity assessment, as well as information about ISO's adherence to the
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT) see the following
URL: www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 150, Implants for surgery, Subcommittee
SC 2, Cardiovascular implants and extracorporeal systems.

This third edition cancels and replaces the second edition (ISO/TS 23810:2012), which has been
technically revised.
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Introduction

This document has been published as a Technical Specification instead of an International Standard
for provisional application, so that individuals and/or professional groups who operate extracorporeal
circulation (ECC) equipment (e.g. perfusionists) may gather information and experience of its use in
practice. It can be used as a checklist, or a reasonable equivalent, before initiating extracorporeal
circulation, which users are encouraged to adapt to accommodate differences in circuit design or
variations in institutional clinical practice. It is intended to be used by healthcare facilities to create a
checklist appropriate to the particular needs of their institution. While this checklist is intended to be
comprehensive for many types of equipment used for ECC, inclusion of specific checklist items does not
necessarily mandate their use.

The purpose of this document is to provide generic guidelines for the safe use of ECC equipment.
Errors and omissions in the setup of ECC equipment have the potential to compromise the equipment's
intended functionality. In some cases, compromised functionality may result in severe injury to, or
the death of, the patient supported by ECC. Completing checklists before, during, and after a patient
is placed on ECC support and also for post-operative management is an aid to reducing errors and to
ensuring proper operation. Both users and patients can benefit from the use of such checklists. The
manufacturer can also receive assurance that the product and/or equipment are being used according
to the purposes for which it was designed and in accordance with the instructions for use.

The development of this document has been made possible thanks to the efforts of professional groups
(see the Bibliography) in developing similar checklists and provides for their wider dissemination and
recognition.

Extracorporeal circulation technology has been used clinically in a variety of concepts for more than
50 years and the equipment, techniques, and applications continue to evolve. While much technological
advancement in devices and techniques have occurred during this time, the fundamental purpose of
ECC remains unchanged. Thus, generic checklists are applicable to several modalities of ECC (see Scope)
and may be customized by clinicians for specific use depending on institutional or physician-mandated
applications. The acceptance into general practice of any guideline is most reasonably ensured if those
who must use such guidelines can reach consensus agreement on the key issues to be covered in a
checklist. The benefits to be gained assume a reduction in errors when a variety of ECC equipment is
used clinically.

Finally, this document fills an important niche in the improvement of patient safety, since no regulation
or standard exists in the area of preoperative checklists for ECC equipment.
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