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Foreword

[SO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out through
ISO technical committees. Each member body interested in a subject for which a technical committee
has been established has the right to be represented on that committee. International organizations,
governmental and non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely
with the International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are described
in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the different types
of ISO documents should be noted. This document was drafted in accordance with the editorial rules of the
[SO/IEC Directives, Part 2 (see www.iso.org/directives).

[SO draws attention to the possibility that the implementation of this document may involve the use of (a)
patent(s). ISO takes no position concerning the evidence, validity or applicability of any claimed patent
rights in respect thereof. As of the date of publication of this document, ISO had not received notice of (a)
patent(s) which may be required to implement this document. However, implementers are cautioned that
this may not represent the latest information, which may be obtained from the patent database available at
www.iso.org/patents. ISO shall not be held responsible for identifying any or all such patent rights.

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and expressions
related to conformity assessment, as well as information about ISO's adherence to the World Trade
Organization (WTO) principlesin the Technical Barriers to Trade (TBT), see www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 215, Health informatics.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

The COVID-19 pandemic has highlighted the need to establish robust social infrastructures capable of
conducting high-volume diagnostic tests and swiftly identifying confirmed cases at an early stage. However,
traditional clinical diagnostic testing typically involves prolonged result turnaround times, especially in
clinical laboratories handling hundreds of specimens daily.

Facing this challenge, innovative vendors have developed portable point-of-care testing (POCT) devices
capable of conducting real-time PCR testing specifically for diagnosing infectious diseases. These
advancements facilitate swift and accurate detection of infectious pathogens.

The problem with this method is there are no technical documents that explain how to operate portable
real-time PCR devices in the POCT environment and transmit their results into information systems. This
is because traditional laboratory-based specifications do not cover specific use cases, such as PCR devices
outside of clinical laboratories.

The objectives of this document are to identify specialized use cases for real-time PCR testing systems
utilizing portable POCT devices in the POCT environment and to define datasets pertaining to result
information. By using the guidelines in this document, the portable real-time PCR systems can achieve not
only the interoperability with laboratory information systems, but also an easy integration across them
without making additional efforts.
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Technical Specification ISO/TS 7122:2024(en)

Health informatics — Guidelines for exchanging data
generated by portable polymerase chain reaction (PCR)
devices for point-of-care testing (POCT) between screening
centre and clinical laboratory

1 Scope

This document identifies specialized use cases related to the information exchange between clinical
laboratories and portable polymerase chain reaction (PCR) devices designed for real-time testing to
diagnose infectious diseases.

This document introduces the portable PCR devices for point-of-care testing (POCT). Characteristic and
differentiated use cases of these devices are listed separately from those that occur with portable POCT
devices in existing clinical laboratory.

This document is applicable, but not limited, to the following use cases of portable PCR devices for POCT:
a) general test;

b) reconciliation of patient information;

¢) cancel and rerun test;

d) on-site quality control (QC) process.

This document also provides guidelines on how to represent and exchange results from portable PCR testing
devices in a POCT environment applicable to the use cases described above.

This document is not intended to provide guidelines relating to traditional diagnostic testing results within
a clinical laboratory and does not cover cybersecurity aspect.
2 Normative references

There are no normative references in this document.

3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.
ISO and IEC maintain terminology databases for use in standardization at the following addresses:

— ISO Online browsing platform: available at https://www.iso.org/obp

— IEC Electropedia: available at https://www.electropedia.org/

3.1
COVID-19
infectious disease caused by the new coronavirus SARS-CoV-2 discovered in 2019

[SOURCE: ISO/PAS 45005:2020, 3.6]
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3.2

point-of-care testing

POCT

testing performed near or at the site of a patient, with the result leading to possible change in the care of
the patient

Note 1 to entry: Adapted from ISO 15189:2022, 3.22.

3.3

polymerase chain reaction

PCR

enzymatic procedure which allows in vitro amplification of DNA

[SOURCE: ISO 22174:2024, 3.1.17]

3.4

real-time PCR

method which combines PCR (3.3) and fluorescent probe detection of amplified product in the same
reaction vessel

[SOURCE: ISO 17822:2020, 3.40]

3.5
quality control

QcC
system of maintaining standards in manufactured products by testing a sample of the output against the
specification

4 Use cases

4.1 General

Clause 4 describes the specialized use cases and interactions related to data flow between the portable PCR
devices used in the screening centre and laboratory information systems.

4.2 General test

4.2.1 Scenario

This subclause delineates a scenario and its sequence for transmitting test results from portable PCR devices
to the laboratory information system under the general testing case.

— A patient has COVID-19 symptoms and visits a nearby screening centre. A healthcare professional at the
screening centre collects specimens of the patient and conducts a real-time PCR test utilizing a portable
device on-site. The test result is positive. The real-time PCR system transmits results to the laboratory
information system. Subsequently, the patient promptly returns home and self-quarantines for two weeks.

4.2.2 Sequence
Figure 1 shows the sequence of general test, which includes the following steps:

1) Request test: request a real-time PCR test to the screening centre from internal/external professionals
and systems.

2) Confirm test: transmit/enter test information to a portable real-time PCR system and wait to perform
the test.

3) Analysing: perform the test to analyse the specimen in accordance with the requested test information.

4) Send results: send the test result to a laboratory information system.
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