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1. Scope

UDC 528. 541: 681. 75. 08

JAPANESE INDUSTRIAL STANDARD

Levels

JIS

B 7901-1993

This Japanese Industrial Standard specifies the levels to measure
the height difference between two points, adjusting the collimation axis (It may
also be called the collimation line.) of the telescope horizontally.

v Remarks: The following standard is cited in this Standard.
. JIS B 7907 - Tripod connections for optical surveying
instrument

2. Types and applicable division

as given in Table 1.

Table 1. Types and applicable divisions

The types and applicable divisions shall be

Applicable division
Type

Division basis A B C D
Tilting Sensitivity of | 10" or under |Over 10" to Over 20" to |Over 40" to
level bubble tube 20" or under |40" or under |120" or under
Automatic Magnification 30 times or 25 times or |under
level of telescope _ over over to under |25 times

30 times
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