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Foreword

This translation has been made based on the original Japanese Industrial
Standard established by the Minister of Economy, Trade and Industry
through deliberations at the Japanese Industrial Standards Committee
according to the proposal of establishing a Japanese Industrial Standard
from The Japan Welding Engineering Society (JWES)/Japanese Standards
Association (JSA), with a draft being attached, based on the provision of
Article 12 Clause 1 of the Industrial Standardization Law.

This JIS document is protected by the Copyright Law.

Attention is drawn to the possibility that some parts of this Standard
may conflict with a patent right, application for a patent after opening
to the public, utility model right or application for registration of utility
model after opening to the public which have technical properties. The
relevant Minister and the Japanese Industrial Standards Committee
are not responsible for identifying the patent right, application for a
patent after opening to the public, utility model right or application for
registration of utility model after opening to the public which have the
said technical properties.
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JAPANESE INDUSTRIAL STANDARD JIS C 9325 : 2009

Electrode force measuring device for

resistance welding equipment

Introduction

This Japanese Industrial Standard has been prepared in order to standardize per-
formance assurance procedures of electrode force measuring device for resistance
welding equipment by specifying requirements and test methods for structure and per-
formance of the electrode force measuring device.

The International Standard corresponding to this Standard has not been established
at present.

1 Scope

This Standard specifies structure and performance of electrode force measuring device
for resistance welding equipment (hereafter referred to as “an electrode force measuring
device”) which measures electrode force of resistance welding equipment (hereafter re-
ferred to as “electrode force”) using a force sensing unit covering the range of 0.1 kN to
50 kN. The measuring devices with built-in resistance welding equipment are excluded
in this Standard.

2 Normative references

The following standards contain provisions which, through reference in this text,
constitute provisions of this Standard. For standards with the year indication, only the
editions of the indicated year shall apply but the revisions (including amendments)
made thereafter shall not apply. The normative references without the indication of the
year shall apply only to the most recent editions (including amendments).

JIS B 7721 Verification and calibration of the force measuring system of the ten-
slon/compression testing machines

JIS C 0920 Degrees of protection provided by enclosures (IP Code)

JIS C 1102-2 Direct acting indicating analogue electrical measuring instruments
and their accessories Part 2° Special requirements for ammeters and
voltmeters

JIS C 1302 [Insulation resistance testers
JIS C 9305:1999 General rule for resistance welding machines

ISO 7500-1 Metallic materials—Verification of static uniaxial testing machines—
Part 1° Tension/compression testing machines—Verification and cali-
bration of the force-measuring system
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