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JAPANESE INDUSTRIAL STANDARD J 1S
Methods for Determination of K 0098-1988
Carbon Monoxide in Flue Gas
1. Scope
This Japanese Industrial Standard specifies the methods for determination of
carbon monoxide in flue gas exhausted to flue, chimney, duct, etc., hereinafter
referred to as the "duct" following combustion of fuel, metal refining, chemical

reaction process, etc.

2. Common Items

The general items common to chemical analysis shall be in accordance with
JIS K 0050, those common to calibration of gas analyzers, with JIS K 0055, those
common to sampling of stack gas, with K 0095 and those common to gas
chromatography, with JIS K 0114,

Remark: The unit of ppm in this Standard is volppm.

3. Classification and Summary of Methods for Determination

The classification and summary of methods for determination shall be as given
in Table.

Applicable Standards:
JIS B 7951-Continuous Analysers for Carbon Monoxide in Ambient Air
JIS K 0002-Carbon Monoxide (Standard Reference Gas)

JIS K 0050-General Rules for Chemical Analysis

JIS K 0055-General Rule for Calibration Method of Gas Analyzers

JIS K 0095-Method for Sampling of Stack Gas

JIS K 0114-General Rules for Analytical Method in Gas Chromatography
JIS K 0151-Non-dispersive Infrared Gas Analyzer

JIS K 0804-Detector Tube Type Gas Measuring Instruments

JIS K 2301-Methods for Chemical Analysis and Testing of Fuel Gases and

Natural Gas

JIS M 7650-Carbon Monoxide Delector with Length-of-Stain Type Detector
Tubes

Documents

Copyright by the Japanese Industrial Standards
Fri AvguB6db4,0%5620ktails: JIS K 0098 0



http://www.avadocuments.com/doc/jis-k-0098-0
http://www.avadocuments.com/doc/jis-k-0098-0

