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’ JAPANESE INDUSTRIAL STANDARD JIS
Penetration Test Method of HEPA K 3801-1989
Filters for Microbiological Filtration
1. Scope
This Japanese Industrial Standard specifies the method for testing
microbiological filtration performance of products of the class and nominal dimension
given in Table among high efficiency particulate air filters, hereinafter referred to

as the "HEPA filters", used for biohazard countermeasures.

Table. Testing Object Filters ()

Unit: mm
Dimensions
Class
o Height | Width Depth

305 305
500 500
Frame shape HEPA 610 610

filter unit 75, 150, 290
© 610 760
610 915
610 1220

Note (!) Products of above-mentioned numerical values
: * 5 mm shall be included in the testing object
filters.

Applicable Standards:
JIS B 9921-Automatic Particle Counter by Light Scattering Method
JIS K 3600-Technical Terms for Biotechnology
JIS Z 8122-Glossary of Terms for Contamination Control

. JIS Z 8901-Dusts and Aerosols for Industrial Testing
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