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' JAPANESE INDUSTRIAL STANDARD JIS
Testing Method for Cellulose in P 8007-1976
Wood for Pulp (Reaffirmed: 1984)
1. Scope

This Japanese Industrial Standard specifies the testing method for
cellulose in wood for pulp.

2. Apparatus and Instrument

‘ (1) Chemical balance: Capacity 100 to 200 g
Minimum reading; 1 mg

(2) Soxhlet extractor: Hard type specified in JIS R 3503
‘ (3) Erlenmeyer flask with common plug: 100 ml
(4) Water bath .
(5) GQlass filter: Glass filter (crucible type) 1Gl specified in JIS R 3503
(6) Beaker: 100 ml, 200 ml

(7) Weighing bottle: Cylindrical glass filter capable of accommodating
the glass filter and being air-tightly plugged

(8) Dryer: 105=% 3°C thermostatic dryer

(9) Desiccator: Desiccator specified in JIS R 3503. Active aluminium
oxide should preferably be used as the desiccant.

e}

. Applicable Standards: See page 4.
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