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JAPANESE INDUSTRIAL STANDARD JIS

Test Method of Glass Apparatus for
Chemical Analysis - R 3502-1987

1. Scope

This Japanese Industrial Standard specifies the alkali elution testing
method for glass apparatus for chemical analysis (hereinafter referred to as
the "glass apparatus") and the heat resistance testing method for glass
basic material used for glass apparatus.
2. Test Items

The test items specified in this Standard shall be as follows:

(1) Alkali elution test
(2) Heat resistance test

3. Test Methods

3.1 Alkali Elution Test

3.1.1 Devices, - Apparatus and Material

(1) Sieve For the sieve, standard wire sieves of JIS Z 8801 shall
be used.

(2) Elution Apparatus The construction, dimensions and capacity of
elution apparatus shall be as given in Attached Fig. 1 and the
hardness Grade 1 glass or quartz glass round bottom flask with
a cooler shall be used.

Attached Fig. 1
Unit: mm
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Applicable Standard: JIS Z 8801-Test Sieves
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