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1. Scope

UDC 57.086.83:636.082.4

JAPANESE INDUSTRIAL STANDARD JI1s

Incubator

T 1702-1990

This Japanese Industrial Standard specifies the incubator to be used mainly
for bacterio-cultivation. .

Remarks: In this Standard the units and numerical values shown in { } are -
in accordance with traditional units and are Standard values.

2. Classification and dimensions

Classification and dimensions shall be as given in the following Table.

Table R
Unit: mm
Internal chamber
Classification nominal dimensions Remarks
Wwidth | Depth | Height
Large type 1000 500 700 Unless specially instructed,
use the a.c. power source of
Medium type 600 500 500 50 Hz or 60 Hz in frequency.
Small type 350 350 450

Applicable Standards:

JIS B 7305-Thermographs

JIS C 3312-600 V Grade Polyviny! chloride Insulated and Sheathed Portable

Power Cables

JIS

JIS

T Q O

JIS

JIS K 6718-Polymethylmethacrylate Sheets

JIS R 3201-Sheet Glasses

3327-600 V Rubber Insulated Flexible Cables
4305-Cold Rolled Stainless Steel Plates and Sheéts

3100-Copper and Copper Alloy-Sheets, Plates and Strips

JIS T 1001-General Requirements for Safety of Medical Electrical Equiprhent

JIS Z 8703-Standard Atmospheric Conditions for Testing
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