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JIS T*31L01 b5 -m UDG. 615. 473.2

JAPANESE INDUSTRIAL STANDARD .K JIS ‘
Injection: Needles T 3101=1965
1. Scope ' 7

This standard specifies injection needles for the purpose of medical treat—
ment, hereinafter referred to as the "“injection needles",

2. Class, Dimension of Needle and Angle of Point

The class, dimension of needle and angle of 'point shall be as given in

Table 1,
Table 1
Dimension of needles Angle
' mm of P
Class : RS Application
Outer dia, | Length L 7 p01n§( ) i
, D . 0
+ 0,02
H 4 0.4 16701 2041 12
+ 0.02
H 5 0.5 : 23 +1 12 ' '
7 =0.01 - : Subcutaneous injection
H 6 0.6 1902 1 56,1 12
‘Y -0,01 - :
+ 0.02
H 7 0.7 Zoor | 301 12
+ 0,02 , :
vV 6 0.6 Lot | 30x1 | 18
v 7 0.7 i- 88? 33 +1 18 ' Intravenous injection
+0.02 -
vV 8 0'8—0.01 35 + 1 1&? ,
' +0.02 ,
VvV 10 1'9—0.01 40 + 1.5 20
+0.02 ) Intravenous injection and
VvV 11 1.1 _ 0.01 40 +1.5 20 blood transfusion (inclu-
sive of those attaching
V12 1.2 70021 451 4.5 20 stable plate)
- 0,01 - |
+0,02 '
V15 1.5 70t | 40215 20
+ 0.02
M 8 0'8—0.01 50 + 1.5 14
+ 0.02 ; .. .| Intramascular injection
My 8 0.8 _ 0.01 60+ 1.5 14 and pus aspiration
+ 0.02 :
M 10 1.0 Zglgr | 60£1.5 14
+ 0,02
M 15 1.5 70701 | 8ox2 | 14
Reference Standards: 7
JIS G 4305-Cold Rolled Stainless Steel Sheet and Plate
JIS G 4805-High Carbon Chromium Bearing Steels
JIS H 3422~Free Cutting Brass Rod and Bar
JIS H 4191-Aluminium Foil : i [
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