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UDC 615.473.2 

JAPANESE INDUSTRIAL STANDARD J I S  

Injection Needles T 3101-1979 
(Reaffirmed: 1985) 

1. Scope 

This Japanese Industrial Standard specifies injection needles for the 
purpose of medical treatment, hereinafter referred to as the "injection needles". 

Remark: The units and numerical values given in I 1 in this standard 
are in accordance with the International System of U n i t s  (SI),  
and are appended for reference. 

2. Class, Dimension of Needle and Angle of Point 

The class, dimension of needle and angle of point shall be as given in 
Table 1. 

Applicable Standards: 

JIS G 4305-Cold Rolled Stainless Steel Plates and Sheets 

JIS G 4805-High Carbon Chromium Bearing Steels 

JIS H 3250-Copper and Copper Alloy-Rods and Bars 

JIS H 4160-Aluminium and Alluminium Alloy Foils 
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