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1. Scope

JAPANESE INDUSTRIAL STANDARD

Vaginal Specula

UDC 615.471:618.15-072.1

JIS

T 4405-1990

This Japanese Industrial Standard specifies the vaginal specula used in
medical departments.

2. Classification, external shape dimensions and material

The classification, external shape dimensions and material shall be as

given in Tables 1 to 3.

Further, the permissible deviations of external shape dimensions shall

beiS%inall

Table 1. (Those of two valves)
‘ Unit: mm
External shape dimensions
Classi~-|Width | Length{ Major [Minor |Length | Wall
fica- of of diame- [diame-|of ad— | thick- Material Remarks
tion upper | lower |ter of |[ter of| justing| ness
valve | valve | ex— ex- screw | of
middle ternal [ternal |thread | valve
l part part part J|A
99 Use stainless Refer
gl 40 115 60 50 60 steel, brass to At-—
F sheet or brass tached
o casting and make | Fig. 1.
9 2l 31 110 55 45 55 the adjusting -
A . part the brass
® 5 1.2 to|bar. However,
- ﬁ 27 105 50 40 1.6 the brass sheet,
’ 9 = 50 brass casting
3 :. and brass bar
g 24 95 45 35 are to be those
< executed with
o nickel-chromium
8% 20 85 35 30 45 plating.
[SM)}
A o :c:’c 37 80 - - Use- brass sheet | Refer
o |8 40 or brass casting,| to At—
o - 2 to 3 make the adjust-| tached
w |2 32 75 - - ing part the Fig. 2.
- o ) J
— 2 brass bar and
‘ g make those
f - _ executed with
% § 27 70 3> nickel-chromium
plating
. Applicable Standards: See page 3.
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