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Porcelain Denture Teeth T 6511-1989

This Japanese Industrial Standard specifies the porcelain denture teeth used
for manufacturing of removal denture base (hereafter referred to as the "porcelain
teeth").

Remark: The units and numerical values given in { } in this Standard are
based on the conventional system of units and are appended for
informative reference.
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. 1. Scope
\
|
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2. Classification

Procelain teeth shall be classified into two types of anteior teeth and
posterior teeth,

. 3.  Quality

3.1 Thermal Impact Resistance The porcelain teeth, when tested according
to 7.4, shall not generate crackings.

3.2  FPFolding-Breakage Resistance @ When the porcelain teeth are tested
according to 7.5, the folding-breakage resistance relating to central incisor shall
be as given in Table. '

Table. Folding-Breakage Resistance

Porcelain tooth Central incisor N {kgf}
For upper jaw ' 110 {11} min,
For lower jaw 60 { 6} min.
. 3.3 Retention Hole The posterior teeth, when tested according to 7.6, shall

be provided with a secure retention hole.

Applicable Standards:
JIS R 6253-Waterproof Abrasive Papers
JIS T 6501-Acrylic Denture Base Resin
JIS Z 8902-Xenon Standard White Light Source
JIS Z 9031-Random Sampling Methods
Corresponding International Standard:

. ISO 4824-1981 Dentistry - Porcelain denture teeth

Documents

Copyright by the Japanese Industrial Standards
Fri Sepu0%id8;6ines20ktails: JIS T 65110



http://www.avadocuments.com/doc/jis-t-6511-0
http://www.avadocuments.com/doc/jis-t-6511-0

