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1. SCcope

This Japanese Industrial Standard specifies the dental plaster, hereinafter
referred to as the "plaster”.

Remark: The units and numerical values given in { 1} in this Standard are

based on the traditional System of Units and are appended for
informative reference.

2.  Properties

The plaster shall be uniform in quality and, when subjected to the tests of

3.4 to 3.10, the results shall comply with the requirements of Table 1 and Table
2.

Table 1
Component | Content %
Sulfuric anhydride | 52 minimum
Iron oxide | 0.3 maximum
Sulfide and sulfur 0.2 maximum

There shall be no

Arsenti ]
¢ arsenic content.

Applicable Standards:
JIS R 9101-Methods for Chemical Analysis of Gypsum

JIS R 9112-Method of Physical Test for Plaster of Paris Mold
for Plastery

JIS 7 8801-Test Sieves
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