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Dental Stone T 6605-1987

1.  Scope

This Japanese Industrial Standard specifies the dental stone, hereinafter

referred to as the "stone',

Remark: The units and numerical values shown in { } in this Standard are
based on the traditional units and are appended for informative
reference, |

2. Quality

The quality of the stones shall be in accordance with Table.

Table

Setting time  (minutes) h to 30

Setting expansion (%) | Stated value + 0.1

Wet compressive strength

MPa {kgf/cm2} 12.5 {133} minimum

Heating compressive strength -
MPa {kgf/cm?) 10.0 1102} minimum

Remark: 1MPe=1N/mm?=10.2kgl/cm?

3. | Tests

3.1 Mixing Method for Preparing Test Pieces The mixing method for carry
out tests shall be as follows: Pour an appropriate amount of water in the mixing
vessel given in Fig, 1, throw into this 100 g of the sample taking 30 seconds, and
mix for 60 seconds at a speed of 100 revolutions per minute,
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