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Hematocrit Centrifuge T 7326-1989

1. Scope

This Japanese Industrial Standard specifies the centrifuge to measure
the hematocrit value by using capillary in clinical examination.

- Remarks: The units and numerical values shown in brackets { } in
this standard are based on the traditional metric system of
units and are currently the criteria in force.

2. Definitions

The definitions of terms to be used in this standard are as follows:

. (1) hematocrit value Volumetric ratio of hemocytes to whole blood.

(2) hematocrit. method A method to measure the hematocrit value in
such a way that the blood subjected to coagulation prevention
treatment is introduced into a capillary and centrifuged at a high
speed.

(3) capillary A fine tube to be used at the time when the hematocrit
value is determined by high speed centrifuge.

Applicable Standards:
JIS C 4004-General Rules for Rotating Electrical Machines

‘ JIS T 1001-General Requirements for Safety of Medical Electrical
Equipment

JIS T 1002-General Rules for Safety Testing Procedures of Medical
Electrical Equipment

JIS T 1003-Testing Methods for Electrical Safety of Medical Electrical
Equipment

JIS T 1004—Tesﬁng Methods for Mechanical Safety of Medical Electrical
Equipment

JIS T 1005-Style Manual for Instruction Manuals
JIS T 1701-Centrifuge for Medical Use
Reference Standard:

JIS Z 8203-SI Units and the Use of Their Multiples and of Certain

. Other Units
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