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‘ JAPANESE INDUSTRIAL STANDARD JIS

X-ray protective clothing for patients Z 4830-1992

1. Scope

This Japanese Industrial Standard specifies the X-ray protective clothing
for patients to be used to reduce the exposure dose of their gonads by stray
X-ray during X-ray examinations using X-ray tube voltage of 150 kV or less
(hereafter referred to as "protective clothing”).

Remarks: The following Standards are cited in this Standard:
JIS B 7514-Steel straightedges
JIS 2 4005-Medical radiology — Terminology

JIS Z 4501-Testing method of lead equivalent for X-ray
‘ protective devices

JIS Z 4801-Lead rubber sheets and lead polyvinyl chloride
sheets for X-ray shield

Informative reference: This standard is intended to standardize the
X-ray protective clothing for patients, and
does not mean mandatory, use of the protective
clothing for X-ray examinations.

2, Definitions

For the purpose of this standard, the following definitions apply.
Other terms and definitions are given in the clause "Definitions" of JIS
Z 4005,

(1) X-ray protective skirt for patients Skirt-like protective clothing
covering the pelves of patients completely to shield their gonads in
X~-ray examinations except for the abdominal region.

' (2) X-ray protective apron for patients Apron-like protective clothing
covering the anterior or posterior regions of pelves of patients to
shield their gonads in X-ray examinations except for the abdominal
region.

3. Classification

The protective clothing shall be classified into the following two
classes.

(1) ZX-ray protective skirt for patients

(2) X-ray protective apron for patients
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