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KES Q-B203C

1. Scope of application
This standard is described the checking of accuracy for micro hardness tester.

2. Checking standard
It will be followed sheet 1, and the detailed procedure is according to KASTO 85-31-
000-020.

3. Judgement
It will be followed sheet 2 & 3

4. Calibration period
Regularly calibration period is 12 months

5. Record and control

It will be followed KMS M030100(prescription of accuracy control for measurement
equipment)

Sheet 1 (Checking method)

No. | Checking Method Tool | Judgeme
item nt
1 Appearance | 1. Clear mark, sign and No defect
check defect of scale
by eyes

2. Check painting and
plating condition at
each area by eyes

3. Check shape and
polishing condition at
each area by eyes
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