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1. Application
This standard is described the checking of accuracy and calibration for pressure

gage.

2. Checking method
Checking standard will be done according to sheet 1

3. Judgment standard
Judgment for checking of accuracy will be done according to Sheet 1 and 2.

4. Period of calibration
Regular period of calibration is every 12 months

5. Record and control
To be done according to KMS MO030000(Prescription of accuracy control for test

facilities)

Sheet 1 Checking method
Checking method Figure Judgement

Checking
____point

No defect to
use

Appearance | 1. Check to defect such as
shape, scale, mark and
others on the major
region.

Indicator

2. Check to proper gap
between indicator and
scale plate.

3. Check to read without
hindrance by scar on
clear plate.

4. Check eccentricity to
interfere  with read
between center of
circular arc and rotate
center of indicator.

2 Operation 1. Select adapter
according to kind of

gage

A

. Always use liquid tank

for “not use gage with
oll”.
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